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SAFETY SUMMARY 
The following general safety precautions must be observed during all phases of operation, service, and 
repair of this instrument. Failure to comply with these precautions or with specific warnings elsewhere 
in this manual violates safety standards of design, manufacture, and intended use of the instrument. 
PRODIGIT assumes no liability for the customer's failure to comply with these requirements. 
GENERAL 
This product is a Safety Class 1 instrument (provided with a protective earth terminal). The protective 
features of this product may be impaired if it is used in a manner not specified in the operation 
instructions. 
ENVIRONMENTAL CONDITIONS 
This instrument is intended for indoor use in an installation category I, pollution degree 2 environments. 
It is designed to operate at a maximum relative humidity of 80% and at altitudes of up to 2000 meters. 
Refer to the specifications tables for the ac mains voltage requirements and ambient operating 
temperature range. 
BEFORE APPLYING POWER 
Verify that the product is set to match the available line voltage and the correct fuse is installed. 
GROUND THE INSTRUMENT 
This product is a Safety Class 1 instrument (provided with a protective earth terminal). To minimize 
shock hazard, the instrument chassis and cabinet must be connected to an electrical ground. The 
instrument must be connected to the ac power supply mains through a three conductor 
power cable, with the third wire firmly connected to an electrical ground (safety ground) at the power 
outlet. Any interruption of the protective (grounding) conductor or disconnection of the protective earth 
terminal will cause a potential shock hazard that could result in personal injury. 
FUSES 
Only fuses with the required rated current, voltage, and specified type (normal blow, time delay, etc.) 
should be used. Do not use repaired 
Fuses or short circuited fuse holder. To do so could cause a shock or fire hazard. 
DO NOT OPERATE IN AN EXPLOSIVE ATMOSPHERE. 
Do not operate the instrument in the presence of flammable gases or fumes. 
KEEP AWAY FROM LIVE CIRCUITS. 
Operating personnel must not remove instrument covers. Component replacement and internal 
adjustments must be made by qualified service personnel. Do not replace components with power 
cable connected. Under certain conditions, dangerous voltages may exist even with the power cable 
removed. To avoid injuries, always disconnect power, discharge circuits and remove external voltage 
sources before touching components. 
DO NOT SERVICE OR ADJUST ALONE. 
Do not attempt internal service or adjustment unless another person, capable of rendering first aid and 
resuscitation, is present. 
DO NOT EXCEED INPUT RATINGS. 
This instrument may be equipped with a line filter to reduce electromagnetic interference and must be 
connected to a properly grounded receptacle to minimize electric shock hazard. Operation at line 
voltages or frequencies in excess of those stated on the data plate may cause leakage currents in 
excess of 5.0 mA peak. 
DO NOT SUBSTITUTE PARTS OR MODIFY INSTRUMENT. 
Because of the danger of introducing additional hazards, do not install substitute parts or perform any 
unauthorized modification to the instrument. Return the instrument to a PRODIGIT ELECTRONICS 
Sales and Service Office for service and repair to ensure that safety features are maintained. 
Instruments which appear damaged or defective should be made inoperative and secured against 
unintended operation until they can be repaired by qualified service personnel. 
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 EC DECLARATION OF CONFORMITY 

We Prodigit Electronics Co., Ltd. declares under our own responsibility that the product  

DC Electronic Load                                                     
(Model No.:  
 3310F, 3311F, 3312F, 3314F, 3315F, 3330F, 3332F, 3336F, 3340F/G, 3341F/G, 3342F/G, 

   
3343G/ 33401F/G, 3300F, 3302F, 3305F) satisfies all the technical relations application to the 

product within the scope of council: 

   Directive:  2014/30/EU; 2014/35/EU; 2015/863/EU; 2012/19/EU 

 The above product is in conformity with the following standards or other normative documents 

Harmonized Standard： 
EN 61010-1: 2010+A1:2019   
EN IEC 61010-2-030:2021+A11:2021 
EN 61326-1:2013   
EN 61326-2-1:2013 

Reference Basic Standards： 
Emission: 
EN 55011: 2016+A1: 2020   Class A 
EN 55032: 2015+A1:2020 
EN 61000-3-2: 2014 
EN 61000-3-3: 2013 

Immunity: 
EN 61000-4-2: 2009 
EN 61000-4-3: 2006+A2:2010 
EN 61000-4-4: 2012 
EN 61000-4-5: 2014+A1:2017 
EN 61000-4-6: 2014 
EN 61000-4-8: 2010 
EN 61000-4-11: 2020 

Company Name : Prodigit Electronics Co., Ltd. 

Company Address : 8F, No.88, Baojhong Rd., Sindian District, New Taipei City, 
Taiwan. 

Person is responsible for marking this declaration: 
 Manufacturer/Importer 

Signature: 
 

Date: 2022/10/20   Name: 
Dean Wang              

R&D Assistant Manager 



3300F Series Mainframe Operation Manual 5 

     UK Declaration of Conformity 
We Prodigit Electronics Co., Ltd. declares under our own responsibility that the product  

DC Electronic Load 

(Model No.:  
3310F, 3311F, 3312F, 3314F, 3315F, 3330F, 3332F, 3336F, 3340F/G, 3341F/G, 3342F/G, 3343G 

33401F/G, 3300F, 3302F, 3305F) satisfies all the technical relations application to the 

product within the scope of council: 

Directive:  Electromagnetic Compatibility Regulations 2016; Electrical Equipment (Safety) 

Regulations 2016; the Restriction of the Use of Certain Hazardous Substances in Electrical and 

Electronic Equipment Regulations 2012 
The above product is in conformity with the following standards or other normative documents 

Harmonized Standard： 
BS EN 61010-1:2010+A1:2019   ;BS EN IEC 61010-2-030:2021+A11:2021 
BS EN 61326-1: 2013  ;         BS EN 61326-2-1: 2013 
Reference Basic Standards： 
Emission: 
BS EN 55011: 2016+A1: 2020   Class A 
BS EN 55032: 2015+A1:2020 
BS EN 61000-3-2: 2014 
BS EN 61000-3-3: 2013 

Immunity: 
BS EN 61000-4-2: 2009 
BS EN 61000-4-3: 2006+A2:2010 
BS EN 61000-4-4: 2012 
BS EN 61000-4-5: 2014+A1:2017 
BS EN 61000-4-6: 2014 
BS EN 61000-4-8: 2010 
BS EN 61000-4-11: 2020  

Company Name : Prodigit Electronics Co., Ltd 

Company Address : 8F, No.88, Baojhong Rd., Sindian District, New Taipei 
City, Taiwan 

Person is responsible for marking this declaration: 
 Manufacturer/Importer 

Signature: 
 

Date: 2022/10/20 Name: 
Dean Wang            

R&D Assistant Manager 
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SAFETY SYMBOLS 
 

Direct current (DC) 

Alternating current (AC) 

Both direct and alternating 
 

Three-phase alternating current 

Off (Supply) 

On (Supply) 

Protective earth (ground) 
 

Caution！Refer to this manual before using the meter. 
 

Caution, risk of electric shock 

CAT IV – Is for measurements performed at the source of the low-voltage installation. 

CAT III – Is for measurements performed in the building installation. 

CAT II – Is for measurements performed on circuits directly connected to the 

low-voltage installation. 

CAT I – Is for measurements performed on circuits not directly connected to Mains. 

This equipment is not for measurements performed for CAT II, III, and IV. 

 

 Fuse 
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Chapter 1 Introduction 
The 3300F electronic load mainframe is required to provide the DC power conversion and 
optional computer communications to the ‘F’ series of Load Modules. The 3300F is designed 
to house any of the following models: 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 

 
TABLE 1-1 3310F / 3330F / 3340F/G / 33401F/G SERIES SPECIFICATION LIST 

Model Max. current Max. voltage Max. power 
3310F  30A  60V 150W 
3311F  60A  60V 300W 
3312F  12A  250V 300W 
3314F  12A  500V 300W 
3315F  15A  60V 75W 
3330F  60A(CHA) 6A(CHB) 80V(CHA) 80V(CHB) 250W(CHA)   50W(CHB) 
3332F  24A(CHA) 24A(CHB) 80V(CHA) 80V(CHB) 120W(CHA) 120W(CHB) 
3336F 3A(CHA) 3A(CHB) 80V(CHA) 80V(CHB) 40W(CHA) 40W(CHB) 
3340F 2A 300V 150W 
3341F 20A 100V 300W 
3342F 2A 500V 300W 
33401F  2.4A(CHA) 2.4A(CHB) 500V(CHA) 500V(CHB) 120W(CHA) 120W(CHB) 
3341G 24A 300V 300W 
3342G 12A 500V 300W 
3343G 24A 500V 300W 

33401G 6A(CHA) 6A(CHB) 500V(CHA) 500V(CHB) 150W(CHA) 150W(CHB) 
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1.1 Features 
The 3300F has the following key features: 

1.1.1. Flexible Configuration: The 3300F can be used to house a variety of ‘F’  
 Series load modules with different voltage and current sink ranges. 

1.1.2. Plug in Design: It is quick and easy to take a load module out of the  
  Mainframe and to replace it with another load module.    

1.1.3. Computer Interfaces: GPIB,RS232, USB or LAN are optionally  
 Available for remote control. The mechanical design of the interface cards.  

1.1.4. Front panel memory: Common test settings can be stored and recalled.  
1.1.5. Auto Sequence: Memory locations can be linked to form a sequence  

 Against time. 
1.1.6. Wake Up Function: The mainframe can be set to automatically revert to a  

Load set up on mains power on.    
1.1.7. Intelligent Cooling: Temperature controlled fans are used to minimise   

1.2 Standard Accessories 
The following accessories are provided as standard: 

  
1.2.1. Model 3300F  
1.2.2. Model 3300F Operation Manual 1PC 
1.2.3. 3Pin Power cable  1PC 

 

1.3 Option 
1.3.1. GPIB+RS232 interface 
1.3.2. RS232 interface 
1.3.3. GPIB interface 
1.3.4. USB interface + USB DRIVER CD  
1.3.5. LAN interface + LAN DRIVER CD 
1.3.6. 9933 Remote Controller 1 PC 
1.3.7. GPIB cable 1 M 
1.3.8. GPIB cable  2 M 
1.3.9. USB TYPE A TO TYPE B cable 1.8 M 

1.4 Specifications 
The specification of 3300F mainframe is shown below in Table 1-2. 

 
TABLE 1-2 SPECIFICATIONS 

 

AC INPUT 

LINE 100V/115V±10% 200V/230V±10% 

FREQUENCY 50/60 HZ 

FUSE T2A/250V 
(5*20mm) T1A/250V (5*20mm) 

MAX. POWER 
CONSUMPTION 150W 

DIMENSIONS (W*H*D) 440 mm*177 mm*445 mm 
WEIGHT NET : 9.3 Kg 
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Chapter 2 Installation 
2.1 Inspection 

The 3300F mainframe was carefully inspected, tested and calibrated before shipment. If 
damage to the instrument has occurred during transport, please inform Prodigit's sales and 
service office or representative. Your 3300F mainframe was shipped with a power cord for the 
type of outlet used at your location. If the appropriated cord was not included, please contact 
your nearest sales office to obtain the correct cord. Refer to "check line voltage" to check the 
line voltage selection and fuse type. 

 

2.2 Check line voltage 
The 3300F mainframe can be operated from a 100/115 or 200/230Vac input as indicated on 
the label on the rear panel. The input is switchable so please make sure that the switch is set 
correctly for your nominal mains input before turning on the mains power. The procedure 
below details how to change the switch position: 
 

2.2.1 With the 3300F mainframe power OFF, disconnect the power cord. 
2.2.2 Refer the drawing on the rear panel in Fig 2-1, set the switches to the  

Proper voltage as described in the following: 
a. Set Switch to 100V/115V for 115Vac line voltage 
b. Set Switch to 200V/230V for 230Vac 
Note: 100Vac and 200Vac is used for Japan only (Option) 

 
 
 

 
 
 
 
 
 
 

Fig 2-1 SET OF SWITCH 

 
 

 



3300F Mainframe Operation Manual 13 

 

 

2.3 Input Fuse 
This product is fitted with a mains input fuse. If it needs to be replaced please adhere to the  
Following procedure. 

 
 
 
 
 
 
 
 
 
 
 

 
 

 
 
 
 
 
 
 
 
 
 
 
 
 

2.3.1 Check the rating of the mains input fuse. Replace only with the correct  
 Type and rating.  

For 100V/115Vac Input use T2A/250V (5*20mm), 
For 200V/230Vac Input useT1A/250V (5*20mm) 
 

2.3.2 The AC line fuse is located below the AC line socket (see Fig 2-2). Use 
 A small screwdriver to remove the fuse holder. Replace the failed fuse 
With the appropriate type and rating according to your mains voltage.  
(See Table 1-2) 
 

2.3.3 Refit the fuse holder and connect the power cord. 
 
 

 
  
 
 
 
 
 
       

Fig 2-2 FUSE RECEPTACLE 

 
 
BEFORE replacing the fuse you must switch off the unit and mains power outlet and 
disconnect the plug of the AC Power cable from the input socket of the 3300F. 

 
If prior to exchanging the fuse, there is any abnormal noise or odour do not use the unit.  
Please inform your local sales office to organise repair of the 3300F. 
 
To avoid the risk of fire or electronic shock the fuse must only be replaced with same type 
and rating as the original. Any replacement fuse used should meet your national safety 
standards. Any use of improper fuse or shorting the Fuse holder would be extremely 
dangerous and would be strictly prohibited. 

 
 
 
 
 
 

 

T2A/250V (5*20mm) 

T1A/250V (5*20mm) 
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Fig 2-7 3300F LAN Connection 
 

2.17 Remote Controller Option 
A wired remote controller (P/No: 9933) can be connected to the mainframe. 
Fig 2-8 shows the remote controller socket which is located on the rear panel. 

 
 

 

Fig 2-8 3300F Remote controller Connection 

2.18 Remote Controller Connection 
Fig 2-9 shows pin assignments for the DSUB-15 connector when the remote controller option is 
fitted to the 3300F mainframe. The remote controller allows the first 10 memory locations to be 
recalled. Set ups saved at these memory locations can include dynamic waveforms and the 
load ON state.     

 Note 1: O/P as a set of NG TTL High level signal output.        
Note 2: The Load button on the remote controller does not operate for  
    The 3302F/3305F mainframes, However the Load ON state can be saved as part of  

The set up stored in one of the memory locations. 
 

 
 
 
 
 

 
 
 
 

 
                         Fig 2-9 Model 9933 Remote controller Connection 
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2.19 Analog Programming Input 
The 3300F mainframe has an analogue programming input. This feature allows an external 
waveform to be tracked as long as it is within the load’s dynamic capabilities. The analogue 
programming input is configured as a terminal socket. It will accept a 0-10V signal. This 
signal is proportional to the load module’s maximum current range. Please note that the 
analogue programming input will only operate with single channel load modules. It cannot be 
used for dual channel load modules from the 3330F series and 33401F/G.    

 
 
 
 
 
 
 
 
 
 
                          Fig 2-10 Diagram of analog programming input 
 

The analogue programming input operates in CC or CP modes only. The Load Module will 
attempt to load proportionally according to the signal and the load module’s maximum 
current or power range.   
 
For example:  3311F: Imax = 60A  and  Pmax = 300W  
 
So in CC mode if analogue programming input is 5V = 30A load setting   
Or in CP mode if analogue programming input is 1V = 30W load setting   

 
The analog programming signal can act alone or it can be summed with the programmed 
value set via the front panel or the optional computer interface (GPIB, RS232, USB, or LAN) 
or the front panel.  
 
Example:  
 
Fig 2-11 shows the result of an analog programming signal at 4Vac, 500Hz when it is 
summed with a 24A programmed setting in CC mode of 3311F Load module. 

 
 
 
 
 
 
 
 
 
 
 
 
 
                                                   
                            Fig 2-11 Analog Programming Example 

2mS
T

LOAD CURRENT

6V

4V

2V12A

24A

36A

ANALOG V
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Chapter 3 Mainframe Operation 
The front panel of 3300F mainframe is shown in Fig 3-1. 

 

 
 

Fig 3-1 3300F FRONT PANEL 
 

 

 
 
 

Fig 3-2 3300F SIDE PANEL 
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Fig 3-3 3300F REAR PANEL 
 

3.1 Power Switch 
Before switching on the unit please ensure the mains voltage matches the units setting (see  
Section 2.2 Check Line Voltage) 

 

At mains power ON, the following should be apparent. 
 

3.1.1. The mainframe and firmware version is displayed on its screen at the bottom right. 
3.1.2. If a load module is fitted it’s LCD will become lit and display its firmware version  
3.1.3. If no load module is fitted the fan will not operate. If a load module has been installed  

The fan will turn slowly. The fan will speed up under load. 

3.2 LCD 
The mainframe’s LCD will illuminate fully at mains power ON. 

 
 
 
 
 
 
 
 
 
 
 
 

 
Please refer to the relevant section below as indicated by the number assigned to a front panel  
Function. For example the arrow buttons are label 9 so for more information please refer to  
3.2.9 in the following section. 

 
3.2.1 REMOTE mode  

 The REM will be lit when 3300F is being controlled via the GPIB/RS232/USB or  
 LAN -Interface. To bring back the unit to front panel control the local button on the  
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 Right hand side of the mainframe can be pressed. 
 

3.2.2 GPIB Card  
The LCD will permanently show GPIB if this computer interface has been fitted. 
   
 
 
 
 
 

 
3.2.3 RS232 Card 

The LCD will permanently show RS232 if this computer interface has been fitted. 
 

 
 
 
 
 

3.2.4 USB Card: 
 The LCD will permanently show USB if this computer interface has been fitted. 
 
 
 
 
 
 
3.2.5 LAN Card 

The LCD will permanently show LAN if this computer interface has been fitted. 
 
 
 
 

 
 

3.2.6 3300F Main Display 
 At mains power on the LCD will display Nor. This means Normal. The message 
 Will change if a setting function such as WAKE UP or AUTO-SEQUENCE has  
 Been selected.    
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3.2.7 BANK/T1 Display  
      The upper digits on the right hand side of the screen relate to the memory BANK in 

normal mode. There are 15 BANKS which can be selected in turn by pressing the 
upper pair of arrow keys. Each BANK has 10 memory separate memory STATES 
(locations) which are selected with the lower pair of arrow keys.   

  
 When in auto-sequence mode T1 is displayed. T1 is the test time. The test time  
 Can be adjusted using the upper arrow keys between 0.1sec and 9.9sec in 100ms  
 Steps. Please note that during the T1 test time the mainframe LCD will not flag  
 NG. The T2 setting is used for checking the NG function according to the voltage,  
 Current or power limits set via the LIMIT menu.   
 
3.2.8 STATE/T2 Display 

The lower digits relate to the memory STATE (location) in normal mode. There are  
 10 memory STATES (locations) which can be selected in turn by pressing the  
 Lower arrow keys. These memory STATES are supplemented by 15 memory  
 BANKS giving the user 150 memory locations in total.  
 

When in auto-sequence mode the T2 function is displayed. T2 is the time that NG/GO 
is checked according to the LIMITS that have been set for that test step.  

  So if the NG flag has been enabled and the load measures values outside the preset 
LIMIT values then the test will stop during T2. The mainframe’s LCD will flash NG 
and the test will stop at that step in the auto-sequence. The user can then press 
ENTER to carry on to the next step or EXIT to leave the auto-sequence. 

 
3.2.9 Arrow buttons 

 The ARROW key is used to increase or decrease the set values. 
 

3.3 Buttons Description 
This section briefly describes the buttons on the right hand side of the mainframe. Their 
functional use is further described in section 3.4. 
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3.3.1 The 4 buttons marked exit, test, enter and edit are used to set an auto-sequence. 
 

3.3.2 The numbered buttons 1~10 are the memory states (locations) for storing or  
 Recalling a load set up. They are also used to select a previously saved 
 Auto-sequence when in test mode 

 

3.3.3 Pressing the system button once allows the GPIB address to be changed by using  
  The arrow keys. Pressing the system button again allows the RS232 baud rate to  
  Be adjusted. With the third press of the system button the buzzer can be switched  

               On/off. Another press puts the LCD back to Normal state as shown below. 
 

 
 
 
 
 
 
 
 
 
 
 

 
3.3.4 The local button is used to exit the remote mode and bring the unit back to front  

  Panel control.  
3.3.5 The store button is used to save the load configuration. 
3.3.6 The load button is used to setting LOAD Synchronous Load ON. 
3.3.7 The init button is used to restart LOAD. 
3.3.8 The wake up button is used to recall the load configuration at mains power on. 

 

3.4 Operating Instructions 
3.4.1. Setting System Parameters 

The system button allows the setting of:  
a. GPIB address 
b. RS232 BAUD RATE 
c. Buzzer ON/OFF 

 
3.4.1.1. To set the GPIB address you must press the system key once. The LCD will 

Display the current address. The arrow keys are used to change the address.  
Once the required address is reached press enter or store button to save the  
New address. The exit key can be pressed to return to the normal screen.  
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3.4.1.2. To set the RS232 baud rate you must press the system key twice. The LCD will  
Display the current baud rate. The upper arrow keys are used to change the baud 
rate. Once the required value is reached press enter or store button to save the 
new setting. The exit key can be pressed to return to the normal screen.  

 
 
 
 
 
 
 
 
 
 
 
 
 

3.4.1.3. To set the buzzer on/off you need to press the system key 3 times. The arrow  
 Key is used to change the buzzer state. The buzzer can be used to signal that 

An automatic sequence has ended or failed. To save the setting press enter or  
Store. 

 
 
 
 
 
 

 
3.4.2. STORE/RECALL Operation 

The function keys on the front panel of 3300F mainframe, 3310F / 3330F / 3340F/G / 
33401F/G series electronic load modules 3300F STORE/RECALL Ten electronic load 
STATE Setting items and 15 BANK a total of 150 electronic load state set, each state 
can store a variety of electronic load status and settings. 

 
 
  
 
 
 
 
 
 
 

  331XF 333XF 334XF/G 33401F/G 
BANK(n) 15 15 15 15 
STATE(m) 10 10 10 10 
TOTAL STATES 
( (Memory locations) 150 150 150 150 
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3.4.2.1. How to STORE a load set up: 
1. Adjust Electronic Load to desired status and settings. 
2. With the UP and DOWN keys on the mainframe select the bank 
 (1 to 15) in which you will store the set up 
3. Press the store key on the mainframe. The store key starts flashing.  

(If you no longer wish to store a setting you can press the exit button or  
Wait about 20 seconds for the unit to automatically exit the store  
Operation). 

4. While the store light is flashing press a one of the number keys (1 to10)  
 Where the set-up is to be saved. The store light will go out and the  
 Numbered key pressed will stay illuminated. This indicates the set-up  
 Has been saved to that location.   

3.4.2.2. How to RECALL a saved set up. 
First select the memory bank by using the up and down arrow buttons. 
Pressing one of the numbered state buttons will recall the previously 
saved load configuration. The electronic load will immediately switch to the 
previously saved set-up changing the load values, operation mode and 
limits accordingly.  
 

3.4.3. WAKE-UP Function 
 The wake up function is designed to automatically recall a setting at mains power on.   

 
Step 1  Press WAKE UP once or twice so that message SET is displayed on the  
  3300F LCD. 
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Step 2 Select the memory location (bank and state) that is to be used. Once the  
Correct location has been selected press the STORE key. This example below  
Shows bank 01 state 01. After pressing store key the LCD will revert to the  
Normal message. 

 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
Step 3  Use the mains switch on the front panel to power down the unit. 
  
Step 4  At mains power on the unit will automatically recall the previously saved  
  Set-up from the nominated memory location.  

 
Step 5  To clear the settings, press the wake up key once or twice so that the LCD  
  Shows clear. Now press them STORE key to cancel the previously set  
  Wake up function.   

 
 
 
 

 
 
 

3.4.4.  AUTO-SEQUENCE  
An auto-sequence allows the user to step through previously saved set-ups stored in 
the mainframe’s memory. Up to 9 auto-sequences can be saved. Each auto-sequence 
can consist of up to 16 steps. There are two modes in the auto-sequence function. 
These are edit mode and test mode. 

 

3.4.4.1 Edit Mode  
 

1. Press EDIT key, then EDIT button will become lit and the  
 LCD will display "FX-XX". This is defined as follows: 

 

The “FX” part indicates the auto-sequence number  
(F1 to F9 are possible). The numbered STATE keys are 
Used to select the auto-sequence number 
The “XX” part is the test step  
(1 to 16 is possible). 
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2. Once the auto-sequence number has been selected the  
 Memory location of the first test step can be selected. The  
 Arrow keys next to the 3300F LCD are used to select the  
 Memory BANK and memory STATE.  
  
 Once the desired location has been selected press ENTER  
  
 Next the total test time for that step (T1+T2) can be entered.  
 T1 is the test time without checking the NG/LIMIT settings.   
 T2 is the test time where if NG is ON the LIMIT settings will  
 Be checked. The upper arrow keys are used to set T1 and  
 The lower arrow keys are used to set T2. The time setting  
 Can be adjusted in the range of 0.1s to 9.9s in 100ms  
 Increments. Please see sections 3.2.7 and 3.2.8 for a definition of 
T1 and T2. 

 

 

 

 

 

 

3. Press ENTER to set the next setting step. Repeat the same  
 Process for each setting steps. Up to 16 steps can be  
 Entered.  

 

Once the T1 and T2 settings have been entered for the final  
 Step press the STORE button. The LCD will now show REP.   
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1. The REP function allows the auto-sequence to be repeated  
 a number of times. Both sets of arrow keys are used to set  
 The number of repeats between 0 and 9999 times. Once the  
 Number of repeats has been set press the STORE button to  
 Save the auto-sequence. 

 
 
 
 
 

 
Example: The following screen shot shows the  
 Number of repetitions has been set to 2023  
 

 
 
 
 

 
 

 

Press STATE 1~9 Select F1~F9 FX 

EDIT MODE Press EDIT Key 

END 

STORE EXIT 

SET BANK/STATE 

SET T1/T2 

   ENTER  

   ENTER 

NEXT STEP 

 
 

Fig 3-4 EDIT MODE OPERATION FLOW CHART 
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3.4.4.2 Test Mode  

 
1. Pressing the TEST button will cause the TEST switch to  

 Illuminate and the LCD to show the last selected  
 Auto-sequence number (F1 to F9). 
 
The numbered STATE buttons (1-9) are used to change the  
 Auto-sequence number (F1 ~ F9). Once the desired  
 Auto-sequence has been selected press ENTER to start the  
 Test. 
 

 
 
 

 
2. The LCD will display "SXX", where "XX" is the actual  STEP being  

Presently tested. If during a given test step the values measured  
Are outside the preset limits (and the NG  

 Function has been enabled) then the LCD will flash "NG"  
 And the test is suspended. 
  
 The user can press the ENTER button to continue the  
 Remaining test steps. Alternatively the EXIT button can be  
 Used to leave the test mode. 

 
3. If all the test steps are OK, the LCD displays "PASS". If the  

 Unit under test fails any of the test steps the mainframe’s 
 LCD will show "FAIL".  
  
 If the buzzer is set to ON, the PASS result is also  
Accompanied by a single buzzer call out. If the test shows FAIL the 
buzzer will sound twice.  
 

4. When the test is completed, the user can press the ENTER  
 Key again to start the test again. Alternatively the EXIT  
 Button can be used to leave the test mode. 

 
Example 1:  Once the editing of the 16 step test is completed, press the TEST key. The unit  
   Will then automatically run through the test steps S01 to S16 in order. If all tests  
   Steps have been completed then the LCD will show PASS. 
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Example 2:   Once the edit mode has been used to set the 16 step auto-sequence the user 
 Can press the TEST key. If the test fails at one of the test steps the LCD will flash 

    “NG” and the test will stop. The user can then press ENTER key to continue the 
    Test or press the EXIT button to leave the test mode. 

 
 
 
 
 
 

 
TEST MODE 

Show Fx 

START TEST 

1.Press TEST key 

2.Press STATE 1~9 Select F1-F9 Initial = F1 

3.Press ENTER  

Testing(T1) 
2.Check the GO/NG indicator 

3.Stop testing if the result was NG. 

Exit 

1.Recall correspond memory which had been 
stored in F1-F9 memory   

3.1 Press ENTER to be continued. 

3.2 Press EXIT to end the test,and back to normal mode. 
Enter/Exit? 

Stop 

NG ? 
Yes 

Normal Mode 

End ? 

No 
Step = Step+1 

No 

PASS/FAIL 

Show PASS Show FAIL 

PASS FAIL 

2 

3 

Exit 

Yes 

4 

4.If test is GO,than step is last? 

4.1 If no than Step+1,continue another step 

4.2 If “Yes”, than if all the test in all module is pass, show GO 

4.3 If “Yes”, thanif there is at least one failure during the 
test, show NG 

5 

5.2 5.3 

5.1 4.1 

4.2 

ENTER 

1 

Enter 

Normal Mode 

Delay(T2) 

Show NG 

 
 

Fig 3-5 TEST MODE OPERATION FLOW-CHART 
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PIN Abbreviation Description  
Pin1  CD  Carrier Detect 
Pin2  RXD  Receive 
Pin3  TXD  Transmit 
Pin4  DTR  Data Terminal Ready 
Pin5  GND  Ground 
Pin6  DSR  Data Set Ready 
Pin7  RTS  Request To Send 
Pin8  CTS  Clear To Send 
Pin9  RI  Ring Indicator 

 
   PC RS232 Port 
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MPPT CC/CR/CV TEST algorithm：Case in CC MODE, It is divided into two steps，The first step on the 
basis of an input conditions scanning CCstart => CCstop identify the MPP point，The second steps in 
accordance with MPP point perturbation (P & O) to find out the true value of MPP，At the end of P&O 
time, recording an MPP value, and then repeat steps 1 & 2. 
 

 
Fig 4-2 

 
Fig 4-3a 
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EXAMPLE 2: MPPT CR MODE 
       
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 

 
 
 

EXAMPLE 3: MPPT CV MODE 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 

REM 

MPPT:MODE CR 

MPPT:CR:START 24.0 

MPPT:CR:STOP 12.0 

MPPT:CR:VH 13.0  

MPPT:CR:VL 0.0 

MPPT:CR:Wmin 3000 

MPPT:CR:Wmax 60 

MPPT:SRATE 0.5 

MPPT:SCAN:STEP 10 

MPPT:SCAN:Tstep 10 

MPPT:PO:Tstep 10 

MPPT:PO:TIME 10 

MPPT:SCOUNT 3 

MPPT ON 

MPP? = 12.411,1.0140,12.584  

MPP? = 12.326,1.0110,12.461  

MPP? = END                    

MPPT OFF 

REM 

MPPT:MODE CV 

MPPT:CV:START 8 

MPPT:CV:STOP 12.2 

MPPT:CV:IH 1.1  

MPPT:CV:IL 0.0 

MPPT:CV:Wmin 0.01 

MPPT:SRATE 0.5 

MPPT:SCAN:STEP 10 

MPPT:SCAN:Tstep 10 

MPPT:PO:Tstep 10 

MPPT:PO:TIME 10 

MPPT ON 

MPP? = 12.201,1.0020,12.225  

MPP? = 12.201,1.0020,12.225  

MPP? = 12.202,1.0020,12.226  

MPP? = 12.190,1.0030,12.226  

MPP? = 12.201,1.0020,12.225  

MPP? = 12.201,1.0020,12.225 

MPP? = 12.191,1.0030,12.227 

MPP? = END  

MPPT OFF 
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Appendix A GPIB programming Example 
C Example Program 
 

/* Link this program with appropriate *cib*.obj. */ 
 
/* This application program is written in TURBO C 2.0 for the IBM PC-AT compatible. The 
National Instruments Cooperation (NIC) Model PC-2A board provides the interface between 
the PC-AT and a PRODIGIT MPAL ELECTRONIC LOAD. The appropriate *cib*.obj file is 
required in each program to properly link the NIC board to C LANGUAGE. and include the 
<decl.h.> HEADER FILE to C LANGUAGE. */ 
 
#include <stdio.h> 
#include <dos.h> 
#include <math.h> 
#include "decl.h" /* NI GPIB CARD HEADER FILE */ 
 
main() 
{ 
   char ouster[20],rdbuf[15],spec[10]; 
   int i,ch,load; 
/* Assign unique identifier to the device "dev5" and store in variable load. check for error. ibfind 
error = negative value returned. */ 
   if((load = ibfind("dev5")) < 0)/*  Device variable name is load  */ 
     {    /*  GPIB address is  5  */ 
       printf("\r*** INTERFACE ERROR ! ***\a\n"); 
       printf("\r\nError routine to notify that ibfind failed.\n"); 
       printf("\r\nCheck software configuration.\n"); 
       exit(1); 
     } 
/*  Clear the device  */ 
   if((ibclr(load)) & ERR); 
     { 
       printf("INTERFACE ERROR ! \a"); 
       exit(1); 
 
     } 
   clrscr(); 
/* Clear load error register */ 
    
     ibwrt(load,"CLR",3); 
     
   ibwrt( load,"NAME?",5);  /*  Get the 3310F series module load specification  */ 
   delay(100); 
   strset(rdbuf,'\0');   /*  Clear rdbuf string buffer  */ 
   strset(spec,'\0');   /*  Clear spec string buffer  */ 
   ibrd(load,spec,20); 
   if (spec[3] == '9') 
      printf("\n 3300F series specification error !"); 
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/*  Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load. */ 
   ibwrt( load,"pres off;curr:low 0.0;curr:high 1.0;load on ",43); 
   ibwrt( load,"meas:curr ?",10); 
   delay(100); 
/*  Get the load actially sink current from the load  */ 
   ibrd( load,rdbuf,20); 
/*  go to local.  */ 
   ibloc(load); 
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BASICA Example Program 
 
LOAD DECL.BAS using BASICA MERGE command. 
 
100 REM You must merge this code with DECL.BAS 
105 REM 
110 REM Assign a unique identifier to the device "dev5" and store it in variable load%. 
125 REM 
130   udname$ = "dev5" 
140   CALL ibfind (udname$,load%) 
145 REM 
150 REM Check for error on ibfind call 
155 REM 
160   IF load% < 0 THEN GOTO 2000 
165 REM 
170 REM Clear the device 
175 REM 
180   CALL ibclr (load%) 
185 REM 
190 REM Get the 3310 series module load specification 
195 REM 
200   wrt$ = "NAME?" : CALL ibwrt(load%,wrt$) 
210   rd$ = space$(20) : CALL ibrd(load%,rd$) 
215 REM 
220 REM Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load. 
225 REM 
230   wrt$ = "pres off;curr:low 0.0;curr:high 1.0;load on" 
240   CALL ibwrt(load%,wrt$) 
245 REM 
250 REM Get the load actially sink current from the load 
255 REM 
260   wrt$ = "meas:curr?" : CALL ibwrt(load%,wrt$) 
270   rd$ = space$(20) : CALL ibrd(load%,rd$) 
275 REM 
280 REM Go to local 
285 REM 
290 CALL ibloc(load%) 
 
2000 REM Error routine to notify that ibfind failed. 
2010 REM Check software configuration. 
2020 PRINT "ibfind error !" : STOP 
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Appendix B 3300F USB Instruction  
1. Install the USB DRIVER, select USB\SETUP\PL-2303 Driver Installer.exe.  
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2. After the installation, connect the 3300F and PC with USB. Then select the item USB to Serial 
Port (COM3), set the BAUD-RATE to 115200bps and the Flow control to Hardware. You should 
then be able to control the 3300F via USB on COM3. 
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Appendix C: 3300F LAN Installation 
1. Connect AC power and the network (LAN) cable to the 3300F mainframe. Connect the other side of 
the network cable to the existing network. 

 

2. After inserting the driver CD-ROM, run LAN\ETM.EXE from the CD. The Ethernet Manager screen 
will be displayed as shown in Fig C1-1. If the Ethernet Manager window does not appear then, press 
F5 to search again (refresh), and check the connections if necessary. 

 

Fig D2-1 
 

3. The connected unit will appear on the list, click it to set the IP Address and Subnet Mask as shown 
on the following figure. 
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Appendix D: Auto-Sequence Quick Start with Example 
An auto-sequence allows the user to step through previously saved set-ups stored in the mainframe’s 
memory. Up to 9 auto-sequences can be saved. Each auto-sequence can consist of up to 16 steps. 
There are two modes in the auto-sequence function. These are edit mode to set up an auto-sequence 
and test mode to recall and start an auto-sequence. 
 
Edit mode 
 

1. Set-up all load parameters such as the operating mode, along with sink values and the LOAD 
ON/OFF status. Configuration and limit settings can also be set and the NG ON function 
selected. 

 
2. Press the STORE key and one of the numbered STATE keys to store the set up in one of the  

memory locations. The BANK can also be changed to provide additional memory locations. 
 

3. Additional load set-ups can then be made and saved to separate memory locations using the 
STORE, BANK and STATE buttons.  

 
4. Once the required number of load set ups has been saved enter the EDIT mode by pressing the 

EDIT button. 
 

5. With EDIT button lit the auto-sequence identity (F1 to F9) can be selected using the numbered 
STATE buttons. 

 
6. Now select the first memory location by pressing the up/down arrow keys to select the BANK 

and STATE. This will become the first step of the AUTO-SEQUENCE. 
 

7. Press ENTER to set the chosen BANK and STATE memory location 
 

8. Using the arrow keys set the test time (T1) and NG/LIMIT checking time (T2) for that step of the 
auto-sequence. 

 
9. Press ENTER to save the time setting and move onto the next step of the auto-sequence.  

 
10. Repeat points 6-9 to enter up to 16 steps to form the auto-sequence  
 

11. Once the desired number of steps have been set press the STORE button 
 

12. The LCD will show REP. 
 

13. Use the arrow keys to set the number of auto-sequence repetitions. 
 

14. Press STORE to confirm the sequence edit. 
 
Test mode 
 

1. Press the TEST key on the mainframe to enter the TEST mode  
 

2. Use the numbered STATE keys (1-9) to select the previously saved auto-sequence 
 

3. Press ENTER to start the auto-sequence 
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4. The LCD shows “PASS” or “FAIL” after testing. (If limits and the NG functions have been set and 
a test step fails then the LCD will flash NG. The user must then press ENTER to carry on the 
auto-sequence or EXIT to leave the auto-sequence).    

5. Auto-sequence or EXIT to leave the auto-sequence).    
 
Auto-Sequence Example 
In this example, we will create a program based on following Figure. 
The program executes steps 1 to 8 in sequence. 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Auto-sequence 
Step number 

Memory  
BANK  

Memory 
STATE 

Current 
Value 

Execution Time 
(T1+T2) 

1 3 1 1A 200mS 
2 3 2 5A 200mS 
3 3 3 1A 400mS 
4 3 4 5A 400mS 
5 3 5 1A 200mS 
6 3 6 10A 200mS 
7 3 7 1A 200mS 
8 3 8 0A 200mS 

 
Creating the Auto-Sequence 

 
1. Set the operation mode: Press the mode key to CC mode. 
2. Set the range: Press RANGE key to force range 2 
3. Set LOAD ON/OFF Status: Press Load ON 
4. Set the current values steps 1~8 and store to memory BANK 3 STATES 1~8 
5. Press EDIT key of 3300F mainframe 
6. Press the number 2 key to select F2 as the auto sequence location 
7. Press up/down key to memory bank 3 and state 1 
8. Press ENTER key to confirm the sequence memory 
9. Press up/down key to set the test time for that step (T1+ T2) 
10. Press ENTER key to confirm the sequence step 
11. Repeat 7~10 to set auto-sequence steps 1~8 
12. After setting final step press the STORE key  
13. Press up/down key to 1 to repeat the auto-sequence one time 
14. Press STORE key to confirm the number of repetitions. 
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15. Press TEST key to enter TEST mode 
16. Press number 2 to select auto-sequence F2 
17. Press ENTER to confirm selection and start TEST 
18. The load will then step through the auto-sequence.  

The testing waveforms on the right will be apparent  
assuming that the DC Source can supply the set load current 

 
 
 
 
 
 
 
 
 
 
 

Testing Waveform 
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Appendix E: Short, OPP and OCP test examples 
The parameters for the Short, Over Power Protection and Over Current Protection tests can be 
programmed over the optional computer interfaces. The following examples may prove useful. 
 
SHORT Test 
This example sets a short test for 500ms until the STOP command is received. 
 
REMOTE    （Set Remote） 
TCONFIG SHORT  （Set SHORT test function） 
STIME 500   （Sets short time to 500ms time)*  
START    （Start SHORT testing） 
TESTING?   （Ask Testing? 1：Testing，0：Testing End） 
STOP    （Stop SHORT testing）  
     * if 500 is replaced with 0 the short test is continuous until STOP command  
OPP Test 
In this example threshold limits are set and the NG signal enabled.   
 
REMOTE    （Set Remote） 
TCONFIG OPP  （Set OCP test） 
OPP:START 3   （Set start load watt 3W） 
OPP:STEP 1   （Set step load watt 1W） 
OPP:STOP 5   （Set stop load watt 5W） 
VTH 0.6    （Set OPP VTH 0.6V） 
WL 0    （Set watt low limit 0W） 
WH 5    （Set watt high limit 5W） 
NGENABLE ON  （Set NG Enable ON） 
START    （Start OPP testing） 
TESTING?   （Ask Testing? 1：Testing，0：Testing End） 
NG?     （Ask PASS/FAIL?，0：PASS，1：FAIL） 
OPP?    （Ask OPP watt value） 
STOP    （Stop OPP testing） 
 
OCP Test 
This test will start sink at 3A and increase towards 5A in 1A steps.   
 
REMOTE    （Set Remote） 
TCONFIG OCP  （Set OCP test） 
OCP:START 3   （Set start load current 3A） 
OCP:STEP 1   （Set step load current 1A） 
OCP:STOP 5   （Set stop load current 5A） 
VTH 0.6    （Set OCP VTH 0.6V） 
IL 0     （Set current low limit 0A） 
IH 5     （Set current high limit 5A） 
NGENABLE ON  （Set NG Enable ON） 
START    （Start OCP testing） 
TESTING?   （Ask Testing? 1：Testing，0：Testing End） 
NG?     （Ask PASS/FAIL?，0：PASS，1：FAIL） 
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OCP?    （Ask OCP current value） 
STOP    （Stop OCP testing） 
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