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GRA-433 
 

The GRA-433 rack mount is suited for the GPT-9904. The GRA-433 supports the 

EIA standards for use with standard-sized rack units. The GRA-433 holds one 

GPT unit and fits in a standard 19” 4U rack.  

 

 Rack Mount Adapter Component List and Assembly 
 

Description Please check to make sure all the components of the 

GRA-433 rack mount kit are provided.  

GRA-433 

Assembly 

Item Part NO. Description QTY 
1 62RA-417HP101 L type bracket 4 

2 594B-W3008NS1 Screw BMS M3*8 ISO N (WASHER 
P.S), ROHS 

2 

3 594B-W4010NS1 SCREW BMS ,+ ,4*10*0.7P ,ISO ,N  
(WASHER P.S) ,RoHS 

7 

4 62RA-433LO101 GRA-433 Bottom cover 1 

5 62RA-417FP101 GRA-417 Front plate 1 

6 62PA-340HD101 CA PA 3U Handle, ROHS 2 

7 592B-W4016NS1 SCREW PMS ,+ ,4*16 ,ISO ,N 
(WASHER P.S) ,RoHS 

4 

Assembly 
 

Initial setup 1. Remove the bottom two rear panel feet from the unit. 
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 2. Remove a screw from each side panel (bottom front) 

from the unit. 2 screws in total, one hidden from view in 

the diagram below). 

  

 3. Attach the 4 L-type brackets using the 594B-W3008NS1 

screws to the unit.  

 

 4. Attach the front plate and handles to the bottom cover 

using the 594B-W4010NS1 screws.  
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 5. Attach the unit to the bottom plate with the L-brackets 

and the 594B-W4010NS1 screws. Make sure the front 

panel butts up against the front plate of the rack. 
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