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SAFETY SUMMARY

The following general safety precautions must be observed during all phases of operation, service,
and repair of this instrument. Failure to comply with these precautions or with specific warnings
elsewhere in this manual violates safety standards of design, manufacture, and intended use of the
instrument. PRODIGIT assumes no liability for the customer's failure to comply with these
requirements.

GENERAL

This product is a Safety Class 1 instrument (provided with a protective earth terminal). The protective
features of this product may be impaired if it is used in a manner not specified in the operation
instructions.

ENVIRONMENTAL CONDITIONS

This instrument is intended for indoor use in an installation category |, pollution degree 2 environments.
It is designed to operate at a maximum relative humidity of 80% and at altitudes of up to 2000 meters.
Refer to the specifications tables for the ac mains voltage requirements and ambient operating
temperature range.

BEFORE APPLYING POWER

Verify that the product is set to match the available line voltage and the correct fuse is installed.
GROUND THE INSTRUMENT

This product is a Safety Class 1 instrument (provided with a protective earth terminal). To minimize
shock hazard, the instrument chassis and cabinet must be connected to an electrical ground. The
instrument must be connected to the ac power supply mains through a three conductor

power cable, with the third wire firmly connected to an electrical ground (safety ground) at the power
outlet. Any interruption of the protective (grounding) conductor or disconnection of the protective earth
terminal will cause a potential shock hazard that could result in personal injury.

FUSES

Only fuses with the required rated current, voltage, and specified type (normal blow, time delay, etc.)
should be used. Do not use repaired

Fuses or short circuited fuse holder. To do so could cause a shock or fire hazard.

DO NOT OPERATE IN AN EXPLOSIVE ATMOSPHERE.

Do not operate the instrument in the presence of flammable gases or fumes.

KEEP AWAY FROM LIVE CIRCUITS.

Operating personnel must not remove instrument covers. Component replacement and internal
adjustments must be made by qualified service personnel. Do not replace components with power
cable connected. Under certain conditions, dangerous voltages may exist even with the power cable
removed. To avoid injuries, always disconnect power, discharge circuits and remove external voltage
sources before touching components.

DO NOT SERVICE OR ADJUST ALONE.

Do not attempt internal service or adjustment unless another person, capable of rendering first aid and
resuscitation, is present.

DO NOT EXCEED INPUT RATINGS.

This instrument may be equipped with a line filter to reduce electromagnetic interference and must be
connected to a properly grounded receptacle to minimize electric shock hazard. Operation at line
voltages or frequencies in excess of those stated on the data plate may cause leakage currents in
excess of 5.0 mA peak.

DO NOT SUBSTITUTE PARTS OR MODIFY INSTRUMENT.

Because of the danger of introducing additional hazards, do not install substitute parts or perform any
unauthorized modification to the instrument. Return the instrument to a PRODIGIT ELECTRONICS
Sales and Service Office for service and repair to ensure that safety features are maintained.
Instruments which appear damaged or defective should be made inoperative and secured against
unintended operation until they can be repaired by qualified service personnel.
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EC DECLARATION OF CONFORMITY

We Prodigit Electronics Co., Ltd. declares under our own responsibility that the product
DC Electronic Load

(Model No.:
3310F/G, 3311F/G, 3312F/G, 3314F/G, 3315F/G, 3316G, 3317G, 3317G-M, 3318G, 3319G,
3319G-M, 3330F, 3332F, 3336F, 3340F, 3341F/G, 3342F/G, 3343G, 3345G, 3346G,
33401F/G, 33403G, 3300F/G, 3302F/G, 3305F/G)

satisfies all the technical relations application to the product within the scope of council:

Directive: 2014/30/EU; 2014/35/EU; 2015/863/EU; 2012/19/EU

The above product is in conformity with the following standards or other normative documents
Harmonized Standard :
EN 61010-1: 2010+A1:2019
EN IEC 61010-2-030:2021+A11:2021
EN 61326-1:2013
EN 61326-2-1:2013

Reference Basic Standards :

Emission: Immunity:

EN 55011: 2016+A1: 2020 Class A EN 61000-4-2: 2009

EN 55032: 2015+A1:2020 EN 61000-4-3: 2006+A2:2010
EN 61000-3-2: 2014 EN 61000-4-4: 2012

EN 61000-3-3: 2013 EN 61000-4-5: 2014+A1:2017

EN 61000-4-6: 2014
EN 61000-4-8: 2010
EN 61000-4-11: 2020

Company Name : Prodigit Electronics Co., Ltd.

Company Address : 8F, No0.88, Baojhong Rd., Sindian District, New Taipei City,

Taiwan.
Person is responsible for marking this declaration:

Manufacturer/Importer
PRODIGIT S Peon Wong
INSTRUMENT PROFESSIONAL DeanWang

Date: 2022/10/20 Name: R&D Assistant Manager
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Cﬂ UK Declaration of Conformity

We Prodigit Electronics Co., Ltd. declares under our own responsibility that the product
DC Electronic Load

(Model No.:

3310F/G, 3311F/G, 3312F/G, 3314F/G, 3315F/G, 3316G, 3317G, 3317G-M, 3318G, 3319G,
3319G-M, 3330F, 3332F, 3336F, 3340F, 3341F/G, 3342F/G, 3343G, 3345G, 3346G,
33401F/G, 33403G, 3300F/G, 3302F/G, 3305F/G)

satisfies all the technical relations application to the product within the scope of council:

Directive: Electromagnetic Compatibility Regulations 2016; Electrical Equipment (Safety)
Regulations 2016; the Restriction of the Use of Certain Hazardous Substances in

Electrical and Electronic Equipment Regulations 2012

The above product is in conformity with the following standards or other normative documents
Harmonized Standard :
BS EN 61010-1:2010+A1:2019 ;BS EN IEC 61010-2-030:2021+A11:2021

BS EN 61326-1: 2013 ; BS EN 61326-2-1: 2013

Reference Basic Standards :

Emission: Immunity:

BS EN 55011: 2016+A1: 2020 Class A BS EN 61000-4-2: 2009

BS EN 55032: 2015+A1:2020 BS EN 61000-4-3: 2006+A2:2010
BS EN 61000-3-2: 2014 BS EN 61000-4-4: 2012

BS EN 61000-3-3: 2013 BS EN 61000-4-5: 2014+A1:2017

BS EN 61000-4-6: 2014
BS EN 61000-4-8: 2010
BS EN 61000-4-11: 2020

Company Name . Prodigit Electronics Co., Ltd
Company Address . 8F, No0.88, Baojhong Rd., Sindian District, New Taipei
City, Taiwan

Person is responsible for marking this declaration:

Manufacturer/Importer
120370)D) (&M sionature: Dean Wang
INSTRUMENT PROFESSIONAL Dean Wang

Date: 2022/10/20 Name: R&D Assistant Manager
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Model 3302G BB T-EHEMEHE T T 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G 251 = B T & #hAnm
SETHY 1 4HIZEHIRHE > 2 1 AHER AV EROLFERSIES - BRTAASESEN 3310F/G ~ 3330F
3340F/G ~ 33401F/G Z5IHHE T E &SI EAM AR 1-1 R sFIRSE2E S A58
TEHEEATM - SR N G EE SIS E R} -

Model Max. current Max. voltage Max. power
3310F/G 30A 60V 150W
3311F/G 60A 60V 300W
3312F/G 12A 250V 300W
3314F/G 12A 500V 300W
3315F/G 15A 60V 75W
3316G 80V 80A 400W

3317G,3317G-M 80V 160A 800W

3318G 500V 20A 400W

3319G,3319G-M 500V 40A 800W

3330F 60A(CHA) | 6A(CHB) | 80V(CHA) [ 80V(CHB) [250W(CHA)| 50W(CHB)

3332F 24A(CHA) | 24A(CHB) | 80V(CHA) | 80V(CHB) [120W(CHA)| 120W(CHB)

3336F 3A(CHA) 3A(CHB) | 80V(CHA) [ 80V(CHB) [ 40W(CHA) | 40W(CHB)
3340F 2A 300V 150W

3341F 20A 100V 300W

3342F 2A 500V 300W
33401F 2.4A(CHA) [2.4A(CHB) |500V(CHA)|500V(CHB)|120W(CHA) | 120W(CHB)
3341G 24A 300V 300W
3342G 12A 500V 300W
3343G 24A 500V 300W
3345G 4A 120V 150w
3346G 12A 120V 300W
33401G 6A(CHA) 6A(CHB) [500V(CHA) |500V(CHB)|150W(CHA)| 150W(CHB)
33402G 2A(CHA) 2A(CHB) [120V(CHA) [120V(CHB)| 75W(CHA) | 75W(CHB)
33403G 6A(CHA) 6A(CHB) |120V(CHA) [120V(CHB)|150W(CHA)| 150W(CHB)

% 1-1 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G ZF|fE AR
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Model 3302G & —{EHR(ERGEE - (ERRARAIN | 4HE T EEMIE - B& NFIFHE

1.1.1 EF AR A T E ST > I E SRR E S 2 BT adiial - AF HRE% AIEE4H
ORISR o

1.1.2 B{EEHEF4E G245 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G Z5HHUEE Fa#EiA -

1.1.3 552 3310F/G ~ 3330F ~ 3341F/G ~ 33401F/G &5ETE&#FH4H - 3302G A EEfE/F0 10
fEE T aERE EIEE - HA 158 BANK » #2F 150 fEE FEHEyRERE -

1.1.4 A EEREBIHEIIIRE -

1.1.5 A RS232/GPIB/USB/LAN () FLHEIZNAE > mIE#H: PC » NOTE BOOK PC ZE/EEFMI

e
1.1.6 SEHEHE SRR ENVE R B R R AU BZYRETR ©
1.2 FEXERCHE
1.2.1 Model 3302G i 1 &
1.2.2 BNC-BNC #4453 » EF 1 K 1 %
1.2.3 Model 3302G {sF F -} N
124 =ImzCEEIR4R 1 &

1.3 B

1.3.1. GPIB+RS232 71ifi

1.3.2. RS232 /1

1.3.3. GPIB 1

1.3.4. USB /1 + USB DRIVER CD ©

1.3.5. LAN 4} +LAN DRIVER CD -

1.3.6. #4785 9933

1.3.7. GPIB 43 EE 1 K -

1.3.8. GPIB #4REE 2 ok -

1.3.9. USBTYPE A to TYPE B #FFEEGEE 1.8 k-

1.4 #ikk
LINE 100V/115V+10% 200V/230V+10%
FREQUENCY 50/60 HZ
AC INPUT FUSE T1A/250V TO.5A/250V
(5*20mm) (5*20mm)
MAX. POWER
CONSUMPTION S
DIMENSIONS (W*H*D) 150 mm*177 mm*445 mm
WEIGHT NET : 5.5 Kg

72 12 3302G #itg%E
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3302G T EERIE L B AT C AR B Y S B AR SR o AISRRAE A AR A 1 2 TR
A AT AR TS TR T A P B E R B AR N R 2 R B

2.2 EIRATEEERE

3302G BT EEMHE AT DUTAERAOREIR 100 / 115V K 200 / 230V > LB RARIHINR
BRIRE AMmTAT - (E R ATES e e Ry T R B By (BB E A AH E] - AR IGHIE A
R 3302G BT EEEIEFTEDRHY LR B EF - SR IRIE DL R BRE Hra € TIFE
B -
2.2.1 BARA 3302C TS EAHERTER Z FIFFER (0 HVLE) -
2.2.2 FERRRRAIAAER TN - 5258 2- 1 sUE B TIFERE - EERAYSERRAL
T

asERARHE] 115V (I BRECEEHEREE 100/115V -

b.5ERARHE] 230V AL EHIEEE AR R 200/230 V -

%100 Ko 200 (R¥FF/ A Z BEIFEARS - (IR0t H A SR EH -

voboon Potg | - Mex Powse

100v~/115vd T1A | 40W
oovw230v4 TO.5A| 40W
50/60 HZ

LINE INPUT

2-1 EFEE E
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2.3 PRERERHTEE
A E R R TR A TR

CAUTION

PRERERIEE AL M BRIRHEE T 5 - At ORBR SRS L S IR ER R &R

K KRR - AEEE An P (5 PR ORba & P (50 FH Y I8 A 8 S 75 27 Pt
LA {8 FHEY A IR ORI R R RS ORERERIEE - i e bl EL R B 22 L
© EACRERER AT > WA F SRR B B AR B AL RIS L A H RS

231  HESLIRIBEARHLAE R A IEAE - WS » S —OF IR OREm e - DU e 2-2
A7~ 100V/115V B B TIA/250V (5%20mm) > 200V/230V {5 H#AS & T0.5A/250V
(5*%20mm) °

232 PREBERIEAIAACREIRTEIE N7 » M IRba SR et PR IR 4R - DU R B RS

b - HEUEH PR ERIEERS - & 2 - 2 P o] DA FH— 8 N FURIR s e o A B 1 - 2
PR IERER AR Y OREgR 4R
233  Eloifrbmgreg - @ EERGRRIE -

—+— TIA250V (5*20mm)

- TO0.5A250V (5*20mm)

=

2-2 {RbmEmIE
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Ry 7t e R R B M S B G ks - BB A ERSIZR M H =i =(aY EIR4R - I H B R4
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Ry TORFF 3302G & A ERIE A DUEE MR (F - @R FREAVR S EAL RIS 0C ~40TC
ZE o EENTER E/ﬂﬁﬁﬁﬁﬁ& 25C5°C -

2.6 HEENBIEMRFS

IR 3302G BT HEAIESIRSEEEIIERT - SFIMRAE EIE EEURERTE A ( AFTTHEEM

ANE ) HIREE > Wif5 E‘H%&EHE?%TZ%Z&{I&‘H%Q & AT BTV S PG BCE BB
INEIBLE o

2.1 EBEITH
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CAUTION
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2.8 HERFFESECTIR R REE E TRV 1R

L AR RESD (RN ) BUEVETE » 4000 VRS SR AR MR » 36
FERZZRET THE - o \ -~ N
@B ELAHT I ESD (RETRS - (B RN TG @ 5 A AR - SRR
HL 8 4 HTES D TR LB 6 PERE M (R SR 248 -

ANALOG
PROGRAMMING
INPUT

ATTENTION

OBSERVE PRECAUTIONS
FOR HANDLING
ELECTROSTATIC
SENSITIVE DEVICES

2.9 Bt

® BT
2.9.1. R 3302G %5 EEFBAR -
2.9.2. WERR RS A3 IEHEMLPE -
293458 3302G HFI S Al A EPE T A -
294575 3302G ZFIHIEE -

2.10 GPIB & RS232 A\ -HEIHEE

2.10.1. GPIB+RS232 LI 3302GC BT EFHMIENZRIEN © Y EBEGPIBIZEH]
28(CONTROLLER ) B¢ RS232 iEzflds o

2.10.2. GPIB J& RS232 7l [E—HfRE T {E AT > #5225 s DN BT B -

2.10.3. GPIB ZE&RHGA — Bl 8 F PR EIA & AT Ak -
2.103.1 & GPIB #4125 (CONTROLLER ) fEN @ FrASSE RAEREME 15 & -
2.103.2 GPIB #HsSEEGEERER 2 ok EEEHEGHBRHEMAERTEE 20 K-

2.10.4. RS232 BfEE (FEMALE) EPRSEEAFER L o PLEESEE BIEE RS232 HPHED —
Wy R - CEE - Nl DMEMEA24R=0 > SRR IA4-355EH)

2.10.5. GPIB firkik o] DASE FHATTEIMRES E @ $% “SYSTEM” ®fEE i GPIB firhik » #% F g LL
#EFE GPIB firkl - % “ENTER” BkHY GPIB firihisiEfei=, -

2.10.6. 3302G BT EHEEIERAL T —(E RS232 £}FE ( FEMALE ) #BEESER E o 1
HPFALE PIEENGRS232 R DL —¥—1y )7 = #E > RS232 BAUD-RATE AT
FIE 0 ¥ “SYSTEM” B~ GPIB firdlk » % —X“SYSTEM” B ~H BAUD-
RATE > ## - N##0 DI E BAUD-RATE > #%# “ENTER” Bkt GPIB & BAUD-RATE &%
TERE o
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& 2-33302G GPIB & RS232 ZEfHE[E

2.11 RS232 FMHEITHEE

3302G ET-EEIRIERRME T —(& RS232 £ ( FEMALE ) #EBHEENE R L > FhEEEs

Bl 88 RS232 IR DL — ¥ — iy )7 ﬁ% RS232 BAUD-RATE =] £ A1 1 ] 5% E ° ht
“SYSTEM” #E <t GPIB firfik » F#%—2 “SYSTEM” H&~H! BAUD-RATE - % F N #g#A]

DI % BAUD-RATE > #% “ENTER” EJE& GPIB & BAUD-RATE &R -

[ 2-4 3302G RS232 L[

2.12 GPIB /" ETHEE

2.12.1. GPIB #H#EFML 3302G B FEBHMENZRENKR > AN EB GPIB iz
( CONTROLLER ) ©

2.12.2. GPIB H4REFA —Bhlg FyE AR HIA01% Al -
2.122.1 & GPIB ##l28 (CONTROLLER ) EW  FTESEE RS 15 &
2.12.2.2 GPIB HfasdE@EREERER 2 oK EEZ%&EZEEITE& 20 ok e

2.12.3. RS232 £} (FEMALE) IS EN S HR L > SRS E N RS232 HBHRDI—
W ECERE - CEE L R A DUEE 24320 S E4TER IR A04- 3.;&5)%)

2.12.4. GPIB firht el DIAKHRITAGRE > #% “SYSTEM” "8/~ GPIB firdik » #% g DL
#EFE GPIB firhl - % “ENTER” BkH GPIB firihisiEfei=, -
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2-53302G GPIB ZHF1E fE

2.13 USB 1THELIEE

3302GEE T EHERR At 7 — (i ] DUBEBEUSB A BHR MBI | - (F RIS S E % — -
USBF&: F PL2303TAE S #EWinl0 (&) PATE¥EZSR

&

& 2-6 3302G USB AR |

2.14 LAN 1MHEZHEE
3302G BT B T — (B A LB ANEE A A NG » (o Al 223 = -

& 2-7 3302G LAN Z#$7E

215 #EIESRTHAE
3302G BT EEHE R AL T (& 7T DUERE Model 9933 & $Zess mlH BB A H R I o

REMOTE CONTROLLER
S RS

[ 2-8 3302G #&Zces il E
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2.16 BIEEE

3302G A HEEHERRAL T8 0 DUERE Model 9933 i&PEsSu PR AMEEN > /P K O/P
HEAR B 15 Pin AEEEHE - /P REIFTERRAVIZEER: > AL Model 9933 &
PEzs > B 3302G mimEifRAY Recall 1~105%28# K NG #5188 ©

a11: O/P Fs—%H NG TTL = (E 9% (High level active) ©

51£2: 3302G/3305G #ELOADFETNEE °

1

PRODIGIT e

1 52 5 512 REMOTE INTERFACE
1 o 2 1 o 2 N_G
3 s13 -
15 152
2 54 7 S14
RD 411 1524 y 152
R1 -2 £— S5 515 s
YRR, e — 1 2= 1 2 1 2
o nae— | 3 s6 g| s 522
c1 -5 P g2 1 2 i 2
€z s 57 s LoAp
FROM 330XF DSUBI5 G317 1] 1 2]
4 B <— 4 S8 0 518,
S8 < 1 g )
€6 J1-10 <— TP
-1t < ) st
NG LP 1 2 1 2
NG v 510 | sz
13 &— 5 |, 2 1 2
J-14 €— 2 2] o
! JI_W%_I—L}] [j ﬂ
=DG1

2-9 9933 & PEEs AR E]

2.17 FLERE ERM A H

2-103302G HELEHEE AT H

A 3302G HEIERYET IR A 3310F/G ~ 3340F/G &5 8 T & & > S (S 5 2% E i A BNCHE 137
2 DIEHIEsEER 2 A/ > BIEEEREELLE 2 KNE —ELE 2 Bk - PAEEE R
I EAE Y A B TEARE 3310F/G ~ 3340F/G &5 8+ &k A 2 85 & # ek #E
HF o (F 038 A It —JEELE 3R A DUS R A > B8 E TR - FEOMENE - mr#EH—(T
B e 2R AR AR & E > Analog Programming input BNCZER:ES » {FEEER
BT - 0V 2 10V AVELLEG A9 I DIERE 0A ZUMZIE ~ &#E R - DL 3311F/G >
60V/60A/300W EEFE & 6] - NEEERSCERY 6A B > 10V 28tk ARt o] DLUESE
6A T EHE - EAEERREAN 6A B 10V ZJELE AGRBE T UESE 60A Z E#H

SE
éﬁ,':'/)ﬂ_ °
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b AGRFE A DU s E 2 GPIB ~ RS232 lAimi < s e - 7REl—fE
R FLUEEESREA SR Analog Programming input 7% > B 3310F/G ~ 3340F/G
ZHNETEH FAVEEM GPIB » RS232 SRAi IR EE FARNE AR H{E (offset) 2 FELEg Al
SFEEAE N2 ThEE - 2-11 £7BH Analog Programming signal (4Vac > 500Hz) Ei 3311F/G ET
EEEAAATECENY 24A BE#EEAEMAVE M -

#£:333XF il 33401F/G SEFELLS S EThAE

LOAD CURRENT ANALOG V
36A PN 6V
// \\\\
\ ‘j
24A ;‘ 4V
10 N S SR v
; T

2-11 A#EER ZHEEE R A
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B=E - BN

3302G EET-EEEAERTIARE > 2IE 3 -1 For

EN sl aTa
ouU.Ju

PRODIGIT
3302G

ELECTROMNIC LOAD
MAINFRAME

STATE

e e
(e e )

(@ a»

3-13302G sk E

177.80

o3




3302G {HHFM 21

o ri;%Tllh n—ﬂm A3

S | —
3-23302G {AilmAEE
o
o
O -.""':"":-'-'::_-_--.:-.—_; — 0
130 o
] -|n:r ':m P
| ==
50/60 HZ
(o] Pﬂﬂmg‘?‘ﬂﬁ!{gm?;ﬂt{g i T 0T
@ =F )¢l @ :
G100 Vacsde
| | | |

3-33302G 1&IHhRIE
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3.1 EIRFER

FERE RRRIRER Z AT - 55 et (5 P ER BR B A AT (5 Y SR B S AR AT
EEIFFRUMAE] “17 ( ON ) B » 3302G & E#IEME K 3310F/G ~ 3330F ~ 3340F/G ~
33401F/G ZFE T & EEFEAHRIAE IEHE H TAF » 3302G T S s T AIRRE LD NERRA -

3.1.13302G fTh®ER - LCD &2 BURE A » ZAREUR "Nor.” A% Normal sk
BE o

3.1.2 BSEhEEsE FAyssH - B TR E ¢
3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G %% LIS aREE ( RiZ#H; ) 5 B AT T EfHiiE
SHAIMES R EE L - B

3.1.33302G A SRR, EARKEEREIEANR, BN @, E2en sy, /i
CRR I AN EE ]

3.2 LCD
LCD U 3302G HATZIRGE - SFAIERIILT -

L %5 1

l.'\.’-l

ABWN =

3.2.1. REMOTE JREEEE R : & PC 7% GPIB/RS232/USB/LAN ##i( 3302G % » [t “REM”
AT 33026 BWAEEE REMOTE #REE > £ REMOTE #REET 3302G ArA iz
(“LOCAL” $EERAN) B Y -
3.2.2. GPIB REEEUR « 3R 3302G IRAEFTEEE 2 RE K5 GPIB FiiH > FAf&E: “ > & PC
%4 GPIB #2¢h] 3302G W » “GPIB” &t -




3302G {EHFM 23

32.3.

3.24.

3.2.5.

3.2.6.

3.2.7.

3.2.8.

3.29.

RS232 JRREEEUR © fUF% 3302G BAEFTEE 2 FHE R RS232 5tm - FAtkEs “& PC
7 RS232 2 RS232” &St -

3302G SIRRERUK © B 3302G HAGIRRE B IHECEE LUK - Bt R "Nor.” U

T1/BANK B/ @ B _fHIhAE » — BB AUTO SEQUENCE %% EH> TI(TEST TIME)
% EE » —BEER RECALL/STORE 22 BANK 1{H -

T2/BANK EER @ B _fHIhEE - —BE R AUTO SEQUENCE % 7EHF > T2(DELAY TIME)
% EE © —BRER RECALL/STORE 2 STATE g °

T1/BABK FK: T2/STATE :i#£(UP/DOWN)” $z4# -
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33

3.3.1.  AUTO SEQUENCE 4Rtz 7E foflsk > $ad -

3.3.2. 71~10" $## © AUTO SEQUENCE 4migEseE ~ Mzt s RECALL/STORE Z##§# -

33.3. SYSTEM : #HE &L SH > a[z%E GPIB firhk ~ RS232 BAUD-RATE - #&IME 28 >~
ON/OFF -

3.3.4. LOCAL : & 3302G £ REMOTE #kAERF > ¥ L5#(HE 3302G BB REMOTE fR&E -

3.3.5. STORE : f£{% LOAD JREE - WAKE-UP B2 LOAD JREER, AUTO SEQUENCE #%7E
ER

3.3.6. WAKE UP : A]5% ERFHEHE BhEIUTHRS BT & IR EE -
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3.4 BRIESE

34.1. HERGSE
57 GPIB firik ~ RS232 BAUD-RATE -~ #4&ME25 2> ON/OFF
3.4.1.1. 5%E GPIB fizht @ &4 SYSTEM §# - [hEF LCD €&&R  “Ad-01~Ad30” - #H£FH
GPIB30fEfirtik » #% UP ~ DOWN §##3%4GPIB firfl: » #A7%%% ENTER E¢STORE ## »
3302G BlerfsiF GPIB firhlf{E @ #% EXIT $#0[8kEH GPIB {irils%EiREE -

3.4.1.2. % RS232 BAUD-RATE : B4 —2Kk SYSTEM §# » ItHF LCD &8I R BAUD-
RATESE(E » # UP -~ DOWN ##58% BAUD-RATE {H > # ENTER = STORE ## >
3302G B&rfs7F BAUD-RATE #R7E(H - % EXIT ##n[#Ed BAUD-RATE sREMREE -

3.4.1.3. s E S Es ON/OFF © HIEZEAERE HEPHEWAUTO SEQUENCE)4E RS » 275 hg fii
NESRMENUTHAE » #5a%E A ON - HIlE HEHERGE S By PASS Higne Sl — » 21
sAGE R fy FAIL BRIEMBeseril & - 3 )04 © Bei# 3 K SYSTEM ## - [EFFLCD
@HR “bpXXX » Hir 7 XXX” B “-oN” 8% ON:” XXX” B “oFF” {t
#% OFF > ## UP -~ DOWN ##58%% > #% ENTER = STORE #& - 3302G Bl&fifrsE
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it
34.2.

AT E RS EIS » R ENTER B¢ STORE #2 - 2] 3302G FNEEEFEE e[| -

{EE MR (STORE/RECALL ) ¥&{E

3302G BT EHEEHERTEIRAIIAESE - ¥HA3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G &5 &+
E#EfsidE 3302G TIfEFMEI 10 fHE S EHEGRRESTATE R EHE - HA 158 BANK »

S N==T=

1A 150 FEE T ARRERE » &

{El STATE A {3781 S kA SRR &

331XF/G ‘ 333XF 334XF/G 3340XF/G
BANK(n) 15 15 15 15
STATE(m) 10 10 10 10
TOTAL STATES
( (Memory locations) 150 150 150 150

3.4.2.1. EEF(STORE)IHEERIESER :

1. SREHETAIMARE R EHE -

2. ¥ 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G %41 » FI UP 1 DOWN e oEE
41T BANK AREESRHS (1~15) °

3. #F 3302G itk _EAYREF ( STORE ) ## - IR EEF RN ~E e 12 B LR —RIN
RPN - FEAUICEERETRY > TP — IR EEREY 20 PPesbIBERa a7 IlEE -

4. P EFERR > GEFIDREIE NSRBI 2 1% > # T STATE 1~10 fTfo]—§#HF
SRS T RS - RoRNE T AEETGRE S EES S HET 2R e

BB - FIEIREE RN Z R - FREEI eSS -

3.4.2.2. FEIU(RECALL)IhEER/E B

34.3.

¥HA3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G %518 T- & &40 - #% UP #1 DOWN §#
BEFENLO BANK JREESEAE » FHH4STATE 1 ~ 10 ShHAV(Ffa]—(Efaa - faigisahl
BEE L RS 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G 25 BT A #kiEH » i
TR E R AR - BT & E AR AR AR e 5% (E B & (R BB 0L HH s Ay ekt
EHE

WAKE-UPE% &
IEIETHEE TR 3302G HABRMERS (M= EhE0 (RECALL) BhE > HEREREE TaEAYREE
FEEE > 1] bR R GRS R FR E S E S WE 0 BE A L Bkl WAKE UP ## -
WAKE UP fr~EBIE sz H LCD g & r " CLEAr (LFEHUH WAKE UP I
BE 7 SET” {UF:&E WAKE UP IHEE > % WAKE UP $ER{f" %E/EUY" 2 5%
1%58% BANK Kz STATE ° 4% STORE §# > 3302G Bl & fE{EsRElE - Jiaiz BXIT §#
EEEER] WAKE UP sREfs -

Filn: 821 HFWAKE UP ##, # ASETERE -
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HER.BEBANK 01 ZSTATE 01 > $%STORE ## -

T ER3 R RA -
B BRI B EBRecall BANK 01 > STATE 01 ©

SCERS WS EE » 1¥WAKE UP §##E#%CLEAr » 4% STORE $#E[IHT -




28 {1 ET

34.4. AUTO SEQUENCE #:fEsiEH
3302G EABEMEENHEZIhEE > 3302G WA 9 41 (F1~F9) HERHIE T4 » FE
H 16 [HFETEE » 1 BANK & STATE #cE#E 150 4H > S{ESEBATHRE Tl
(TESTTIME ) &z T2 (DEALY TIME) » B&fizf 100 ms #EAE (0.1s~9.9s) e

3.4.4.1 4RuEfE= (EDIT ) Mode
1. % EDIT ## - ItiF EDIT ferEBiEsseH LCD g8 FX-XX" > “FX”
RFAGREE 7 2HRIFL~F9) - $ STATE 1~9 ®[#EE F1~F9 » 7 XX (UM
B8 STEPOI~16 -

2. 5% BANK ~ STATE f{H > #% UP -~ DOWN #sgsesE(E » /% ENTER
2y T1~ T2 {H > # UP -~ DOWN Faasesl g (g o

3. f% ENTER #E AN —{E25 8% (STEP) &% & » B 7 2 5 € J7 A ROE HAth 2 B
(STEP) » 575 16 {# STEP - HIW[{E STEP16 Hif# STORE §R[J o] 5efE
{EmEE B (ERIE] REPEAT G » AN EFEFHOCERHE EXIT §8 Rl AT
R -
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2 7F REPEAT(EZEHIENZCEDE » % UP ~ DOWN 2 34 %4 3 2 (5.0~9999 » $%
STORE f#f7 REPEAT {H - k##% EXIT SEEEFH4REEG -

L0 L

gy

LN |

| EDIT MODE % EDIT ##

| FX $% STATE 1~9 #E4% F1~F9
A

A
[ ser Bk stary
% ENTER §#
% ENTER # I; 7 ol
| MXTSTEP | | sore || BT |-
l y ¥
| sereemar | | EIT A

3-4 4R UR IR A
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3442 MEEZL (TEST ) Mode
1. #% TEST §# > ItiF TEST fonhlEsseH LCD g&8r" FX” » “FX” &
FHOHE > 4HAI(F1~F9) - $% STATE 1~9 T[#EfE FI~F9 » &% [ ENTER #t
A BB

ik 0 54 TEST $# LCD BUR" FX" 2ARZMEL2 45 - HIFTE 4% ENTER Fifa
MR > AFEFE STATE 1~9 §# -

2. HIEEE LCD &8r 7 SXXT 07 XXT HRFEHEDHEL> STEP & M4
R NG A LCD &80~ “NG™ (P9 IGEFMIEE - PLIsH B = ]
ENTER $B4 e el EXIT smkRfEtmE=t - M50k ( STEPOL -
Tl - T2) $#% (SETP02 - T1 - T2) HEFIFTESEMGEEEE EXIT BB

3. EEIEHECPEEED GO - HiEt45H A PASS - LCD #yr “PASS” 5 sl
BREA M —TH Ry NG B > HE&ER A FAIL > > LCD U “FAIL" &
IEISZSECE fy ON > HIlE HENHENAE R fy PASS BRGNS SsErnl—& » 05T
SERFy FAIL BRSNS ESEril R -

4. EMERSERR - A E AT ENTER $EFFZCHIEEGEE EXIT SRR s
ﬁ o

BN 4REE 16755 B HER5E a1 7% R TEST 2 > {<IIERFS01~S16 HIERSER R LCDRERPASS °
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Ban2:4mig 1 6B BROMEASE &% T TEST ## > fRIEFS01~S16 HEEERAE R NG - HIl LCD S #r
“NG” (Pt WEHE M, - HhAFE R &A% ENTER $BE N EdE EXIT St

TEST MODE

1.¥% TEST ##
| Show Fx | Initial = F1 2.#% STATE 1~9 #EfF F1-F9

ENTER

" 3.4 ENTER #EES4GHIE,
— [T TS |1

1. fiRI F1-F9 HYN% Recall LOAD f5i4H
2
3.8 LOAD {H[E]Z GO/NG, BT GO/NG

4 EHERGE SR NG B, 3300F TR .
@E 4.1 (EFIEH T ENTER RI4EGTHIS.
51 4.2 {FRIEET Exit BIZIERRER, [E1%] Normal Mode.
5 ERIERGE TR GO B, RIS F R (A
5.1 B EEEMNE Step HI Step + 1 4EUHE.

4.2

Normal Mode

5.2 FeietgAEL Step ANHIGUE 4280 % GO I,
87~ PASS, Fomky PASS.
5.2 5.3 5.3 FEEda iz Step APHIECHEA(E—IHR NG BF,
v v 8~ FAIL, Fonky FAIL.

| Show PASS Show FAIL
v y

3-5 SRR R AR E]
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FIUE ~ BinfZEHERIEd <3

4.1 ErmEslRE T

3302G ET-EEMEIEZ IR _FAY GPIB /RS232 41 A URIE N RS (PC) siEZEse AR R
( Note Book PC ) HJ GPIB/RS232 4 » nfLAFEHEMEEES C 1 VB FHERER - Bl
P T B - AR E BRI %47 -

R#% GPIB /RS232 4rHTHAE > B o] AR R L EES ( Switching Mode Power Supply )
I E E R, - A0EEEESR ( LOAD Regulation ) » ZEEREH%Z ( Centering Voltage Adjust ) 2 >
o 0] 758 = B AT T A A HIE, o 3302G BY GPIB / RS232 f1iEITHAEE » KNIE A LLER E
3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G %5IE FE#EBHN &GRS - o] DG EE L E
PEAE - fRIMTTDMAE PC o] DABRZL 5| B T A dsAH Y T/EARRS -

3302G ap A MATEAE » — By SIMPLE(FREGEE) = > —% COMPLEX(18%E) &= -

51 : E{ER RS232/USB/LAN A E#EH 3302G BF » 5546 “REMOTE” #32{f 3302G #EA
REMOTE JREE -

4.2 RS232 thHgE
RS232 #S3EAEL GPIB syosiE b atlEN - 300G BT-AHMIE RS232 TIAEHIERGE

AN Ak -

fif]{5% ( Baud-rate ) 2 9600~115200 bps
[Efif@ds (Parity ) : NO

BRI TEL (Data bit ) - 8 bit

“ETR{rT (Stop bit) 1 bit

AL 3EHEH(Handshaking) : Hardware (RTS/CTS)
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TRIEMR RS232 FriEiE#BEELIRE 4 — 1 & 3302G RS232 /M HEIHYANERECERE o fFHE R/AMH K —%—
RS232 EEMELR -

RS232 port on PC RS232 port on 3302G Load ' . .
P P v Inside of 3302G Mainframe

—= TxD

— 3 D

— 8 RTS
1cTs
4] psR

—~—f GND
E

och
OTR

Pinl CD & {5 HI(Carrier Detect)

Pin2 RXD P F-TT(Receive)

Pin3 TXD {8755 7T (Transmit)

Pin4 DTR &g 24(Data Terminal Ready)
PinS GND 4% (Ground)

Pin6 DSR 5 Z(Data Set Ready)

Pin7 RTS Bk (E 3% (Request To Send)

Pin8 CTS SR DL{# 2% (Clear To Send)

Pin9 RI 285 (5H(Ring Indicator)

PCIi#RS232 Port
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4.3 ¥R FEEREA

e SP: SPACE » ZZfEF7t » ASCII #55y 20H -

o SRR -

o NL : agS4E I8 o

e NR2 : @&/ NEEEEER S Bk ¢t &4 # ## # # FH@EENEET -
4 = 30.1234 0 5.0

431, EIEZEHE SRR AR
{} 1 IERFRRRan SN E S ILIE » A& -
[1: WRFErRdnShaDIE > AU A IESE -
| IEFFSEFR R OPTION & » 40 @ “LOWIHIGH” Foru]PUER LOW X
HIGH > {HWi#& HEE BEfEH A —(E A -

432, AETFEZE(HEa<R - MOABEE R SERTIT AR 2 &R Tt A
x® 44 NEREL S S o FElda S 2R 7 M ER R —{Eda S0
EEERALT - BHIRAREEGERTIC - Rtan S B A Esgan < -

LF
LF WITH EOI
CR: LF
CR > LF WITH EOI

R 4-1 OERTILR
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4.4 SIMPLE(f 58 Bl 6y S5 11R

RETHERERS

331XF 331XG 333XF 334XF/G 3340XF/G

R5k

AJus(3310F/G,11F/G,12F/G),

RISE{SP} {NR2} {;|NL} \ \ \ \ mA/us(3314F/G,15F/G,333XF
334XF/G)
Alus(3310F/G,11F/G,12F/G),

FALL{SP} {;INL} \Y \Y \Y \Y mA/us(3314F/G,15F/G,333XF
334XF/G)

PERD : {HIGH| LOW} {SP} {NR2} {;| NL} Y Y v v

LDONV{SP} {NR2} {;| NL} v v v v v

LDOFFV{SP} {NR2} {;| NL} v v v v v

CC| CURR : {HIGH| LOW} {SP} {NR2}{;| NL} v \Y v v

CC|CURR{SP} {NR2}{;| NL} v

CP:{HIGH | LOW} {SP} {NR2}{;| NL} Y, Y, v v

CR|RES:{HIGH| LOW} {SP} {NR2}{;| NL} Y, Y, v v

CR|RES{SP} {NR2}{ ; | NL} v

CV|VOLT : {HIGH | LOW} {SP} {NR2}{;| NL} \Y \Y v v

CV|VOLT{SP} {NR2}{;| NL} v

TCONFIG {SP} {NORMAL|OCP | OPP | SHORT };|NL} v v v v v 33401F/G NO OPP

OCP:START {SP} {NR2}{;|NL} v v v v v

OCP:STEP {SP} {NR2}{;|NL} v v v v v

OCP:STOP {SP} {NR2}{;|NL} v v v v v

VTH {SP} {NR2}{;|NL} v v v v v

OPP:START {SP} {NR2}{;|NL} v v v v

OPP:STEP {SP} {NR2}{;|NL} v v v v

OPP:STOP {SP} {NR2}{;|NL} v v v v

STIME {SP} {NR2}{;|NL} v v v v v

MPPT{SPHON|OFF} {;|NL} v | v ON: START MPP
TRACE(*9)

ST L v SET MPPT RECORD TIME,
n=1000~60000 ms(*9)

BATT:TYPE {SPHn}{;INL} Y n=1~5

BATT:UVP{SPH{NR2}{;|NL} v unit:v

BATT:TIME{SP}Xn};|NL} \Y n= 1~99999sec

BATT:STEP{SPHn};|NL} Y TYPE3: n=1~3,TYPE4&5:n=1~9

BATT:CCH{n{SPHNR2};|NL} Y TYPE3 CC:HIGH level, n=1~3

BATT:CCL{n{SPKNR2}}{;INL} \ TYPE3 CC:LOW level, n=1~3
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HE BRI S

G

BATT:TH{n{SPKNR2}{;INL} \ TYPES3 Thigh(unit:ms), n=1~3
BATT:TL{n{SPKNR2K;|NL} \% TYPES3 Tlow(unit:ms), n=1~3
BATT:CYCLE{n{SPHNR1}}X;INL} \Y TYPES3 Cycle:1~2000, n=1~3
BATT:CC{n{SPKNR2}{;|NL} \Y TYPE4 CURRENT n=0~9
BATT:CV{n{SPHNR2};|NL} \Y; TYPES5 Voltage, n=0~9
. ! TYPEA4& 5 Delta
ST DA i RN R TS M time(T1~T9:0~6000sec), n=1~9
BATT:REPEAT {SP} {n}{;|NL} \Y TYPE4&5 Repeat times:0~9999
ON: Start test, OFF: Stop test
TYPE1&2 TEST END,AUTO
ECHO
"OKGXXXXX"  XXXXX:AH
TYPE2 IF UVP THEN ECHO
BATT:TEST {SP} {ON|OFF};|NL} \Y “UVP, XXXXX,XXXXX” (AH&TIME)
TYPE3~4 TEST END,AUTO
ECHO
"OKXXXXX"  XXXXX:DVM
TYPES TEST END,AUTO ECHO
"OKXXXXX"  XXXXX:DAM
TESTING {?}{;|NL} \Y; 0:TEST END,1: TESTING
LIMit: ADDCV:VOLT{SPH{NR2}{;|NL} \Y;
LIMit:ADDCV{SPHON | OFF}{;|NL} Y,
ENABLE/DISABLE BMS TEST
BMS {SP} {ON | OFF | 1 | 0} {;|NL} \Y FUNCTION
ON:ENABLE - OFF:DIABLE
. b SET BMS SHORT TIME, UNIT:
BMS:STIME {SP} {NR2}{;|NL} \Y; ms, 0.05-10ms
SHORT:ITH {SP} {NR2} {;|NL} \Y; SET BMS SHORT ITH, UNIT: A
OCP:ITH {SP} {NR2} {;|NL} \Y; SET BMS OCP ITH, UNIT: A
. . SET BMS OCP Tstep, UNIT: ms,
OCP:TSTEP {SP} {NR2} {;|NL} \ 0.05~10ms/11~1000ms
. b SET OCP START
OEFBTARIRERL Ry GG \/ CURRENT(Istart), UNIT: A
OCP:STEP{SP} {NR2} {NL} v SET OCP STEP CURRENT(step),
UNIT: A
. ! SET OCP STOP
CEPEIEER 2 L \/ CURRENT(Istop), UNIT: A
. ! READ BMS SHORT/OCP
PROMEAES (N \/ PROTECT TIME, UNIT: ms
. : READ SHORT PEAK CURRENT,
PEAK: CURR? {;|NL} Y UNITA
PULSE:CC{SP} {NR2} {;|NL} \Y; SET PULSE CURRENT
g : SET PULSE TIME
PULSE:TIME{SP} {NR2} {;|NL} \Y; e
PULSE:REP{SP}{n} {INL} v S_ET PULSE REPEAT TIMES,
n=0~~255
PULSE{SPH{ON|OFF};|NL} \Y; SET PULSE ON/OFF
Echo “nTRIP” or “TRIP,XXXXX,n”
PULSE: RESULT {?K;|NL} \ XXXXX: time(Sec), n: Repeat

times
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HEEENE RS

331XF 331XG|333XF 334XF/G 3340XF/G

A5k

EXT:AIN{SPH{ON|OFF}{;|NL} \Y External Analog input ON/OFF
CVBW{SP}n} {;|NL} % ﬁ’f}ﬂ(ﬁgﬁ’ff{;ﬁ‘)")’
TURBO{SPHON|OFF};|NL} Y,
VO{SP} {NR2} {;| NL} v v
VD{SP} {NR2} {;| NL} v v
RD{SP} {NR2} {;| NL} v v
IO{SP} {NR2} {;| NL} Y Y,
RR{SP} {OFF | NR2} {;| NL} Y,
10-1000=10-1000Hz
FREQ {NR1}; {;| NL} Vv v
0=DC
DIM:LEV {NR2}; | NL} v V  |DIM LEVEL,0-10V
DUTY {NR1}{; | NL} v vV ]0.01~0.99=1~99% DUTY CYCLE
DIM {OFF|ONK; | NL} v Vv |0:OFF1:0ON
SURGE: SURI {NR2}; [NL} v
SURGE: NORI {NR2}; [NL} Y,
SURGE: TIME {NR2}; [NL} \Y SURGE TIME:10~1000ms
SURGE: STEP {SP}{n} {;|NL} \Y n=1-5
SURGE {ON|OFF}(INL} vV :ON:RUN SURGE,OFF:STOP
F 40 NETHEHEMSE
A5
M THEREG <
331XF 331XG 333XF  334XFIG  3340XF/G
RISE{?} {;| NL} v Y, v v S A
FALL{?}{;| NL} v Y, v v S A
PERD:{HIGH | LOW}{?} {] NL} \Y v v \Y S
LDONV {?}{;| NL} v v v v v S A
LDOFFV {?}{;I NL} v v v v v S A
CC| CURR:{HIGH | LOW} {?} {;INL} \Y; V \Y \Y; S
CC| CURR{?} {;INL} v S
CP:{HIGH| LOW} {2} {;| NL} \Y v v \Y it
CR|RES:{HIGH| LOW} {?} {;I NL} \Y Y v \Y A
CRIRES {?} {;I NL} v R
CV|VOLT:{HIGH | LOW} {?} {;I NL} \Y Y v \Y A
CVIVOLT{?} {;INL} Y% St A
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G

ST EEE
331XF 331XG 333XF  334XF/G  3340XF/G

1:NORMAL
2:0CP

TCONFIG {?}{;|NL} \Y v v v 3:0PP
4:SHORT
33401F/G No OPP

OCP: START {?} {;|NL} \Y \Y v \Y v HHtH HHHH

OCP: STEP {?};|NL} Y \Y v \Y v HHtH HHHH

OCP: STOP {?}{;|NL} \Y v v Y v HitHh

VTH {?}{;|NL} \Y v v Y v HitHh

OPP: START {2} {;|NL} \Y v v \Y S

OPP: STEP {?}{;|NL} \Y \Y v \Y HHtH A

OPP: STOP {?};|NL} \Y \Y v \Y HHtH A

STIME {?}{;|NL} \Y \Y v \Y v HHtH A

PP K| N0 v A

MPPTIME? {; | NL} \% (*9)

OCP {?X; | NL} Y, v v \Y v S

OPP {?}; | NL} Y, v v \Y St S

VO {?X; | NL} v v St A

VD {?X; | NL} \Y v HHtH A

RD {?}; | NL} Y v HHtH

10 {?}; | NL} Y v HHtH

RR {?X; | NL} \Y OFF or ### 1

FREQ {?}; | NL} \Y v

DIM: LEV {?}; | NL} \Y v HHt A

DUTY {2}{; | NL} Y v i

DIM {2}; | NL} v v 0:OFF1:ON

BW {?} {; | NL} Y v 0:LO 1:HI

AVG {?} {; | NL} \Y v

LEDNO {?} {; | NL} \Y v

SURGE: SURI {?}{; |NL} v

SURGE: NORI {?X; |NL} v

SURGE: TIME {?}{; [NL} v

SURGE: STEP {SPH?} {;|NL} v

SURGE {ON|OFF} ? {;|NL} v

® 43 HMHEEBERSR
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LIMIT #5% ‘ MODEL RETURN

334XF/IG 3340XF/G

IH [ IL{SP{NR2}{; NL} v v Y v Y
IHTIL {2} NL} Y] Y Vv V v
WH | WL{SPH{NR2}{; NL} v v Y v V
WH | WL {2}{; NL} Y Y Y Y Y S
VH [ VL{SPKNR2}{] NL} Y v Y] Y; v
VHI VL {2} NL} v v Y Y Y A
SVH | SVL{SPYNR2}{] NL} v v Y v v
SVHI SVL {2K] NL} v v Vv Vv v it i
%= 4-4LIMIT so%

RI5k

331XF 331XG 333XF 334XF/IG  3340XF/G

LOAD {SPHON | OFF} {; | NL} v v v v v
LOAD {?} {;| NL} v v v v v 0:OFF1:0ON
MODE {SP}{CC | CR | CV | CP}{;NL} v v v v
MODE {SP}{CC | CR | CV | } {; NL} v v v v v
MODE {LED} {; NL} v v
0:CC 1:CR 2:CV
3:CP 4.LED
: 331XF/G & 333XF no
MODE {2} {; | NL
HEI NG v v v v v LED Mode
33401F/G no CP
Mode
SHORt {SP} {ON | OFF} {; | NL} v Vv v v v
SHORt {?} {; | NL} v v v v v 0:OFF1:0ON
PRESet {SP}{ON | OFF}{; | NL} v v v v v
PRESet {?} {; | NL} v v v v Vv 0:OFF1:0ON
SENSe {SP}{ON | AUTO }{; | NL} v v v
SENSe {SP}{ON | OFF } {; | NL} v v
0 : OFF/AUTO 1 :
ON
SENSe {?}{; | NL} v v v v v
334XXF/G No AUTO
LEVEI{SP}{ LOW | HIGH}{; | NL} v v v v
0:LOW
LEVEI {2} {; | NL} v v v v
1: HIGH
LEV{SP}{LOW | HIGH}{; | NL} v v v v
0:LOW
LEV {?}{; | NL} v v v v
1: HIGH
DYN {SP}{ON | OFF}{; | NL} v v v v
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STAGE &<

331XF

331XG

RI5E

333XF 334XFIG

3340XF/G

DYN {?} {; | NL} v v v v 0:OFF1:ON
CLRerr{; | NL} \Y \Y \Y \Y Vv
ERRor {?}; | NL} Vv Vv Vv Vv \%
NG {?}; | NL} v v v v Y 0:GO1:NG
PROTect {?}{; | NL} \Y \Y Y Y \Y
CCR{SPHAUTO | R2}{; | NL} (NOTE 1) Y, \Y Y Y \Y
NGENABLE{SPH{ON | OFF}{; | NL} \Y \Y Y Y \Y
POLAR{SPHPOS | NEGY; | NL} v v v v v
START{; | NL} v v v v Y
STOP{; | NL} v v v v \Y
TESTING {?}{; | NL} v v Vv Y v T?E STTli%T END - 1:
% 4-5STAGE dn4%
L - HERIEHA R
COMMAND ‘ NOTE RETURN
CHAN {SP} [A | B] {; | NL} “A | B “for 333XFand 33401F/G
CHAN {?}{;| NL} “A | B “ for 333XFand 33401F/G [A|B]
m=1~10 n=1~15
RECALL {SP} {m [,n] ;| NL}
m:STATE , n:.BANK
m=1~10 n=1~15
STORE {SP} {m [,n] ¥;| NL}
m:STATE , n:BANK
REMOTE {;| NL} RS232/USB/LAN command
LOCAL{;| NL} RS232/USB/LAN command
NAME {2} {;| NL} SXXXXX
*RST {;| NL}
R 4-6 ZEROTR
HEdr< - HATEBEHAERL
COMMAND 331XF 331XG 333XF 334XFIG  3340XF/G RETURN
MEASure: CURRent {?}{;]l NL} V \% \% \% \% T
MEASure: VOLTage {?}{;]l NL} \Y \% \% \% \% HHH i
MEASure: POWer {?}{;] NL} Y \Y \Y \Y HHHHE S
MEAS: VC {2}{] NL} v \Y \Y \Y \Y A A

*® 47T HIEMSE
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B
1. EREALAZHE (A/Ams) -
2. EIHEALHEH (Q) -
3. EEEREALARFF (V/Vms) o
4. FEEABEAIRZEF) (mS) -
5. EEAE (SLEW-RATE) BEAL B ZEE/M8F) (ARS) -
6. MRREALAMZ (Hz) -
7. UPEREALREER (W) e
8. VA B RR% (VA)-
9.  (*9)CR DYNIfJRE » RRASIAUT T FrR:
a.  3302F r2. 15K A& R -
b.  3310F rl.11AREAI&RELHE »
c.  33UFrLIARDMZRLA -
d. 3312F rL.1ARBATERL -
e.  3314F rl.1ARDMZRLA -
f. 3315F rl.11RR AR A -
SEIND 331XF 331XG 333XF  334XF/G  3340XF/G E—_—
GLOB:PRES{SPHON | OFF| 1 | 0}{; | NL} v Y v
GLOB:LOAD{SPKON | OFF | 1| 0}; [ NL} Y Vv Y Vv Vv
GLOB:MODE{SP}{cC|CR|cV|cP}; NL} v Y, v v (*9)
GLOB:MODE{SPHCC | CR|cV |CP |LED}; |NL} Vv (*9)
GLOB:MODE{SP}CC|CR|cV|LED}; | NL} v v *9)
GLOB:SHOR{SP} ON| OFF | 1] 0}; | NL} v v v v (*9)
GLOB:DYN{SPH{ON | OFF | 1 | 0}{; | NL} v Y v Vv (*9)
GLOB:LEV{SPHHIGH |LOW [0 1}{; [ NL} v v v v (*9)
GLOB:RANG{SPH LOW |HIGH | 1| 2};  NL} v v v v v (*9)
GLOB: MEAS: CURR {?}; | NL} v Vv v Vv Vv -
GLOB: MEAS: VOLT {?}; | NL} v Vv v Vv Vv -

X 4-8 GLOBE @i
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MPPT CC/CR/CV HztzREH :

1.LAMPPT CC mode M5 Afl @ 55 1E BE AR AR EERIS CCstart=>CCstop$k i MPPEE AN [El4-2(E F
B BT RAE RN iR B AE2{E 5 » E2(EP BRIEMPPR AT THEEI(P&O) I E B
MPPEAIE4-3 » EHEEF 4SRN > 5C8%—ZMPPH > MEEETER&2 ©

A 1. Enter CCstop (max value) and CCstart (minimum
..................... e SR ¥/ T |
value)for the range where max power to be
:r searched.
p : (Note: This does not search out of the range)
........ e ........ (VL) Next, set VH (Upper limit) and VL (Low limit).
The scan will stop when exceeded this value.
Y g > (*V limit is effective while P&O method is
: (C‘Cs;tart) (CCstop) Current functioning. When exceeded this value while in
C Cstop P&O method, MPPT will restart.)
A
v 2. Enter Scan step (current step width) and
or Scan Tstep (step time) when searching
P max power)
o ; Current
(Scan step),(Scan Tstep)
El4-2
A
1. Setwmin (Minimum step width{of first)) and wmax (Max step
width) and set PO Tstep (step time)
Power
> 2. Set the step width of P&OMethod)
: i Current The following two settings are made.
(wmin),(Tstep) (wmax),(Tstep)
(1) Scount : When the load changes in one direction, and the power
Change the step width in accordance is increased (or decreased) , change the step'width in
to the {SCount) and (Srate). accordance to the number of occurrence seriously.

(2) Srate (change rate) when changing the step width.

f&4-3a
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*When (SCount) =3 /

Procedure-2:: (MPPT operation by P&0 Method)

After finding the starting point, it will start to increase the current
at minimum step width (wmin) and step time (PO Tstep). As
the power increased, it will increase the current.

The initial condition is seen in the follow when the present step

width is given as (wnow):
(wnow) = {wmin)

When the power is increased continuously, the step width is
increased in accordance to the number of continuous

frequency.

p A
/—) PP =D
A A
(wm.in) (wnow’) A

The step width is increased if number of step width change
frequency (Scount) and continuous frequency are met.

The increase of the load step width is changed at the specified

change rate (Srate).

Itis shown as follow when the step width is given in (wnow')

wnow'= wnow + wnow * SRate

This value is the present step width.

wnow = wnow’

Change width {wnow) increases up to maximum change

width{wmax).

fi&4-3b

MPPT CC/CR/ICV #5412 08k PAIZ Y33 1 XFIEAH A XY, 331XG £%1/4 MPPT CC/CR/CVIfEE,
3310G &% E(# FIMPPT P&O interval 1000ms ~ 60000ms ©

Command

Description

Specification

MPPT:MODE{SP}{CCICRICV}{NL}

Select MPPT mode (CC ~ CR ~ CV)

MPPT:CC:START{SP}{NR2}{NL}

Set CC mode starting current of whole scan °
unit - A

same as CC range 2

MPPT:CC:STOP{SP}{NR2}{NL}

Set CC mode end current value at the end of
whole scan > unit : A

same as CC range 2

MPPT:CC:VL{SP}{NR2}{NL}

Set CC mode stop whole scan lower limit voltage
to P&O > unit - V

same as DVM range

MPPT:CC:VH{SP}{NR2}{NL}

Set CC mode stop whole scan upper limit voltage
to P&O > unit - V

same as DVM range

MPPT:CC:Wmin{SP}{NR1}{NL}

Set CC mode minimum current change width at
MPPT > unit - A

same as CC range 2

MPPT:CC:Wmax{SP}{NR1}{NL}

Set CC mode maximum current change width at
MPPT > unit - A

same as CC range 2

MPPT:CR:START{SP}{NR2}{NL}

Set CR mode starting resistance of whole scan °
unit : Q

same as CR range 1

MPPT:CR:STOP{SP}{NR2}{NL}

Set CR mode end resistance value at the end of
whole scan ’ unit : Q

same as CR range 1

MPPT:CR:VL{SP}{NR2}{NL}

Set CR mode stop whole scan lower voltage to
P&O > unit ' V

same as DVM range

MPPT:CR:VH{SP}{NR2}{NL}

Set CR mode stop whole scan upper voltage to
P&O > unit : V

same as DVM range
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MPPT:CR:Wmin{SP}{NR1}{NL}

Set CR mode minimum conductance change width
at MPPT > unit : QQ

same as CR range 1
ex: 200 =50mSiemens

MPPT:CR:Wmax {SP}{NR1}{NL}

Set CR mode maximum conductance change
width at MPPT > unit : Q)

same as CR range 1
ex: 2002 =50mSiemens

MPPT:CV:START{SP}{NR2}{NL}

Set CV mode starting voltage of whole scan >
unit : V

same as CV range 2

MPPT:CV:STOP{SP}{NR2}{NL}

Set CV mode end voltage value at the end of
whole scan ° unit - V

same as CV range 2

MPPT:CV:IL{SP}{NR2}{NL}

Set CV mode stop whole scan lower limit current
to P&O > unit : A

same as DAM range

MPPT:CV:IH{SP}{NR2}{NL}

Set CC mode stop whole scan upper limit current
to P&O > unit : A

same as DAM range

MPPT:CV:Wmin{SP}{NR1}{NL}

Set CV mode minimum voltage change width at
MPPT > unit - V

same as CV range 2

MPPT:CV:Wmax{SP}{NR1}{NL}

Set CV mode maximum voltage change width at
MPPT > unit - V

same as CV range 2

MPPT:SCAN:STEP{SP}{NR1}{NL} | Set step value in whole scan * 1~2000count 60000 or 62500
count=Full scale

MPPT:SCAN:Tstep{ SP}{NR1}{NL} | Set time step value in whole scan ’ unit : ms 10~2000ms

MPPT:PO:Tstep{SP}{NR1}{NL} Set time step value in P&O  unit © ms 10~2000ms

MPPT:PO:TIME{SP}{NR1}{NL}

Set P&O time  unit * sec

10~3600000sec

MPPT:SRATE{SP}{NR2}{NL}

Set step width change rate

0.01~1.00=1%~100%

MPPT:SCOUNT{SP}{NR1}{NL}

Set step width change judgment step no

2~100

MPPT{SP}{ONIOFF}{NL} Set MPPT start or stop test
MPP?{NL} Read MPP value » format:” V,I,P”
(voltage,current,power) ° If electronic load
echo”™ END” mean no new MPP value on
memory
#ifil1: MPPT CC MODE
REM
MPPT:MODE CC
MPPT:CC:START 0.5

MPPT:CC:STOP 1.0
MPPT:CC:VH 13.0
MPPT:CC:VL 0.0
MPPT:CC:Wmin 0.01
MPPT:CC:Wmax 0.1
MPPT:SRATE 0.5
MPPT:SCAN:STEP 10
MPPT:SCAN:Tstep 10
MPPT:PO:Tstep 10
MPPT:PO:TIME 10
MPPT:SCOUNT 3
MPPT ON

MPP? = 12.418,1.0010,12.430
MPP? = 12.417,1.0020,12.441
MPP? = 12.418,1.0020,12.442
MPPT OFF

MPP? = 12.416,1.0020,12.440
MPP? = END
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#i{512: MPPT CR MODE

REM

MPPT:MODE CR
MPPT:CR:START 24.0
MPPT:CR:STOP 12.0
MPPT:CR:VH 13.0
MPPT:CR:VL 0.0
MPPT:CR:Wmin 3000
MPPT:CR:Wmax 60
MPPT:SRATE 0.5
MPPT:SCAN:STEP 10
MPPT:SCAN:Tstep 10
MPPT:PO:Tstep 10
MPPT:PO:TIME 10
MPPT:SCOUNT 3

MPPT ON

MPP? = 12.411,1.0140,12.584
MPP? = 12.326,1.0110,12.461
MPP? = END

MPPT OFF

#ifyI3: MPPT CV MODE

REM

MPPT:MODE CV
MPPT:CV:START &
MPPT:CV:STOP 12.2
MPPT:CV:IH 1.1
MPPT:CV:IL 0.0
MPPT:CV:Wmin 0.01
MPPT:SRATE 0.5
MPPT:SCAN:STEP 10
MPPT:SCAN:Tstep 10
MPPT:PO:Tstep 10
MPPT:PO:TIME 10

MPPT ON

MPP? = 12.201,1.0020,12.225
MPP? = 12.201,1.0020,12.225
MPP? = 12.202,1.0020,12.226
MPP? = 12.190,1.0030,12.226
MPP? = 12.201,1.0020,12.225
MPP? = 12.201,1.0020,12.225
MPP? = 12.191,1.0030,12.227
MPP? = END

MPPT OFF
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AUTO SEQUENCE : ¥#fiH A XA 3

AUTO SEQUENCE COMMAND NOTE RETURN
FILE {SP}{n}{;| NL} n=1~9 1~9
STEP {SP} {n} {; | NL} n=1~16 1~16
TOTSTEP {SP} {n¥; | NL} Total step n=1~16 1~16
m=1~10 n=1~15
SB {SP} {m,n} {; | NL}
m:STATE , n:BANK
T1{SP} {NR2} {; | NL} 0.1~9.9(s) 0.1~9.9(sec)
T2 {SP}{NR2} {; | NL} 0.1~9.9(s) 0.1~9.9(sec)
SAVE {; | NL} Save “File n” data
REPEAT {SP} {n} {; | NL} n=0~9999 0~9999
AUTO REPLY
RUN {SP} {F} {n} {; | NL} n=1~9 “PASS” or “FAIL:XX"

(XX=NG STEP)

% 4-9 AUTO SEQUENCE %




3302G {HHTFM 47

4.5 COMPLEX(#&AE)EImiZRan <R

S FE A

Alus(3310F/G,11F/G,12F/G),

[PRESet:] RISE{SP} {NR2} {;|NL} \Y Y v \Y mMA/us(3314F/G,15F/G
,333XF,334XF/G)
Alus(3310F/G,11F/G,12F/G),

[PRESet:] FALL{SP}{;| NL} Y Y \Y \Y mA/us(3314F/G,15F/G, 333XF
334XF/G)

PRESet :] PERI| PERD : HIGH | LOW {SP} {NR2

bNQ ] PERI| [LOW {SP} {NR2} v | v y Vi

[PRESet :] LDONV{SP} {NR2} {;| NL} Y Y v Y, Y,

[PRESet :] LDOFfv{SP} {NR2} {;| NL} v v v v v

[PRESet :] CCl CURR:{HIGH | LOW} {SP} {NR2}{;INL}| V \Y v v

[PRESet :] CCl CURR{SP}{NR2}{;| NL} v

[PRESet :] CP:{HIGH| LOW} {SP} {NR2}{;| NL} \Y \Y v v

[PRESet :] CRI RES:{HIGH | LOW} {SP} {NR2}{;| NL} v \Y v Y,

[PRESet :] CRI RES{SP}{NR2}{;| NL} v

[PRESet :] CVI VOLT:{HIGH | LOW} {SP} {NR2}{;INL} | V Y, Y, \Y

[PRESet :] CV| VOLT{SP}{NR2}{ : | NL} \Y

ggﬁgﬂg;ﬁﬁﬁge e R v | v Y, v v [3340xF/G NO OPP

[PRESet :] OCP:START {SP} {NR2}{;|NL} \Y \Y v \Y \Y

[PRESet :] OCP:STEP {SP} {NR2}{;|NL} \Y \Y v \Y \Y

[PRESet :] OCP:STOP {SP} {NR2}{;|NL} \Y \Y v \Y \Y

[PRESet :] VTH {SP} {NR2};|NL} \Y \Y v Y, Y,

[PRESet :] OPP:START {SP} {NR2}{;|NL} \Y \Y v Y,

[PRESet :] OPP:STEP {SP} {NR2};|NL} \Y \Y v Y,

[PRESet :] OPP:STOP {SP} {NR2}{;|NL} \Y \Y v \Y

[PRESet :] STIME {SP} {NR2}{;|NL} \Y \Y v \Y v

[PRESet :] MPPT{SP{ON|OFF} {;|NL} \Y \Y ON: START MPP  TRACE(*9)

[PRESet :] MPPTIME{SP}n{;|NL} \Y SETMPETIRECORDIIME,
n=1000~60000 ms(*9)

[PRESet :] BATT:TYPE {SPKn}{;|NL} Y n=1~5

[PRESet :] BATT:UVP{SPKNR2}{;|NL} Y unit:Vv

[PRESet :] BATT:TIME{SPXn};|NL} \% n= 1~99999sec

[PRESet :] BATT:STEP{SP}{n};|NL} \Y TYPE3: n=1~3,TYPE4&5:n=1~9

[PRESet :] BATT:CCH{n{SPXNR2}{;INL} \% TYPE3 CC:HIGH level, n=1~3

[PRESet :] BATT:CCL{nN{SPHNR2}};|NL} Y TYPE3 CC:LOW level, n=1~3

[PRESet ;] BATT:TH{n{SPHNR2};|NL} Y TYPE3 Thigh(unit:ms), n=1~3

[PRESet ;] BATT:TL{N{SPHNR2}{;|NL} Y TYPE3 Tlow(unit:ms), n=1~3

[PRESet :] BATT:CYCLE{n{SPKNR1}}{;INL} \% TYPES3 Cycle:1~2000, n=1~3
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WERBERERS

RI5%

[PRESet ;] BATT:CC{n{SPH{NR2};|NL} V TYPE4 CURRENT, n=0~9
[PRESet ;] BATT:CV{n{SPHNR2}{;|NL} V TYPES Voltage, n=0~9
[PRESet ;] BATT:DTIME{n{SPKNR1}}INL} v TYPE 5 Delia tine(T1-T9:0~6000sec),
[PRESet :] BATT:REPEAT {SP} {n}{;|NL} \% TYPE4&5 Repeat times:0~9999
ON: Start test, OFF: Stop test
TYPE1&2 TEST END,AUTO ECHO
"OKXXXXX!"  XXXXX:AH
TYPE2 IF UVP THEN ECHO
[PRESet :] BATT:TEST {SP} {ON|OFF}{;|NL} Y, “UVP, XXXXX,XXXXX” (AH&TIME)
TYPE3~4 TEST END,AUTO ECHO
"OKXXXXX"  XXXXX:DVM
TYPES TEST END,AUTO ECHO
"OKXXXXX"  XXXXX:DAM
[PRESet ;] TESTING {?}{;|NL} v 0: TESTEND > 1 : TESTING
[PRESet :]LIMit:ADDCV:VOLT{SPK{NR2};|NL} \Y
[PRESet :] LIMit:ADDCV{SPHON | OFF}{;|NL} v
. ) ENABLE/DISABLE BMS TEST FUNCTION
[PRESet :] BMS {SP} {ON | OFF | 1 | 0} {;|NL} V ON-ENABLE » OFF-DIABLE
4 X ! SET BMS SHORT TIME, UNIT: ms,
[PRESet ;] BMS:STIME {SP} {NR2}{;|NL} V B
[PRESet ;] SHORT:ITH {SP} {NR2} {;|NL} v SET BMS SHORT ITH, UNIT: A
[PRESet ;] OCP:ITH {SP} {NR2} {;|NL} v SET BMS OCP ITH, UNIT: A
d ’ b SET BMS OCP Tstep, UNIT: ms,
[PRESet ;] OCP:TSTEP {SP} {NR2} {;|NL} v o e s
[PRESet ;] OCP:START{SP} {NR2} {;NL} v iET OCP START CURRENT (Istart), UNIT:
[PRESet ;] OCP:STEP{SP} {NR2} {;|NL} v SET OCP STEP CURRENT(Istep), UNIT: A
[PRESet ;] OCP:STOP{SP} {NR2} {;|NL} V SET OCP STOP CURRENT(Istop), UNIT: A
[PRESet ] PROT: TIME? {|NL} v READ BMS SHORT/OCP PROTECT TIME,
) ’ Y UNIT: ms
[PRESet ] PEAK: CURR? {;|NL} \% READ SHORT PEAK CURRENT, UNIT: A
[PRESet ;] PULSE:CC{SP} {NR2} {;|NL} v SET PULSE CURRENT
[PRESet ;] PULSE:TIME{SP} {NR2} {;|NL} v SET PULSE TIME 0.001~16383sec
[PRESet ;] PULSE:REP{SP} {n} {;|NL} v SET PULSE REPEAT TIMES, n=0~~255
[PRESet ;] PULSE{SPHON|OFF}{;|NL} v SET PULSE ON/OFF
Echo “nTRIP” or “TRIP,XXXXX,n”
d . Y- : 5
[PRESet :] PULSE: RESULT {?X;|INL} v XXXXX: time(Sec), n: Repeat times
[PRESet :] EXT:AIN{SP{ON|OFF};|NL} Y External Analog input ON/OFF
[PRESet ;] CVBW{SPXn} {;|NL} Y Set CV BW(speed), n=1~4(slow~fast)
[PRESet ;] TURBO{SP}{ON|OFF};|NL} v

[PRESet: ] VO{SP} {NR2} {;| NL}

[PRESet: ] VD{SP} {NR2} {;| NL}

[PRESet: ] RD{SP} {NR2} {;| NL}

[PRESet: ] IO{SP} {NR2} {;| NL}

<|I<|<|<

[PRESet: ] RR{SP} {OFF | NR2} {;| NL}

<|I<|I<|<|<
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RETHERERS

Bl

331XG  333XF 334XF/G 3340XF/G

10-1000=10-1000Hz

[PRESet: ] FREQ {NR1}; {;| NL} v v
0=DC
[PRESet: ] DIM:LEV {NR2} v v DIM LEVEL,0-10V
[PRESet: | DUTY {NR1}{;| NL} \Y Y, %8&%99:1@9% IR/
[PRESet: | BW{SP} {LO | HI} {; | NL} v v
[PRESet: ] AVG{SP}Hn}{;| NL} v v n=1/2/4/8/16/32/64
[PRESet: | LEDNO{SP}n}{;| NL} v v r,:lzl,\'ﬂgé’égg LeE
[PRESet: ]SURGE: SURI {NR2}; | NL} v
[PRESet: ]SURGE: NORI {NR2}; | NL} A
[PRESet: ]SURGE: TIME {NR2}; | NL} v SURGE TIME:10~1000ms
[PRESet: ][SURGE: STEP {SP}n} {;|NL} v n=1~5
v ON:RUNSURGE
[PRESet: ][SURGE {ON|OFF};|NL}
OFF:STOP
¥ 4-0B BRETHEBEMSE
H5E
331XF 331XG 333XF 334XF/G 3340XF/G

[PRESet:] RISE{?} {;| NL} v Y, v Y, HiHH A
[PRESet] FALL{?} {;| NL} v Y v Y, HHH A
[PRESet:] PERI| PERD : {HIGH|LOW}{?} {;| NL} % v Y% v B A
[PRESet;] LDONv {?}{;| NL} v v v v v HitH M
[PRESet:] LDOFfv {?}{;| NL} v v v v v HitH M
[PRESet:] CCl CURR : {HIGH| LOW} {?} {;I NL} v \Y v Y FHHE HHH
[PRESet]] CCl CURR{?} {;|NL} v HHHE
[PRESet;] CP:{HIGH | LOW} {?} {;| NL} v Y v Y FHHE
[PRESet:] CRI RES:{HIGH | LOW} {?} {;| NL} v \Y v \Y Bt
[PRESet]] CRIRES{?} {;| NL} v
[PRESet]] CVI VOLT:{HIGH | LOW} {?} {;I NL} v \Y v \Y Ht At
[PRESet:] CVI VOLT{?} {;| NL} v

1:NORMAL

2:0CP
[PRESet:] TCONFIG {?}{;|NL} v v v v v 3:0PP

4:SHORT

33401F/G No OPP
[PRESet:] OCP: START {?} {;|NL} v v v v v HHHHE
[PRESet:] OCP: STEP {?}{;|NL} v v v v v HHHHE
[PRESet:] OCP: STOP {?}{;|NL} v Y v Y, v HHHHE
[PRESet:] VTH {?}{;|NL} v v v v v HitH HiHH
[PRESet:] OPP: START {2} {;|NL} v v v v HitH HiHH
[PRESet;] OPP: STEP {?}{;|NL} v v v v HitH HiH
[PRESet:] OPP: STOP {?};|NL} v Y, v Y, Bt
[PRESet:] STIME {?}{;|NL} v V; v Y, Bt
[PRESet:] MPP {?X; | NL} v v E/E/GE' gEEEDNg?*Q)
[PRESet:] MPPTIME? {; | NL} Y, (*9)
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RI5R

YN
~

331XF 331XG 333XF 334XF/G 3340XF/G

[PRESet:] VO {?}{;|NL} v Vv HHH
[PRESet:] VD {?}{;|NL} v Vv HHH
[PRESet]] RD {?}{;|NL} v Vv B S
[PRESet;] 10 {?}{;|NL} v Vv B
[PRESet] RR {?}{;|NL} v OFF or #H} it
[PRESet;] FREQ {?}{;|NL} v Vv

[PRESet:] DIM: LEV {?}{;|NL} v Vv HHE
[PRESet:] DUTY {?}{;|NL} v Vv #H

[PRESet:] DIM {?}{;|NL} v Vv 0:O0FF1:ON
[PRESet:] BW {2} {; | NL} v Vv 0:LO 1:HI
[PRESet;] AVG {7} {; | NL} v Vv

[PRESet;] LEDNO {?} {; | NL} v Vv

[PRESet;] SURGE: SURI {?}; [NL} v

[PRESet;] SURGE: NORI {?}; [NL} v

[PRESet;] SURGE: TIME {?}; [NL} v

[PRESet;] SURGE: STEP {SP}?} {;|NL} v

[PRESet;] SURGE {ON|OFF} ? {;|NL} v

% 4-3B SHRSFAEWE G SR
LIMIT 54 -

3BIXF  331XG 333XF 334XFIG  3340XF/G e
%

<
<
<
<

LIMit : CURRent: {HIGH | LOW }{SPXNR2}; | NL}
LIMit : CURRent: {HIGH | LOW H2}; | NL}

IH | IL{SPYNR2}K; | NL}

HTIL {2 | NL}

LIMit : POWer:{HIGH | LOW}{SP{NR2}; | NL}
LIMit : POWer: {HIGH | LOW H2}; | NL}

WH | WL{SP{NR2X; | NL}

WH WL {2; | NL}

LIMit ; VOLTage: {HIGH | LOW}{SPHNR2}; | NL}
LIMit : VOLTage: {HIGH | LOW }{?K; | NL}

VH [ VL{SPXNR2}; | NL}

VH | VL {2}; I NL}

SVH | SVL{SP{NR2}; | NL}

SVH| SVL {?}{; | NL} Y,

% 4-4BLIMIT o3

B B

B B

B B

T S

B B

<|<I<|I<|I<I<|I<]|<| << <<

<|<|I<|I<|I<|I<|I<]|I<]| < << <<
<|<|I<|I<|I<|I<|I<]|I<]| < << <<
<|<|I<|I<|I<|I<|I<]|I<]|<| << <<

B B

Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
Vv
=g
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RI5%

331XF 331XG 333XF  334XF/G 3340XF/G

STAGE &<

[STATe : ] LOAD {SPH{ON | OFF}{; | NL} V \Y \Y \Y Y
[STATe : ] LOAD {?} {; | NL} V \Y; \Y; \Y; Y, 0:OFF1:ON
[STATe : ] MODE {SP} {CC | CR | CV | CP} {; NL} \Y \Y \Y \Y
[STATe : ] MODE {SP}{CC | CR | CV | } {; NL} \Y Y Y v v
[STATe : ] MODE {LED} {; NL} v Y
0:CC 1:CR 2:CV
3:CP 4.LED
[STATe : ] MODE {2} {; | NL} v v v v v o [BUEC & 333XF
33401F/G no CP
Mode
[STATe : ] SHORt {SP} {ON | OFF} {; | NL} V \Y \Y \Y Y
[STATe : ] SHORt {?} {; | NL} v \Y \Y \Y Y 0:0FF 1:0N
[STATe : ] PRESet {SP} {ON | OFF} {; | NL} V \Y \Y \Y Y
[STATe : ] PRESet {2} {; | NL} \Y; Y v v v 0:0FF 1:0N
[STATe : ] SENSe {SP} {ON | AUTO } {; | NL} \Y; Y v
[STATe : ] SENSe {SP} {ON | OFF } {; | NL} Y v
0 : OFF/AUTO
[STATe : ] SENSe {?} {; | NL} \Y; Y, Y v v L+ ON
334XXF/G No
AUTO
[STATe : ] LEVEI {SP} { LOW | HIGH} {; | NL} \Y; Y, v v
0:LOW
[STATe : ] LEVEI {?} {; | NL} \Y; Y v v
1:HIGH
[STATe : ] LEV{SP} {LOW | HIGH}{; | NL} \Y; Y, v v
0:LOW
[STATe : ] LEV {?} {; | NL} \Y; Y v v
1:HIGH
[STATe : ] DYNamic {SP} {ON | OFF} {; | NL} \Y; Y, v v
[STATe : ] DYNamic {?} {; | NL} \Y; Y v v 0:0FF 1:0N
[STATe : ] CLR{; | NL} v v Y Y v
[STATe : ] ERRor {?}; | NL} v v v Y v
[STATe : ] NO {SP} GOOD {?}; | NL} v v Y Y v 0:GO 1.NG
[STATe : ] NG {?X; | NL} \Y \Y v v Y 0:GO 1:NG
[STATe : ] PROTect {?}{; | NL} \Y \Y; \Y v v
[STATe : ] CCR{SPHAUTO | R2}; | NL} (NOTE 1) \Y \Y; \Y v v
[STATe : ] NGENABLE{SPH{ON | OFF}{; | NL} \Y v v Y v
[STATe : JPOLAR{SPHPOS | NEGY; | NL} \Y v v Y v
[STATe : ]START{; | NL} v v v Y v
[STATe : |STOP{; | NL} \Y \Y; \Y v v
[STATe : ] TESTING {?}{; | NL} \Y \Y; \Y v v SUES 212,
1. TESTING

% 4-5B STAGE 4%
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ZAian o BARIEEARL

COMMAND NOTE RETURN
[SYStem : ] CHANnel {SP} [A | B] {; | NL} A|B “for 333XF and 3340XF/G

[SYStem : ] CHANnel {?X; | NL} Al B “for 333XF and 3340XF/G [A | B]
[SYStem : ] RECall {SP} {m [,n] K; | NL} m=1~10 n=1~15

[SYStem : ] STORe {SP} {m [,n] ¥; | NL} m=1~10 n=1~15

[SYStem : ] REMOTE {; | NL} RS232/USB/LAN command

[SYStem :] LOCAL{;| NL} RS232/USB/LAN command

[SYStem : ] NAME {?} {;| NL} “XXXXX
[SYStem : *RST {;| NL}

* 4-6B HHaOR
A< BFrAREEAR

COMMAND 331XF 331XG 333XF 334XFIG  33401F/G RETURN
MEASure : CURRent{?}{; | NL} v v v v Y it
MEASure : VOLTage{?}{; | NL} v v v v \Y HHE
MEASure : POW{?X; | NL} Y Y \Y \Y Y b
MEAS : VC{?}{; | NL} Y, Y, v v v FHEHE HHHE
IE

COMMAND 331XF  331XG  333XF 334XF/G 3340XF/G NOTE
GLOBe : [STATe : ] PRESet {SP{ON | OFF|110}{; | NL} v Y v
GLOBe : [STATe : ] LOAD {SPH{ON | OFF | 1 | 0}; | NL} Y, \Y; \Y; Y, Y
GLOBe : [STATe : ] MODE {SP}{CC | CR | CV | CP}{; | NL} v \Y; \Y; Y, *9
GLOBe : [STATe : ] MODE {SP{CC | CR | CV | }{; | NL} v Y \Y Y, Y
GLOBe : [STATe : ] MODE {SPHLED }; | NL} v Y *9
GLOBe : [STATe : ] SHORt {SP}{ ON | OFF | 1 | O{; | NL} \Y, \Y; \Y *9
GLOBe : [STATe : ] DYNamic {SP{ON | OFF | 1 | OX; | NL} v Y Y v *9
GLOBe : [STATe : ] LEVel {SP{HIGH | LOW | 1 | 0}; | NL} Y, \Y; \Y; Y, *9
GLOBe : MEASure : CURRent {?}{; | NL} Vv \% \% Vv \%
GLOBe : MEASure : VOLTage {?}{; | NL} Vv \% \% Vv \%

Pas

# 4-8B GLOBE #n<o%%

BfaE

BN RS (A/Arms) o

BENH B BB ( Q) -

BERREEAL R fRFF (V/Vims ) e

AR FyZF) (ms) o

A% (SLEW-RATE ) BB Z85/50F0 (Als) »

BRREEAL B (Hz) »

PR B FEF (W) ©

VA B BfRZE (VA)»

(*9)CR DYNIHEE » FRAAA TR~
a. 3310F rl.11ARCAIBRLHE -

3311F rl.1TRREAZRRUA -

3312F r1.11RREATER R A -

3314F rL.1TRREARRUA -

3315F rl.1TRREATRRIUA -

O 00 O W

o a0 o
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AUTO SEQUENCE : A 005EHF R

AUTO SEQUENCE COMMAND NOTE RETURN
FILE {SP} {n}{;| NL} n=1~9 1~9
STEP {SP} {n} {; | NL} n=1~16 1~16
TOTSTEP {SP} {n}{; | NL} Total step n=1~16 1~16

m=1~10 n=1~15

SB {SPHm.n}{; | NL) m:STATE , n:BANK

T1 {SP}{NR2} {; | NL} 0.1~9.9(s) 0.1~9.9(sec)

T2 {SP}{NR2} {; | NL} 0.1~9.9(s) 0.1~9.9(sec)

SAVE {; | NL} Save “File n” data

REPEAT {SP} {n} {; | NL} n=0~9999 0~9999
AUTO REPLY

RUN {SP} {F} {n} {; | NL} n=1~9 “PASS” or “FAIL:XX"

(XX=NG STEP)

2% 4-9B AUTO SEQUENCE 4%
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4.6 EimZEHld <SR

4.6.1. PRESET

RISE

ACE MR T~ B E Y PR (E

#=t © [ PRESet : ] RISE {SP}{NR2}{;|NL}

Pk -
3 -

FALL
FE=

F#E
A

2T
[

L.

-&)J

[ PRESet: JRISE ? {;INL)
TEFIREH S E#ER (SLEW-RATE) AV EFFREER -

R IR R T Y E ER R R U S B R R B R R
(DYNAMIC) o EFHFE] (RISE) B MREEGHE (FALL) HYSRCE Ryoc =M -
EFHRFEI G S AL S NGB E A Al SR

BUE R VAR B N R SR 4 ir

NEE EFHRHEBUES A E T A ES AR - Al 33026 HEEG A HZE T A
RS2 EFHREE] -

BEAL R Z2ES WD (ANS) » 3310F/G » 3311F/G » 3312F/G -

BELA R BB FD (mAAS ) 3314F/G > 3315F/G » 333XF » 334XF/G

[ PRESet : ] FALL {SP}{:|NL}

[ PRESet : ] FALL ? {:|NL}

A E AR #EHR (SLEW-RATE ) HY TRERER -

L.

2.

B E R N RIS R 0 E B 2R A R K B AR B AR o PR R
(FALL) B EFHH#RT (RISE) BYEE Ry5e =1L -

TEE TR RS E S BIR E T E SRS > [ 33026 WiEgXHZETE
EHSHT R ZI S ERAE -

BENT By 22 R (ANS ) » 3310F/G » 3311F/G » 3312F/G -«

AL B LR (mAAS ) 3314F/G > 3315F/G » 333XF » 334XF/G -
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PERI or PERD
#&=% © [ PRESet: ] PERI|PERD : HIGH| LOW({SP}{ NR2}{;|NL}
[ PRESet : ] PERI| PERD : HIGH|LOW ? {;|NL}
ik BCEMEEIEIRE (DYNAMIC ) &#FFHY Tlow 1 ThighZafE -
SEH
1. Bj5& (DYNAMIC) &#EORPRIERA S TLOW B THIGHAYAHEY, -
2. TLOW Ei THIGH HYAYaeE ([EVH Ry S/ NECREATEIE - & Rl an S Hmx -
3. BUERY S NERL By NECR %55 S fir
4. TEERY TLOW B¢ THIGH BUEAEEEFEEHYE ARHAEES - 3302G HRIEE 4
HZEFAEEIHZIE TLOW = THIGH % -
. B RER (mS) -

wn

LDONy
#3% [ PRESet : ] LDONv {SP}{NR2}{;|NL}
[ PRESet : JLDONv ? {; INL}
F#E ;. SEMEERL LOAD ON ZEJEE -
SREH - anS BEk E B E#E, LOAD ON ZEEAH -
B E#EE FUEnERE, &R ER/ N ILEE [ERE, a#RE Efr#E( CC mode
only) , SRR AHEAGTL B (E, 5552 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G F-ffit

LDOFfv
&3t © [ PRESet : ] LDOFfv{SP}{ NR2}{;|NL}
[ PRESet : ] LDOFfy 2 {;|NL}
. SCEMEERE#H, LOAD OFF ZEEE -
SEH - e Bk E &, LOAD OFF BEEAME -
BEFEHEE I fuEmERE, ERFMYERE N e B, &#ERMEIEAIE( CC mode
only) , EHETREARATHEAGEY T8, 55 523310F/G ~ 3330F ~ 3340F/G ~ 33401 F/IGF-it

CURR : HIGH | LOW
&3t © [ PRESet:]CC|CURR : HIGH | LOW{SP}{ NR2}{: | NL}
[ PRESet : ] CC|CURR : HIGH|LOW ? {;|NL}
Flig s EfEEEcas; HIGH| LOW 40y -
sREA o LhAnS REaX E BT EEaE ANERE 0 TEGSIAEE TSI
1. TENEREVAEEE/NEESVEIE - SRaS Ry -
2. BUEMNE/ INE N B N RS 5 I -
3. TENERBUEEEZE T EsENa SR » 33026 MIESAHZETE
RS R Z R E -
4. LOW HyseE &R E VAL HIGH WS EBERE/N °
5. BB RZEE (A) -
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CURR
=% © [ PRESet: ] CC|CURR({SP}{ NR2}{;|NL}
[ PRESet : ] CC|CURR? {; INL}
F# © B NEN & E R E -
S ¢ A S B EE T EEAE AR ERE 0 TSI E TYIEIE ¢
1. TENERMENVESHE/NGENEE > TRIdGSMERY -
2. BUEMIRNE LR R NERREE 5 i -
3. FEREREEEMEZE T AR AR » 33026 #MIEE A%
B EERSIHRZIEERE -
4. U AZEE (A)-

CP: { HIGH|LOW}
#&3:  [PRESet:]CP: { HIGH|LOW}{SP}{ NR2}{;INL}
[ PRESet : ] CP: { HIGH|LOW} ? {;|NL}
F# © B NGEN & E E DA -
SHH ¢ A Ry E BT B EAE AR > B A R (W) ©

CR|RES : {HIGH|LOW}
#3 : [PRESet:]CRIRES : { HIGH|LOW}{SP}{ NR2}{;|NL}
[ PRESet : ] CRIRES : { HIGH|LOW} ? {;INL}
F#E - BOENIEEI & #EHE -
SR ¢ S B EE T AEME AN ERE 0 TEGSIREE YR
1. TENERENVAEEE/NGEHIEIE - RS HEY -
2. BUER R/ NE R B B NEEEIR SR 3 1L -
3. TEEAEIHEEEZ E B8R RIS > 3302C MIES A E &
S ZI B E -
4, LOW mYEFHESSEM/ELL HIGH AYEZE[E /N
5. B FBERE (Q) -

CRIRES
&3 . [ PRESet: ] CR|IRES{SP}{ NR2}{;|NL}
[ PRESet: ] CRIRES 2 {;INL}
& . sSENER & EEAE -
SEH . IS AR EE T AEENEANERE 0 TEMGSEEE TYISEIE
1.  TENEREWVESH/NEEEE - BRI -
2. BUEMENE ISR N R EE 3 i -
3. MEEMVE[A(EEEZE T AR AHASEE > 3302G MIEg AL E
TSI RZI S EEE -
4,  EEfrBEUEE (Q) -
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CV : {HIGH | LOW}
#3% :© [PRESet:]CV: { HIGH|LOW}{SP}{ NR2}{;|NL}
[ PRESet : ] CV : { HIGH|LOW)}? {;INL}
FH#E © BOENIEI & # R RAME -
SREH C hAr S AR E BT EENYERME - TEGSRZEE YIS ¢
1. MEMNERENVEER/NEERVEIE - BRI SRR -
2. BUEMNE/ INE N B R/ NEER RS S I -
3. TEMEREUEE B E 28I R KRS > 3302C MIEg A E F&
RS M ZI EEE
4. LOW Rzt EEBEE VAL HIGH AU E BB E /N ©
5. B AR (V) -

cv
#3% [ PRESet: ] CV{SP}{ NR2}{;|NL}
[PRESet:]CV? {;INL}
F#E - BOENGEI & #ERAME -
SREH  hAr S AR E BT EENYERME - MRS EE YIS ¢
1. TENEREVESHE/NEEEE - BRI -
2. BUEMENE IR R/ NEER R EE S5 AL -
3. NEMEREEEEZE T EE R AR - 33026 & EE A%
B EHEFRST R ZIEERE -
4, B EREF (V) -

OCP: START
&=t [PRESet: ] OCP:START {SP}{NR2}{;|NL)
[PRESet : ] OCP:START ? {;|NL)
R . BCEREERL OCP HIEERIVEAREME -
Sl ¢ b SR RCE B R A OCP) HIBUA B i (H(I-START)

OCP: STEP

=0 :  [PRESet:;] OCP:STEP {SP}{NR2}{;
[PRESet : ] OCP:STEP 2 {;INL}

ik SEMEERL OCP M E RIVIEENER = -

SEH ¢ A B e E B fraE HIER(OCP) 2k &8 % &= (I-STEP) ©

NL}

OCP: STOP
&=t [PRESet: ] OCP:STOP {SP}{NR2}{;|NL}
[PRESet : ] OCP:STOP 2 {;INL)
F#& . BCEREERL OCP HIEERIVE AR ERE -
st ¢ e SRR E B AR RS AIE(OCP) A e K BRI & (I-STOP)

VTH

F&=X © [PRESet : ] VTH {SP}{NR2}{;
[PRESet : ] VTH ? {;INL}

F& : 3 EfIEEEL OCP/OPP JHIEtAvEE FL L R R

sRBH ¢ Mhan S E R E OCP/OPP MG EE FLBLEE BR s E - & R HIEl P ay s B B/

SEEVTHEBRERFR Fs OCP/OPP i -

NL}
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OPP: START

#=t © [PRESet : ] OPP:START {SP}{NR2}{;
[PRESet: ] OPP:START ? {;|NL}

ik - SR ENEEROPPAER R EAREE -

S ¢ A R E TR RSO P P)WIRAAT R (E (P-START) °

NL}

OPP: STEP

#&= : [PRESet: ] OPP:STEP {SP}{NR2}{;
[PRESet : ] OPP:STEP ? {;INL}

Fi& B RIEEEL OPP SHIETIZRA RN TR -

SREH ¢ hEn S B R E IR OREENEU(OPP) YR 1Y TR {E (P-STEP) -

NL}

OPP: STOP

#%=0 . [PRESet: ] OPP:STOP {SP}{NR2}{;
[PRESet : ] OPP:STOP 2 {;INL}

R« 5E FIEEEOPPHIE AR A A R RAE -

st o s SRR E TR RIS OPP) Y i KTRE(P-STOP) -

NL}

TCONFIG

¥ : [PRESet : ] TONFIG {NORMALIOCPIOPPISHORT }{;
[PRESet : ] TONFIG ? {;INL}

F#R e MIEEHEN RS ThRE -

R S PUEEEIE (NORMALIOCPIOPPISHORT) 77 B2 IF 5 =X (NORMAL) - &

T REEHIER(OCP) - BIPRLREMEN(OPP) » G EEHIEL(SHORT) ©

NL}

STIME

#3t 1 [PRESet : ] STIME {SP}{NR2}{;
[PRESet : ] STIME ? {;INL}

FH#R © BOE MIEE UG B RIS YRR

snbA ¢ HhEn S B RE BSOS ] > ERFERCE By 0 (USRIRF IR B GRS » B

= FH(mS) o

NL}

BATT: TYPE

=0 : [PRESet:] BATT: TYPE {SP} {n}{;
A# . &ETYPE HIIIRE ©

SREH  BXETYPE n=1~5 °

NL}

BATT: UVP

¥t © [PRESet:] BATT: UVP {SP} (NR2}{:|NL}
i . 3BEUVP » (KER{RETHAE -

S BEUVP - (R REEDIRE » B VIRF) ©

BATT: TIME

=0 : [PRESet:] BATT: TIME {SP} {n}{;
FH#& : 5% EBATT TIME -

SHA ¢ % EBATT TIME » n=1~99999 sec °

NL}
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BATT: STEP
¥ : [PRESet:] BATT: STEP {SP} {n}{;
FHi& . ¥EBATT STEP ©

NL}

st @ B EBATT STEP » TYPE 3: n=1~3 > TYPE 4 & 5: n=1~9 -

BATT: CCH

#&=X ¢ [PRESet:] BATT: CCH {n}{SP}{NR2}{;
Rl 3EBATT CCH -

s8] BEBATT CCH » TYPE 3 CC:HIGH Level > n=1~3 ©

NL}

BATT: CCL

&= : [PRESet:] BATT: CCL {n}{SP}{NR2}{;
iR 8EBATT CCL -

A - 2R EBATT CCL » TYPE 3 CC:LOW Level » n=1~3 °

NL}

BATT: TH

&= [PRESet:] BATT: TH {n}{SP}{NR2}{;
F#k . 8¢EBATT TH °

ZREH . B%EBATT TH ° TYPE 3 Thigh n=1~3 » B fi7:ms °

NL}

BATT: TL

#¥&= : [PRESet:] BATT: TL {n}{SP}{NR2}{;
ik 8¢EBATT TL »

EHA SR EBATT TL » TYPE 3 Tlow n=1~3 » B&{ir:ms °

NL}

BATT: CYCLE

&= : [PRESet:] BATT: CYCLE {n} {SP} {NR1} {;
A# . B&EBATT CYCLE -

SiBH - BEBATT CYCLE: 1~2000 » n=1~3 ©

NL}

BATT: CC

&= : [PRESet:] BATT: CC {n} {SP} {NR2} {;
FH# : BEBATT CC -

SEHEH . BREBATT CC » TYPE 4 Current > n=0~9 °

NL}

BATT: CV

=0 : [PRESet:] BATT: CV {n} {SP} {NR2} {;
i . BEBATTCV »

SRBH ¢ BREBATT CV » TYPE 5 Voltage * n=0~9 °

NL}

BATT: DTIME
¥ : [PRESet:] BATT: DTIME {n} {SP} {NR1} {; |NL}
A . 3% EBATT DTIME °

ZREH . B2EBATT DTIME ° TYPE 4 & 5 Delta time (T1~T9:0~6000 sec) » n=1~9 °

BATT: REPEAT
#&= : [PRESet:] BATT: REPEAT {SP}{n} {;
FHi#& : 2% EBATT REPEAT -

NL}
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SRBH ;- BEBATT REPEAT » TYPE 4 & 5 Repeat time :0~9999 -

BATT: TEST

4% : [PRESet:] BATT: TEST {SP} {ON | OFF} {;
i . 5% EBATT TEST -

SHH - E%EBATT TEST » ON:BHAMIE, » OFF: (= 10, -

TYPE 1 & 2 TEST END > AUTO ECHO "OK,XXXXX XXXXX:AH -
TYPE 2 IF UVP THEN ECHO “UVP, XXXXX, XXXXX" (AH & TIME) -
TYPE 3 & 4 TEST END > AUTO ECHO “OK,XXXXX XXXXX:DVM -
TYPE 5 TEST END » AUTO ECHO “OK,XXXXX" XXXXX:DAM °

NL}

LIMit: ADDCV: VOLT

#&= : LIMit: ADDCV: VOLT {SP}{NR2} {;
i . = EADDCV Voltage °

REH . #EEADDCYV Voltage » CC+CV, CP+CV SET VOLTAGE -

NL}

LIMit: ADDCV: ON | OFF

&3 : LIMit: ADDCV{SP} {ON|OFF} {; INL}
Fli&  %EADDCY ONBHZOFF -

A ;. 2R EADDCV ONEGEOFF ©

BMS: ON|OFF|1]0

&3t : [PRESet:] BMS{SP} {ON|OFF|1]0} {;
ik 2% EBMS ONEZOFF -

S % EBMS ONEYZOFF » ENABLE / DISABLE BMS TEST FUNCTION
ON : ENABLE » OFF :DISABLE -

NL}

BMS: STIME

1= : [PRESet:] BMS:STIME{SP} {NR2}{;
A 82 EBMS STIME °

SBH ¢ 22 EBMS SHORT TIME - #G&0.05~10ms * B {iz:ms °

NL}

SHORT: ITH

%= : [PRESet:] SHORT: ITH {SP} {NR2}{;
A 8¢ EBMS SHORT ITH -

HHA ;. 2% EBMS SHORT ITH » BEf7:A -

NL}

OCP: ITH

#%=% : [PRESet:] OCP: ITH {SP} {NR2}{; INL}
i : 3% BMS OCP ITH -

i . 2EBMS OCP ITH » BEALA ©
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OCP: TSTEP

#&=, : [PRESet:] OCP; TSTEP {SP} {NR2} {;
FH#& : #7EBMS OCP TSTEP -

ZRHH . % EBMS OCP TSTEP #i[& 0.05~10ms/ 11~1000ms » EEfi7:ms °

NL}

PROT: TIME?

¥4 : [PRESet:;] PROT: TIME? {; INL}

Fi#& : #E[EBMS SHORT / OCP / R -

$RBH ;. #5[0BMS SHORT / OCP / {#:#H% T » BEfirims o

PEAK: CURR?

&3t : [PRESet:] PEAK: CURR? {; |NL}

i3 : 3ESHORT PEAK CURRENT ©

80+ 3[ESHORT PEAK CURRENT » BEfir:A

PULSE: CC

&= : [PRESet:] PULSE: CC {SP} {NR2} {;
A% : 8% EPULSE CC CURRENT -

ZRHH . % EPULSE CC CURRENT - EEAfiL:A °

NL}

PULSE: TIME

1= : [PRESet:] PULSE: TIME {SP} {NR2} {;
A# : 8¢ EPULSE TIME °

HERH 2% EPULSE TIME 0.001~16383 sec °

NL}

PULSE: REP

1= : [PRESet:] PULSE: REP {SP} {n} {;
FH#k . 8% EPULSE REP °

ZREH . % EPULSE REPEAT TIMES > n=0~255 °

NL}

PULSE: ON|OFF

#%3t : [PRESet:] PULSE{SP} {ON | OFF} {;
i 2% EPULSE ON=iZOFF °

$RBH : 3 EPULSE ONECZOFF -

NL}

PULSE: RESULT {?}

f&3% : [PRESet:] PULSE: RESULT {?} {; INL)

F#& : #8[5lEcho “nTRIP” = “TRIP, XXXXX,n" °

ZREH . FE[A|Echo “nTRIP” 3k “TRIP, XXXXX,n” XXXXX:time(sec),n: Repeat times °

EXT: AIN ON | OFF

f&=0 : [PRESet:] EXT: AIN {SP} {ON|OFF} {;
FH#& : External Analog input ONE(/ZOFF °
Z7HH : External Analog input ONEZ/ZOFF °

NL}
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CVBW:n

&7t : [PRESet:] CVBW: {SP} {n} {; INL}
iR 2% ECV BW(Speed) °

EREH ¢ 2 ECV BW(Speed), n=1~4(slow~fast) °

TURBO: ON | OFF

#3t : [PRESet:]TURBO {SP} {ON|OFF} {;
Fi& : 3% ETURBO ONBZOFF -

$R8H + #%5ETURBO ONBZOFF

NL}

OCP
&zt : OCP? {;INL)

Fi& © sEHL OCP SHIENAYERAE -

A ¢ A4S 20CP HIEEEEEE] OCP WY& -

OPP

&=t - OPP 2{;INL)

iR 3EEL OPP JHIERAYFAHE -

SHH e E OPP MIEAHFRE[E] OPP HYRFHE -

MPPT
#3t : [PRESet : ] MPPT {SP} ONIOFF{; | NL}
F#k  MPPT(Re AT EHE) HIE, ON/OFF
SREA - HhES EMPPT ON/OFF

MPP
&3t : [PRESet : IMPP ? {;|NL)

F#E : SEE MPPERIPRE R} » 2B B ERSR/ B SRR R -
SHH - MPPRE[EIRS = EE BR SR/ R R SR TR 8k -

MPPT
F& ¢ [PRESet : ] MPPTIME {SP}{n}{ ; | NL}
[PRESet : ] MPPTIME ? { ; | NL}
FHi& © gREFIEE]  MPPTIMEfR: KT B HE S0 $RHF ]
SREH ¢ IhE S EMPPTIME S KDRIEHEECEEIFRT  n=1000ms~60000ms

B4

HBE—  SEMPPTIME 5000ms (8 KDhZEHE ST [0 &R
WEE T FREMPPT ONf% -

FER= BEMPPYES o B[O BB R R R/ IR R o
SHEEIU % EMPP OFF @4 »

BW
=L« [PRESet : JBW{SP} {LO| HI} {;| NL}
[PRESet : ] BW{?2}{;NL)
AR BEMEERBW Lo/Hi »
S BUEBW Lo/Hi FTLAUNR - [FIRSErt#ECC Mode (CR Rangel) BACV Mode YSE
%FE > CR Rangell RUPREIE—HYIHE - WJ4GMEAHHI -
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AVG

f&3%: [PRESet : ] AVG{SP}{n}{;| NL}
[PRESet : ] AVG{2}{;|NL}

FIiA © E R R FUR R A 2 -

R LS RERER SR TRE RIS, MEAS AVG 1-64 TIRE, PIHAMHE
B ole

LEDNO
&7t : [PRESet : ] LEDNO{SP}{n}{;| NL}
[PRESet : ] LEDNO {?}{:|NL}
ik . R ENGERNLEDEE » WI4a{E 01 -
SR 3340F/G / 3342F/CEL e HiE B 1~90 » 3341F/IG 35 HilE B51~30 -

VO

F&= : [PRESet : [VO{SP} {NR2} {; NL}
[PRESet : VO {?}{;INL}

F# . BEMEERL LED VOB EE -

SREH - anS Bk E BT EEVLED VO ERME - TEGSRAFE YIS
IF -

1. e B EfEEm VO HEEERE -

2. BRI BREF (V) -

VD
F&= : [PRESet : [VD{SP} {NR2} {; NL}
[PRESet : ] VD {?}{;INL}
A . BCEMEERL LED VDEEE -
HEA . e AR EBFEEILED VDIEEEIEERE - NiEGSIEETEE TYIE
IF .
1. [hapS B EMEEE] VDERE -
2. B RRFF (V) -

RD

F4= : [PRESet : ] RD{SP} {NR2} {J NL}
[PRESet : ] RD {?}{;INL}

F# . SEMEER LEDRD [HHT -

HHH ¢ S Rk E BT EEAYLED RDIHYT - NS = NYI%TE
1. feapSEa e g e RDIHST ©
2. B FERE (Q) »

IO

F&3t : [PRESet : 1 IO{SP} {NR2} {; NL}
[PRESet : 110 {2} {;INL}

F# . SEMEER LEDRD [HHT -

S - TS BEEBE T EHEILED 0BR(E - NiEa Sl NS ¢
LSRR EfIEERE 10 ERE -
2B B2 (A) -



64 fiiatE T

RR
#4=% : [PRESet : ] RR{SP} {OFF|NR2} { : [NL}
[PRESet : ]RR {?}{;INL}
R« sENIEEAL LED RR BHET
SHEH e ReE B EEHYLED SSHEDT 0 MEm SRR NYIHIHE ¢
1. phap<EaeEMEEE RRIEST -
2. B REAE (Q) -
3. RRELEDSMHHEDT > SHFELED S SR, -

DIM LEV

#&=, : [PRESet : IDIM:LEV {NR2}
[PRESet : ] DIM: LEV {?}{;INL}

F# . SEMEER DIM LEV -

REH ¢ A S B E I EILEVEL 0~10V » a2 = NYIEIE ¢
1. S Eik Ef:E e LEVELEEE -
2. B RfREF (V) o

FREQ

#={ : [PRESet : JFREQ {NR1}; { 5 INL}
[PRESet : ] FREQ {?}{;INL}

& - BENEEH FREQ -

S8 IhdnS B3RELED DRIVER SR - R S E s YIS :
1. BEapS &S e AR [l 3 YRR -
2. B Riffizk (Hz) -

DIM

#=X © [PRESet : ] DIM {OFFION}{ ; | NL}
[PRESet : ] DIM {?}{;INL}

iR BE MR DIM -

SUEH ¢ s Ry S E S HZEHRION/OFF -

DUTY

#=0 ¢ [PRESet : ] DUTY {NR1} {;| NL}
[PRESet : ] DUTY {?}{:INL}

Fik © 3ERIEEE DUTY -

siHH ¢ Hhan < Rse ELED MODE L{F#EHA(Duty Cycle) » T SHFEE NHIEEIHA ¢
1. #FREQETE BDCHE, IIE e 13 EDUTY -
2. TAEEHADuty Cycle) AlE%E0.01~0.99=1%~99%41 & ©
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|_ |_ T5%
-l Duty Cycle

50%
Duty Cycle

| [ ] e
Duty Cycle

L
>

SURGE: SURI

&= ¢ [PRESet : ] SURGE: SURI {NR2}{; I NL}
[PRESet : ] SURGE: SURI {?}{; | NL}

F2& © SOENRERUS R E ANz B R BT -

SREH ¢ Phan S R R E FIRE BUE R B A iz # B R BUE XX X. XXX (A) SURGE
CURRENT -

SURGE: NORI

#%=X © [PRESet : ] SURGE: NORI {NR2}{; I NL}
[PRESet : ] SURGE: NORI {?}{; INL}

FiR © BUE IR SR ORIz B B e -

ST I R e E AURE U RE R AU S A2 3 FE M B E XXX XXX (A) NORMAL
CURRENT -

SURGE: TIME
#&=X : [PRESet: ] SURGE: TIME {NR2}{; I NL}
[PRESet: ] SURGE: TIME {?}{; INL}
R B e MEERUE RE AR -
sREH ¢ hE S e EAEERUE R EHEAYREE, SURGE TIME: 10~1000ms ©

SURGE: STEP
#4=L, : [PRESet: ] SURGE: STEP {SP}{n}{; I NL}
[PRESet: ] SURGE: STEP {SP}{?}{; INL}
i 3 EMEERUE RE AR R E RV EE -
SR ¢ IS B EAEE U R A RR ER E E(E, n=1~5 °

SURGE: ON | OFF
¥4 © [PRESet: ] SURGE: ONI OFF {; I NL}
[PRESet: ] SURGE: ONI OFF {?}{; INL}
R : 5 EMERUE R E R ONSEOFF -
SRHA S Rt EAIEEEUE R AR ONELZOFF , ON:RUN SURGE,OFF:STOP -
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4,62 LIMIT EMERE FEHHET NG 7Y L TR

[LIMit : JCURRent : {HIGH|LOW} or IH | IL
&3 © [LIMit] : CURRent : { HIGH | LOW}{SP}{ NR2 }{;|NL}
[LIMit] : CURRent : { HIGH|LOW} 2 {;|NL}

[IH | IL]{SP}{ NR2 }{:|NL}

[MH|IL] 2 (;INL}
iR B EMEIEHEE R E TR - FEAR CC, CR mode °
HREH - M EEEERA T IRE » B Aa#HE Sink TSI TIRER - NG f5 B HIBE =
H£5RNO GOOD” »
S ELLEE MM LIRME - ®&E Sink E|R SN TIRER: > NG fenERIE R w
“NO GOOD”

[LIMit : JPOWer : {HIGH | LOW} or WH | WL
&30 0 [LIMit] : POWer : { HIGH | LOW}{SP}{ NR2 }{;|NL}
[LIMit] : POWer : { HIGH | LOW} 2{; |NL}

[WH | WLJ{SP}{ NR2 }{;|NL}

[WH | WL]?(; | NL}
AR SCENEEREHEITEN ETRE - FEARY CP, CR mode °
A ¢ BELLEThER ( BUEF ) B TIRE - ETF ( BFF ) ERIL TRER: - NG 8
FERIBETEFZR NO GOOD”  »
PECLEIR (FUFF) BV EFRME - EThE (LR &L N IRERF - NG ferishEs e
55“ NO GOOD” »

[LIMit : ] VOLtage : {HIGH |LOW} or VH| VL
#3% * [LIMit] VOLtage: {HIGH | LOW) {SP} { NR2 }{;
[LIMit] VOLtage : { HIGH|LOW} ?{;|NL}
[VH| VLI{SP}{ NR2 }{;INL}
[VHIVL]? {;INL}
F# © BRENEINEEERLY E TR -
SHH ¢ B LI E R NRE - S A BRI T IRER: - NG fanERIEE = F R
“NO GOOD” »
S ELE BN IRE - & ABRES R IL T IRER - NG f5 & Rl%8E 5= =R “NO
GOOD” -

NL}

[LIMit : ] SVH|SVL
&2t ¢ [LIMit : ] {SVH|SVL}{SP}{ NR2 }{;
[LIMit: ] { SVH|SVL) 2 {;|NL)

NL}

PR+ e NIEERUE R S BBy BN IR - FERTRY Short JHIEAIIAE

st ¢ BOE LI N IR{E - E i A ER R I MIR(ER: - NG 5 &R ERoR
“NO GOOD” »

B E ELEC R BEY _EIR(E - E i ABBEEE L TIR{ER - NG F5 & BB 72 F R NO
GOOD” -
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4.6.3.STAGE SENIFHHLE T R #kH TIEIRRE

[STATe : 1LOAD {SP}{ON| OFF}
#3% : [STATe : ] LOAD{SP}{ON| OFF}{:|NL}
[STATe : ] LOAD ?{;|NL}
% © BRENEEE - a S BRI E R »
S R EETEEES Sink BEREER ON W - A& & # 5 26 DAY Sink
BER . EEER OFF B> RIEET&#~e Sink R -

[STATe : ] MODE {SP}{CC|CR|CV|CP|LED}
¥zt :  [STATe:]MODE {SP}{CC|CR|CV|CP|LED}{;|NL)
[STATe : ] MODE % :|NL}

FH#E © BOEMIEEHEE s iR E = -
B BT EEH T T/ENBELOTRAR > SEINEE R EELE > RKEE
012134 4517 CC|CR|CV|CP|LED = -

Mode
(value)
331XF/G Y Y Y, Y,
333XF Y Y Y, Y,
334XF/G Y Y Y, Y, Y,
3340XF/G Y Y Y, Y,

R 4-10 B2 TIEHAZR

[STATe : ] SHORt {SP}{ON | OFF}

#3% : [STATe : ] SHORt {SP}{ON|OFF}(;
[STATe : ] SHORt ? {;|NL}

FH#R - BOEMEEIE T EE e SR RHE -

SREH ¢ hE S BE EE T EEEEHE - EEE R ON B hiFE F&aHE> V+ o V-

P HIEAGRREE > HGRSTEBTR, 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G £:51|7E T- ik

fEF T -

NL}

[STATe : ] PRESet {SP}{ON | OFF}
#3t ©  [STATe : ] PRESet {SP}{ON|OFF}{; |NL}

[STATe : ] PRESet ? {;INL)
%R SEAEEREE FE#E R FR M Imonitor HYEs HEAZ= -
SREH ¢ by S AR HIE R 22 M Imonitor AYE P T » #5EC B ON BF > AIERF K
Imonitor "~ Z1H @ BT~ ZE S BTHER Z(H » Ak sy OFF > RIEERFR M Imonitor it
BEEERE SILK 21fH -

[STATe : ] SENSe{SP}{ON | OFF | AUTO}
3t 1 [STATe : ] SENSe{SP}{ON|OFF| AUTO }{ : INL}
[STATe:]SENSe ? {: INL)
FH#E - BOEMEEIE & B ERREHUZE S VSENSEDL °
sRBA ¢ A Ryak aE BB BRAE B i A PR 2SI e VSENSENG > 5 E B ON BB
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{8 » 1 VSENSEUmFrELES: 5 2% & OFF B - 28 BR{E 2 i A BE 28 U T B S -
3310F/G ~ 3330F VSENSE#EIE & ON K AUTO » %58k AUTO RF4 VSENSE###
EEEE - RIIE T E#EE R EH VSENSENGEEY - & VSENSE i 25 R HI| 88 7 & ik 25 BE
& FH AR R B HY -

£¥: 33401F/G ~ 3340F/G series VSENSE#EIE £ON/OFF » )44 {E FOFF

[STATe : ] LEVel {SP}{HIGH | LOW} or LEV {SP}{HIGH | LOW}
¥ :  [STATe:]LEVel {SP}{HIGH|LOW }{ ; INL}
[STATe : ]
[STATe : ] LEV{SP}{HIGH | LOW 1{;
[STATe : ]
FH#E  BOENGERE F-&#E LOW F1 HIGH -
aiHH -

1. LEV LOW [EEER (CC) H=(HF » A E/maE(E - EEEM (CR)
2% BERAEMEHZEE - EEEE CV) E'—t_tﬂd‘ B B RS
g -

2. LBV 1EEERENRR > AeErEREE - B EEARE - BetEirE
FHEEME - [EE BRI AeEr EEREE -

3. 3340F/G Series LEV [&%E & LEV HIGH

[STATe : ] DYNamic {SP}{ON | OFF}
&3t 1 [STATe : ] DYNamic{SP}{ON | OFF}{ : |NL}
[STATe : ] DYNamic ? {: |NL}
R« BRENGEHE s B Re s AFRe aE, -
5 -
1. DYNON %7€ REhf& (DYNAMIC )£ -
2. DYN OFF 3iE B#FHE (STATIC) & -

[ STATe : ]CLR
F&E : [STATe : ] CLR{ ; |NL}
A% B E R TR A i A SE R s -

B ¢ IhdrS BERR PROT K ERR EffFgsN% > #{T1& PROT K ERR EffFss N
A R0

[STATe : ] ERRor
&3 1 [STATe : JERRor 2 { : |NL)
i - EERIFEHESH EI’J%%SME** °
0
1. ERR ? :BEIFERE{FES ( ERR ) HYARRE - NRERUASESHIRREMNI T e BIFE
s -
2. ERR JREEEF{FE3M0ERR > WTLUER CLR @457 ERR JIREEE{FE8 5
0 .
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Bit7 Bit6 Bit5 Bit4 Bit3 Bit2 Bitl BitO
3 2 1 0

7 6 5 4

— CHI &4t

T IETERIHERE

%% 4-11 ERR jRAEET{FEE

iyt 0 : CHI &4 $Hzrah(E
BEALTCHSEEE B RPN -
fiLyt 4 * NIEHERVER(E
BEALTEROE R "1 - TR ZEE R E]— (A IEHEAER(E -
iyt 5 AIEHERTET S
BEALTCRERE By 1" TR AU E— (& IEREAY A< -

TIEERa <

bit 0~3 0 = Off, 1 = Triggered CHI1zs4 880
bit 4 0 = Off, 1 = Triggered N IEREAVIRIE
bit 5 0 = Off, 1 = Triggered RNIEHER 4
[STATe : ING?
&0 1 [STATe : ING 2 {: INL}
& - ERERFHERSAN NG 5 -
SHEH NG ? FE[EING WAREEFERIE » “0"For NG ( NO GOOD ) HEmEEm - “I"Fomn
NG fERGEEESE -
[STATe : ] PROTect ?
&% © [STATe : ]PROTect ? { : INL}
& - TR E AR S A IRELE -
AR
1. PROT ? :E[al &k HAIAIEREIREE > “1I"RE84: OPP » “4"Fm#E4 OVP >
“QFIREFEOCP » T RERIHIRTERAENL T E FERS
2. PROT JREEEIFEsrV/ERR - AIDAEA) CLR s PROT JRREEIRAEE T+
BERRR0" -
Bit7 Bit6 Bit5 Bit4 Bit3 Bit2 Bitl Bit0
7 6 5 4 3 2 1 0
s l8(0PP)
———  BBEREOTP)
HETEIEE(OVP)
4T {756(OCP)
fir 7T fireiE st
bit 0 0 = Off, 1 = Triggered HEIRLEE(OPP)
bit 1 0 = Off, 1 = Triggered RS ReE (OTP)
bit 2 0 = Off, 1 = Triggered B IRE (OVP)
bit 3 0 = Off, 1 = Triggered BT fre& (OCP)

Z% 4-12 PROT JRAEEHET {785
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[STATe : ] CCR {AUTO|R2}

#3t © [STATe : ] CCR {AUTO|R2}{ ; INL)

FH#& © #ECC MODE RANGE 5#8HIRANGE IIZhaE

HEH © BREAFAUTO RANGE & HEHYJHARANGE f&fir

e EETEE] RANGE II & RANGE #E{rs%EfE RANGEII -

[STATe : ] NGENABLE {ON | OFF}

&3t © [STATe : ] NGABLE {ON|OFF} { ; |NL}

i 5%E NG HErThse & &F 16

A ¢ BEFE ON RIBEAHFLEsiT NG HErTheEE - #5%EfE OFF B4R EifT NG
HIERTHRE -

[STATe : ] POLAR {POS | NEG}

#3t © [STATe : ] POLAR {POS|NEG} { ; INL}

% - B BRI M S SR

SREH ¢ B E BRI NMERME POS RFAME - NEG (KFEMRIEMEL

[STATe : ] START

&3t © [STATe : JSTART { : |NL}

Flik © dpo A sBaH s TR

sRBH ¢ apS B B A TR - BEEAR IS TEST CONFIG(TCONFIG) #%7E 2 M
alTE H RS EE TR -

[STATe : ] STOP

&3 1 [STATe : ]STOP {;|NL}
FH#R © apo EakiFgH iz HES
SHH - an S B EMEAHIE EHIE -

[STATe : ] TESTING?

#= © [STATe : ] TESTING? {;INL}

Rk« EE pTE A R S EUIREE

SRBH - A E ATEA R S IR HIEUIRES » [OIE[E 17 AFBEAEERTHE - 70" 5%

A HE E AR -
&1 : START
TESTING?
NG?
STOP

4.6.4.SYSTEM S NIEHUSAEAT B 1~ S sk iR AR

[SYStem : ] RECall {SP} m {, n}
F&2L 0 [ SYStem : ] RECall{ SP Jm{ ,n }{;
Fiik RPN ER RS by & dEkikeE -
siBH ¢ Hhan< AR R R EFGRREE R » m(STATE)=1~10 > n(BANK)=1~15 « Z15
B RIEAE By At 250 - AEREFSEn - BANK BRE2E 3302G PR Ay BANK -
FFl : RECALL 2> 15 FEOUGCIEAEHRAYEE 2405515 BANK & #EiRAEE L -
REC 3 FEIUECIERE VSR A EGIREE R - W ERiIBI4H F3310F/G ~ 3330F -
3340F/G ~ 33401F/G£518% » BANK BkE7R 3302G FrEdriy BANK -

NL}
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[SYStem : ] STORe{SP}m{,n}

#&3t : [SYStem : ] STORe{SPYm{,n}{ ; |NL)

Fi& : Rt aEiRER R RS -

ShBH ¢ ItEr S BT EEEEGREZFIECIER T » m(STATE)=1~10 > n(BANK)=1~15 - WI5HEHi
TE4H F53310F/G ~ 3330F ~ 3340F/G Z&F1BF > BBEFF5En » BANK BR30 A 3302G Fr#RHY
BANK -

EH - STORE 2 15 fFREEEGRERECERS 2 405 15 BANK # STOR 3 fFf#E&
HOREEFECIREE S 3 4 > W EFIELL A 3310F/G ~ 3330F ~ 3340F/G ~ 33401F/G
25105 » BANK B30E 3302G FrEdHY BANK -

331XF/G 333XF 334XF/G 3340XF/G
BANK(n) 15 15 15 15
STATE(m) 10 10 10 10
TOTAL STATE 150 150 150 150

[SYStem : ]NAME ?

=0 [SYStem : ] NAME? {; INL}

F#R - GEHUE FIE T E#E 4R ST -

s Bhan BB ATE T AR ETE > WRE RN ALY - IR E R TR &
“‘NULL" ; @S ERIZeas T4 - R e s DL~ 255 -

MODEL

3310F | 3310G | 3330F | 3340F | 33401F | 3341G | 33401G
3311F | 3311G [ 3332F | 3341F 3342G | 33402G
3312F | 3312G | 3336F | 3342F 3343G | 33403G
3314F | 3314G 3345G
3315F | 3315G 3346G

3316G

3318G

T 4-13 BRIRIIGRSER

[SYStem : ] *RST

43t  [SYStem : ] *RST {;|NL)

FHIR © 52 330X FHEAE B2 B Btk

SREH ¢ Hban S ERER30XFHIE DRTE E T EEEE R

[SYStem : ] REMOTE

% 1 [SYStem : ] REMOTE {;|NL}

Flik © dpot%esi#E A REMOTE JRRE (RS232/USB/LAN HH4)
SBH ¢ fE[EFT RS232/USB/LAN #2HIMESRT AN T thd S -
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[SYStem : ] LOCAL
2t [SYStem : ]
Fig o issumny REMOTE JREE (RS232/USB/LAN E
E0EH © AR&E T RS232/USB/LAN #EHIMESSIE/E a2 -

4.6.5.MEASURE HI& & F &= & pi =R BRI E A E

MEASure : CURRent ?

&= * MEASure : CURRent ? {;
i - SEHVERTE T EENER -

sBH « REE S (L PEI R RAVEEE - AL RS (A) -

MEASure : VOLTage ?

43t : MEASure : VOLTage ? {;|NL)

FH#  EHVE RIE TR EE -

SREA ¢ Bl 5 FETEEERERAVEEE - B AR (V) e

MEASure : POWer ?

#&3t : MEASure : POWer ? { 5 |NL}

R : EEE RTE A EAY I -

SAEA B8R S (PR FURRAVEEE - B ELRF (W) -

MEAS : VC?
K& 1 MEAS : VC 2 (: INL)
AR SEEE IR T A E R E R -

<L)

EEH ¢ HE[OIEORIE T Rt A Y A R B, A E B E R -
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fg%— ~ 3310F/G %% GPIB FE=&f

C sESE=HE
/* Link this program with appropriate *cib*.obj. */

/* This application program is written in TURBO C 2.0 for the IBM PC-AT compatible. The National Instruments
Cooperation (NIC) Model PC-2A board provides the interface between the PC-AT and a PRODIGIT MPAL
ELECTRONIC LOAD. The appropriate *cib*.obj file 1s required in each program to properly link the NIC board to C
LANGUAGE. and include the <decl.h.> HEADER FILE to C LANGUAGE. */

#include <stdio.h>

#include <dos.h>

#include <math.h>

#include "decl.h"/* NI GPIB CARD HEADER FILE */

main()
{
char ouster[20],rdbuf[15],spec[10];
nt 1,ch,load;
/* Assign unique identifier to the device "dev5" and store in variable load. check for error. ibfind error = negative
value returned. */
if((load = ibfind("dev5")) < 0)/* Device variable name is load  */
{ /* GPIB addressis 5 */
printf("\r*** INTERFACE ERROR ! ***\a\n");
printf("\r\nError routine to notify that ibfind failed.\n");
printf("\r\nCheck software configuration.\n");
exit(1);
}
/*  Clear the device */
if((bclr(load)) & ERR);
{
printf("INTERFACE ERROR !\a");
exit(1);

}
clrscr();
/* Clear load error register */

ibwrt(load,"CLR",3);

ibwrt( load,"NAME?",5); /*  Get the 3310G series module load specification */
delay(100);

strset(rdbuf,\0"); /*  Clear rdbuf string buffer */

strset(spec,\0"); /*  Clear spec string buffer */

ibrd(load,spec,20);

if (spec[3] =='9")
printf("\n 3302G series specification error !");
/*  Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load. */
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/%

/%

1bwrt( load,"chan 1;pres off;curr:low 0.0;curr:high 1.0;load on ",43);
ibwrt( load,"meas:curr ?",10);

delay(100);

Get the load actially sink current from the load */

1ibrd( load,rdbuf,20);

gotolocal. */

ibloc(load);
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BASICA zES 2= G
LOAD DECL.BAS using BASICA MERGE command.

100 REM You must merge this code with DECL.BAS
105 REM

110 REM Assign a unique identifier to the device "dev5" and store it in variable load%.
125 REM

130 udname$ = "dev5"

140 CALL ibfind (udname$,load%)

145 REM

150 REM Check for error on ibfind call

155 REM

160 IF load% < 0 THEN GOTO 2000

165 REM

170 REM Clear the device

175 REM

180 CALL 1bclr (load%)

185 REM

190 REM Get the 3310F series module load specification
195 REM

200 wrt$ = "NAME?" : CALL ibwrt(load%,wrt$)
210 1d$ = space$(20) : CALL ibrd(load%,rd$)
215 REM

220 REM Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load.
225 REM

230 wrt$ = "chan 1;pres off;curr:low 0.0;curr:high 1.0;load on"
240 CALL ibwrt(load%,wrt$)

245 REM

250 REM Get the load actially sink current from the load

255 REM

260 wrt$ = "meas:curr?" : CALL ibwrt(load%,wrt$)

270 rd$ = space$(20) : CALL ibrd(load%,rd$)
275 REM

280 REM Go to local

285 REM

290 CALL ibloc(load%)

2000 REM Error routine to notify that ibfind failed.
2010 REM Check software configuration.
2020 PRINT "ibfind error !" : STOP
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gk — ~ 3302G USB 5 FsRER
1.22#5USB DRIVER - #h{7T¢hE = USB\SETUP\ H$: N “PL-2303 Driver Installer.exe”

InstallShield Wizard | X| |

Welcome to the InstallShield Wizard for PL-2303
USB-to-Serial

The InstaliShield® Wizard will install PL-2303 USB-to-Serial
on your computer. To continue, click Next.

Cancel

InstallShield Wizard

InstallShield Wizard Complete

InstallShield already successtully to installed PL-2303
USB-to-Serial driver. Please press [Finish] button to close and
out of InstallShield.

If you have been plugged cable on PC before run this setup,
please unplug and then plug cable again for system detect this
device!

ik [CFemR]  Conesl
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2. ZHESERR P USB P 3302G K PC - Ll PC Z&{EF@ I USB to Serial
Port(COM3) » ¥ BAUD-RATE 2%/ 115200bps » Flow control %%y Hardware » 2 B[ E] {5
COM3 #&fze] 3302G »

System Properties k4 E3

General Device Manager 'Hadwae Profiles | Performance |

& View devices by type " View devices by connection

&3] @ Display adapters ;I
i+ 524 Floppy disk controllers
[+ =% Hard disk controllers
+- &8 Keyboard
= g Monitors
F-) Mouse
[+ B9 Network adapters
= J Ports (COM & LPT)
J Communications Port (COM1)
Fy' Communications Port (COM2)
: ‘,_\} Prnter Port (LPT1)
B8 LISE to Serial Port ([COM3)

= & Saund video and game controllers

= System devices

53 Universal Serial Bus controllers

= Uriversal Serial Bus controllers —
Properties ' Refresh I Remove I Print... I

Prolific USB-to-Serial Comna Port (COM3) Properkie: el |

General Port Settings I Diriwer I

Bits per second: [ 115200 =]
Databits: [5 =l
Earity: |Mone =l

Stop bits: [1 =l

Eloww control: | [T EETE

Advanced. .. Bestore Defaults I

Ok I Cancel
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ffg%k = ~ 3302G LAN fEEFHEREH

—. R 3302G #£ LEEJE, B2 CAEERAR, SEESARS—Imam iR T HUB fedRes L

= FFETIERE FLAN H 3% FETMEXE, @HBRAT# « £ A LS, s FEST =
S, SO S B S ER AL

&Eﬂi&m&t Manager _|_|- | EI
View Config
IP Address Subnet Hask HMAC Address Device ID

192 _168_16.123 255 _ 255 _A.4 A8-81-3D-7B-5F-F5

Devices detected I 1

=. EE EEERH AT NEIVEE, SEREGEEY Config THY SetlP Address, & H{FRUI NEH -

set I[P Address

IP Address  [[EENITNIRER
Subnet Mask [255,255.0.0 Cancel |

VU, 3Ea5eE — o] FHAY4EES TP Address Kz Subnet Mask. (MTERIRI4EE A\ B VS IERE 0] F 2 48583 E (H)
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Ti. 55EEH%HY Setup Device, & HIRL1 M.

Controller Setup

DHCP client

Socket port of HTTP setup 80

Socket port of serial 'O 4001 | TCP Server «
Socket port of digital /O 5001 | TCP Server

Destmation IP address / socket port 0.0.0.0
(TCP client and UDP)
Connection v

TP sockt e fncon i) [ |

Senial I/O settings (baud rate, parity, - : :
data bits, stop bits) 115200 %[N v |8 v|1

Interface of senal /O RS 232 (RTSICTS) v

Pt ol O

Report device ID when connected _
[ I

7. EAE AERH ZBOE(E

L.

— = O 00 1 O\ Lt &~ LW B

— = e e
SN W

IP Address : 49 IP firik

Subnet Mask : T-48p&4 e

Gateway Address : [BEirhE

Network link speed : 4R&HLRHAR, FHa R AUTO

DHCP client : B/%E IP 5%, THzx{H £ Enable.

Socket port of HTTP setup : FHz% Ay 80, HEFEELIE

Socket port of serial I/O : EE&%E & 4001 » TCP Server

Socket port of digital I/O : &% 7E £ 5001 » TCP Server

Destination IP address / socket port (TCP client and UDP) Connection ; &%

TCP socket inactive timeout(minutes) : 5% 7E N Sr #1449 ET4 » 35 E 0 K RNET4LE -

Serial I/O settings (baud rate, parity, data, bits, stop bits) :
S A115200,N, 8, 1

Interface of serial /O : [EE R RS232 (RTS/ CTS)
Packet mode of serial input : TH&%{E Disable JEFE G E
Device ID : THEXH 5, #EFEELE

Report device ID when connected © fEZE % E

2oz HE

Setup password : FJ 5% AL, HERMEERTE
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Fg%Pd ~ 3300G/3302G/3305G Mainframe Auto. Sequ function provide EDIT,
ENTER, EXIT, TEST and STORE 5 keys operation.

Edit mode

1. Set mode, Range, current level --- Load Setting and Load ON
2. Press STORE key to store the load setting in memory bank
3. Repeat 1~2, for the sequence load setting.

4. Press EDIT key of 3300F mainframe.

5. Press 1~9 number key program number.

6. Press BANK up/down key to select memory bank.

7. Press STATE up/down key to select memory state.

8. Press ENTER to next step.

9. Repeat 6~8 to edit Step of sequence

10. Press STORE to confirm the step

11. LCD shows “REP.” to setting repeat count.

12. Press up/down key to set repeat count of sequence loop.
13. Press STORE to confirm the sequence edit.

Test mode
1. Press TEST key of 3300F mainframe,

2. Press 1~9 number to select sequence number
3. Press ENTER to execution the sequence
4. The LCD shows “PASS” or “FAIL” after testing.

Example Sequence
In this example, we will create a program based on following Figure.
The program executes stens 1 to 8 on seauence.

Step ExecutionTime

o
‘1 n A B
Q
=2
15
=
-E' 5 Pﬁ E— B
]
5
2
1A — —
0A 11213 14 15 6 7 8
Sequence Number Step Number Current Value Execution Time(T1+T2)
3 1 1A 200mS
3 2 S5A 200mS
3 3 1A 400mS
3 4 S5A 400mS
3 5 1A 200mS
3 6 10A 200mS
3 7 1A 200mS
3 8 0A 200mS
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Creatmg the program
Setting the Load current level and store to bank 3 state 1~8

2. Set the operation mode
Press the mode key to CC mode.
3. Set the range
Press RANGE key to force range 2
Press Load ON

Set the current value as step 1~8 and store to memory bank 3 state 1~8
Press EDIT key of 3302G mainframe

Press sequence number 3 to edit the sequence

Press up/down key to memory bank 3 and state 1
Press ENTER key to confirm the sequence memory
10. Press up/down key to setting execution time(T1+ T2)
11. Press ENTER key to confirm the sequence step

12. Repeat 7~10 to setting step 1~8

13. Press STORE key to confirm step 1~8

14. Press up/down key to 1 to repeat one time (initial).
Press STORE key to confirm the repeat count.

O 0 =N o

Testing Waveform

Tek . b Pos: 930,0ms
+

M 250rms
25—%ep-08 0317
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M8% 7 Short, OPP and OCP JHIEREIH

BN RS TEE] Short ,OVPRIOCP, 41 N Fw

SHORT Hls
SCE ] > 5 ETCONFIG SHORT » s e R BRI HIS00ms - FagaMlEShort, » sHRE A HEGESR 1
TEAEREL - 0 0 HE5E S ) o 2 i Short st

REMOTE ( Set Remote )
TCONFIG SHORT (Set SHORT test function )
STIME 500 ( Sets short time to 500ms time)*
START ( Start SHORT testing )
TESTING? ( Ask Testing? 1 : Testing » 0 * Testing End )
STOP ( Stop SHORT testing )
*1£ 500 1s replaced with O the short test 1s continuous until STOP command
OPPHIER

S EIRPER] - 3 ETCONFIG OPP - 3 ERMATHRIREIW - MEERIIE 1A « AR TR RSA
2E OPP B AHHE06Y » ST NIRA0A » SUEDIR FIRASA » SUFBICCE: | NIRTIRIE B
A OPP AR M5 | ¢ EAEME, - 0 JSL5E8) - SR OPP Dokl - BEIE I,

REMOTE ( Set Remote )

TCONFIG OPP (Set OCP test )

OPP:START 3 ( Set start load watt 3W )

OPP:STEP 1 ( Set step load watt 1W )

OPP:STOP 5 ( Set stop load watt SW )

VTH 0.6 (Set OPP VTH 0.6V )

WL 0 (Set watt low limit OW )

WH 5 ( Set watt high limit SW )

NGENABLE ON (Set NG Enable ON )

START ( Start OPP testing )

TESTING? ( Ask Testing? 1 * Testing * 0 * Testing End )
NG? ( Ask PASS/FAIL? » 0 : PASS » 1 : FAIL)
OPP? ( Ask OPP watt value )

STOP ( Stop OPP testing )

OCP:HIz

?ﬁi%ﬂﬁﬁﬂrﬁﬂ ’ %ﬁiTCQNFIG OCP - Eﬁﬁfﬁﬁé%ﬁ% x_!”:';3A ’ EﬁﬁUZ%ﬁFaﬁﬁﬁéﬁfﬁ%lA B EATE IENZEEE
)ﬁ?%SA ’ %ﬁﬁ\ OCP DZ%QE’:E&%EEEE‘\Oﬁ\/  BXEE PR A0A » 5% E &R _EIEASA » gﬁﬁ?@?ﬂtbﬁiﬁfﬁﬁ
E,Ejféﬁ  BEgEHIEL OCP T2 HEsE S 1 IREMIE - 0« HEA528 ) - 59 OCP EREUH » 1#1k
HIER

REMOTE ( Set Remote )

TCONFIG OCP (Set OCP test )

OCP:START 3 ( Set start load current 3A )

OCP:STEP 1 (Set step load current 1A )

OCP:STOP 5 (Set stop load current 5A )

VTH 0.6 (Set OCP VTH 0.6V )

ILO (Set current low limit 0A )

HS5 ( Set current high limit 5A)

NGENABLE ON (Set NG Enable ON)

START (Start OCP testing )

TESTING? (Ask Testing? 1 : Testing * 0 : Testing End )
NG? ( Ask PASS/FAIL? » 0 : PASS » 1 : FAIL)
OCP? ( Ask OCP current value )

STOP ( Stop OCP testing )
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	第一章、簡介
	Model 3302G 電子負載機框乃是為了 3310F/G、3330F、3340F/G、33401F/G系列抽取式電子負載模組而設計的 1 組控制機框，可滿足 1 組輸出的電源供應器測試。目前本公司產生的 3310F/G、 3330F 、3340F/G、 33401F/G 系列抽取式電子負載模組的簡單規格如表 1-1 所示，詳細規格請參考各系列電子負載使用手冊，或與本公司營業部聯絡取得詳細資料。
	表 1-1 3310F/G、3330F、3340F/G、33401F/G 系列簡單規格表
	1.1  特性

	Model 3302G 是一個操作簡單、價格經濟型的 1 組電子負載機框，包含下列特性：
	1.1.1 電子負載模組採用可抽取式設計，方便更換不同規格之電子負載模組，並且能識別模組的型號。
	1.1.2 可任意使用組合安裝 3310F/G、3330F、3340F/G、33401F/G 系列抽取是電子負載模組。
	1.1.3 對於 3310F/G、3330F、3341F/G、33401F/G 系列電子負載模組，3302G 可儲存/呼叫 10 種電子負載狀態設定項目，且有 15個 BANK，共有 150 種電子負載狀態設定。
	1.1.4 具有單機自動測試功能。
	1.1.5 具有 RS232/GPIB/USB/LAN (選用) 界面功能，可連接 PC，NOTE BOOK PC 等作自動測試。
	1.1.6 對機框內部散熱風扇採用智慧型控制，節約能源。
	1.2 標準配備
	1.2.1 Model 3302G 主機  1 台
	1.2.2 BNC-BNC 電纜線，長度 1 米  1 條
	1.2.3 Model 3302G 使用手冊           1 本
	1.2.4 三端式電源線                    1 條

	1.3 選用配備
	1.3.1.  GPIB+RS232 介面
	1.3.2.  RS232 介面
	1.3.3.  GPIB 介面
	1.3.4.  USB 介面 + USB DRIVER CD。
	1.3.5.  LAN 介面 + LAN DRIVER CD。
	1.3.6.  遙控器9933
	1.3.7.  GPIB 纜線長度 1 米。
	1.3.8.  GPIB 纜線長度 2 米。
	1.3.9.  USB TYPE A to TYPE B 連接電纜線長度 1.8 米。

	1.4 規格

	表 1-2  3302G 規格表
	第二章、安裝
	2.1 安裝前的準備

	3302G 電子負載機框於出貨前都己經過嚴密的品質檢驗，如果機框於運輸過程遭受損壞時，請您就近聯絡博計電子的經銷商或直接與本公司營業部聯絡。
	2.2 電源的設定與檢查

	3302G 電子負載機框可以工作於交流電源 100 / 115V 及 200 / 230V，工作電壓標示於後面板電源輸入端附近，使用前請先確定標示的工作電壓與您的使用電壓是否相同，如果您的使用電壓與 3302G 電子負載機框所標示的工作電壓不同時，請依照以下的步驟重新設定工作電壓。
	2.2.1 關閉 3302G 電子負載機框前面板之電源開關 ( 0 的位置)。
	2.2.2 設定開關位於機框後面板上，請參考圖 2 - 1 設定正確的工作電壓，電壓的設定說明如
	下：

	a.設定開關到 115V 位置即設定使用電壓為 100 / 115 V。
	b.設定開關到 230V 位置即設定使用電壓為 200 / 230 V。
	※ 100 及 200 伏特為日本之電源規格，僅提供給日本地區選配使用。
	圖 2-1 電源設定圖
	2.3 保險絲的更換

	本產品更換電源保險絲請按照如下程序更換
	2.3.1 確認保險絲的安裝是否正確，如果必要時，請一併更換正確的保險絲，以標準品如圖2-2
	所示100V/115V使用規格為T1A/250V (5*20mm)，200V/230V使用規格為T0.5A/250V
	(5*20mm)。
	2.3.2 保險絲座位於交流電源插座下方，檢視保險絲前務必先拔除電源線，以避免電擊的危
	險，取出保險絲座時，圖 2 - 2 所示可以使用一把較小的平頭螺絲起子，換上如表 1 - 2
	所示正確規格的保險絲。
	2.3.3 置回保險絲座，插上電源線後即可。

	圖 2-2 保險絲座
	2.4  接地需求

	保險絲座位於交流電源插座下方，檢視保險絲前務必先拔除電源線
	避免火災或是電擊，這產品內使用的保險絲所使用的地區的區域內有安全標準。
	任何使用的不正確保險絲或者短路保險絲座，將極端危險並且將被嚴格禁止。
	・ 更換保險絲之前，如有異常氣味或者異常的噪音請立即停止使用並且要求維修。
	T1A/250V (5*20mm)
	T0.5A/250V (5*20mm)
	電擊危險
	為了避免機殼因漏電時而造成危險，電子負載強烈要求使用三端式的電源線，並且電源配線接地皆需正確和完整。
	2.5 環境需求

	為了保持 3302G 電子負載機框可以正常地操作，建議操作環境的溫度應位於攝氏 0℃～40℃ 之間，最佳的工作環境溫度為攝氏 25℃±5℃。
	2.6 維修及校正服務

	如果 3302G 電子負載機框故障或需要校正時，請於機框上貼上標示有所有人 ( 公司行號部門人員 ) 的標籤，並指明為校正服務或者維修服務，然後通知博計電子的經銷商或者直接與本公司聯絡。
	2.7 清潔方式

	使用一塊柔軟或者潮濕的布清潔本產品。
	2.8  接觸靜電敏感元件時請採取適當預防措施

	在你清潔產品之前，請將本產品電源關掉和拔下電源插頭。
	・請不要使用能改變這個苯或丙酮那樣的塑膠的性質的任何有機溶劑。
	・請注意任何液體不可滲入本產品。
	類比輸入訊號為ESD（靜電放電）敏感裝置，高達4000 V的靜電荷易積聚於人體及測試設備，並在未察覺情形下放電。
	儘管具備專門的 ESD 保護電路，但遭受高靜電放電的設備可能會發生永久性損壞，因此建議採取適當的ESD預防措施以避免性能降低或功能受損。
	2.9 開機

	● 開機確認
	2.9.1. 關閉 3302G系列電源開關。
	2.9.2. 確認電源線是否正確連接。
	2.9.3. 確認 3302G 系列負載輸入端沒有連接任何輸入。
	2.9.4. 打開 3302G 系列的電源。
	2.10  GPIB & RS232 介面功能

	2.10.1. GPIB+RS232 連接器位於 3302G 電子負載機框的後面板，用於連接GPIB控制
	器( CONTROLLER ) 或 RS232 通訊埠。
	2.10.2. GPIB 及 RS232 介面同一時間僅可使用一種，若要更換介面時必須重新開機。
	2.10.3. GPIB 連線時有二點較為重要的限制如後所述：
	2.10.3.1 包含 GPIB 控制器 ( CONTROLLER ) 在內，所有裝置不能超過 15 台。
	2.10.3.2 GPIB 連接器電纜線長度最長為 2 米，裝置連線後其總長不可超出 20 米。
	2.10.4. RS232 母座 (FEMALE) 連接裝置於背面板上，此連接裝置與電腦 RS232 連接埠以一
	對一的方式連接。(注意：不可以僅使用2線式，詳細說明如4-3說明)
	2.10.5. GPIB 位址可以經由前面板設定，按 “SYSTEM” 可顯示出 GPIB 位址，按上下鍵可以
	選擇 GPIB 位址，按 “ENTER” 跳出 GPIB 位址選擇模式。
	2.10.6. 3302G 電子負載機框提供了一個 RS232 母座 ( FEMALE ) 連接裝置於背面板上，此
	連接裝置與電腦RS232 連接埠以一對一的方式連接，RS232 BAUD-RATE 可由前面板
	設定，按 “SYSTEM” 顯示出 GPIB 位址，再按一次“SYSTEM” 顯示出 BAUD-
	RATE，按上下鍵可以設定 BAUD-RATE，按 “ENTER” 跳出 GPIB & BAUD-RATE 設
	定模式。
	圖 2-3 3302G GPIB & RS232 連接埠圖
	2.11  RS232 介面功能

	3302G 電子負載機框提供了一個 RS232 母座 ( FEMALE ) 連接裝置於背面板上，此連接裝置與電腦RS232 連接埠以一對一的方式連接，RS232 BAUD-RATE 可由前面板設定，按 “SYSTEM” 顯示出 GPIB 位址，再按一次“SYSTEM” 顯示出 BAUD-RATE，按上下鍵可以設定 BAUD-RATE，按 “ENTER” 跳出 GPIB & BAUD-RATE 設定模式。
	圖 2-4 3302G RS232 連接埠圖
	2.12  GPIB介面功能

	2.12.1. GPIB 連接器位於 3302G 電子負載機框的後面板，用於連接 GPIB 控制器
	( CONTROLLER )。
	2.12.2. GPIB 連線時有二點較為重要的限制如後所述：
	2.12.2.1 包含 GPIB 控制器 ( CONTROLLER ) 在內，所有裝置不能超過 15 台。
	2.12.2.2 GPIB 連接器電纜線長度最長為 2 米，裝置連線後其總長不可超出 20 米。
	2.12.3. RS232 母座 (FEMALE) 連接裝置於背面板上，此連接裝置與電腦 RS232 連接埠以一
	對一的方式連接。(注意：不可以僅使用2線式，詳細說明如4-3說明)
	2.12.4. GPIB 位址可以經由前面板設定，按 “SYSTEM” 可顯示出 GPIB 位址，按上下鍵可以
	選擇 GPIB 位址，按 “ENTER” 跳出 GPIB 位址選擇模式。
	圖 2-5 3302G GPIB 連接埠圖
	2.13  USB 介面功能

	3302G電子負載機框提供了一個可以連接USB連接埠於後面板上，使用說明請參考附錄二。
	USB卡晶片PL2303TA僅支援Win10〈含〉以下作業系統
	圖 2-6 3302G USB 連接埠圖
	2.14  LAN 介面功能

	3302G 電子負載機框提供了一個可以連接LAN連接埠於後面板上，使用說明請參考附錄三。
	圖 2-7 3302G LAN 連接埠
	2.15  遙控器功能

	3302G 電子負載機框提供了個可以連接 Model 9933 遙控器可連接埠於後面板上。
	圖 2-8 3302G 遙控器連接埠圖
	2.16  遙控裝置

	3302G 電子負載機框提供了個可以連接 Model 9933 遙控器可連接埠於後面板上，I/P 及 O/P
	連接埠為一般的 15 Pin 公座連接埠，I/P  埠與前面版的按鍵連接，用以使用 Model 9933 遙
	控器，取代 3302G 前面板的 Recall 1~10按鍵及 NG 指示燈。
	註1: O/P 為一組 NG TTL 高準位信號輸出(High level active) 。
	註2: 3302G/3305G 無LOAD鍵功能。
	圖 2-9 9933 遙控器連接埠圖
	2.17  類比信號設定輸入介面

	圖 2-10 3302G 類比信號設定輸入介面
	於 3302G 機框的背板上有 3310F/G、3340F/G系列電子負載之類比信號設定輸入BNC連接器， 以控制負載電流之大小，即負載電流隨類比信號之大小呈一正比之關係，於固定電流模式時，若欲模擬的負載電流波形超過 3310F/G、3340F/G系列電子負載內之動態負載設定範圍時，便可運用此一類比信號輸入以模擬出欲測試之負載電流波形，實際測試時，可使用一任意波形產生器之輸出連接往欲測試負載之 Analog Programming input BNC連接器，在固定電流模式下， 0V 到 10V 的...
	類比輸入訊號可以是單獨設定或是與 GPIB、RS232 或前面板之設定值相加，亦即一般實用狀況 下以任意信號產生器之輸出接於 Analog Programming input 後，可用 3310F/G、3340F/G系列電子負載上的設定如 GPIB，RS232 或前面板設定等來作為抵補值 (offset) 之用與輸入訊號相加之功能。 圖 2-11 說明 Analog Programming signal (4Vac，500Hz) 與 3311F/G 電子負載模組所設定的 24A 負載電流相加的情況。
	註:333XF 和 33401F/G 無類比信號設定功能
	圖 2-11 負載電流之類比設定輸入
	第三章、操作說明
	3302G 電子負載機框前面板圖，如圖 3 - 1 所示。
	圖 3-1 3302G 前面板圖
	圖 3-2 3302G 側面圖
	圖 3-3 3302G 後面版圖
	3.1 電源開關

	在接上電源線之前，請先確定使用電壓與本機所使用的電壓是否相符。
	當電源開關切換到〝1〞( ON ) 時，3302G 電子負載機框及 3310F/G、3330F、3340F/G 、
	33401F/G 系列電子負載模組即能正常地工作，3302G 電子負載機框開機時的狀態如下說明。
	3.1.1 3302G 打開電源，LCD 會全亮後顯示程式版本，然後顯示 “Nor.” 代表 Normal 狀態。
	3.1.2 風扇會隨著裝上的模組，風速有所不同：
	3310F/G、3330F、3340F/G、33401F/G系列以慢速運轉 ( 未吃載 )；若未裝入電子負載模組則相對風扇會停止，達到省電功能。
	3.1.3 3302G具備智慧型風扇功能, 當未裝置負載模組時, 風扇不會運轉, 當安裝有負載時, 將隨電子負載拉載大小自動調節風量。
	3.2 LCD

	LCD 顯示 3302G 目前之狀態，詳細說明如下：
	3.2.1. REMOTE 狀態顯示：當 PC 透過 GPIB/RS232/USB/LAN 控制 3302G 時，此 “REM”
	會亮起代表 3302G 現在是在 REMOTE 狀態，在 REMOTE 狀態下 3302G 所有按鍵
	(“LOCAL” 鍵除外)皆無效。
	3.2.2. GPIB 狀態顯示：代表 3302G 現在所裝置之界面卡為 GPIB界面，開機時 “，當 PC
	透過 GPIB 控制 3302G 時，“GPIB” 會亮起。
	3.2.3. RS232 狀態顯示：代表 3302G 現在所裝置之界面卡為 RS232 界面，開機時 “當 PC
	透過 RS232 控制RS232” 會亮起。
	3.2.4. USB 狀態顯示：代表 3302G 現在所裝置之界面卡為 USB 界面。
	3.2.5. LAN 狀態顯示：代表 3302G 現在所裝置之界面卡為 LAN 界面。
	3.2.6. 3302G 狀態顯示：顯示 3302G 目前狀態及各項設定值之顯示，開機時顯示 ”Nor.” 代
	表正常狀態。
	3.2.7. T1/BANK 顯示：有二種功能，一為顯示 AUTO SEQUENCE 設定時之T1(TEST TIME)
	設定值，一為顯示 RECALL/STORE 之 BANK 值。
	3.2.8. T2/BANK 顯示：有二種功能，一為顯示 AUTO SEQUENCE 設定時之T2(DELAY TIME)
	設定值，一為顯示 RECALL/STORE 之 STATE 值。
	3.2.9. T1/BABK 及 T2/STATE 調整(UP/DOWN)之按鍵。
	3.3 按鍵
	3.3.1. AUTO SEQUENCE 編輯設定及測試之按鍵。
	3.3.2. ”1~10” 按鍵：AUTO SEQUENCE 編輯設定、測試及 RECALL/STORE 之按鍵。
	3.3.3. SYSTEM：設定系統參數，可設定 GPIB 位址、RS232 BAUD-RATE、蜂鳴器之
	ON/OFF。
	3.3.4. LOCAL：當 3302G 在 REMOTE 狀態時，可按此鍵使 3302G 離開 REMOTE 狀態。
	3.3.5. STORE：儲存 LOAD 狀態、WAKE-UP 時之 LOAD 狀態及AUTO SEQUENCE 設定
	值。
	3.3.6. WAKE UP：可設定開機自動呼叫預設電子負載之狀態。

	3.4 操作說明

	3.4.1. 設定系統參數
	設定 GPIB 位址、RS232 BAUD-RATE、蜂鳴器之 ON/OFF
	3.4.1.1. 設定 GPIB 位址：首先按 SYSTEM 鍵，此時 LCD 會顯示 “Ad-01~Ad30”， 共有
	GPIB30個位址，按 UP、DOWN 鍵調整GPIB 位址，然後按 ENTER 或STORE 鍵，
	3302G 即會儲存 GPIB 位址值，按 EXIT 鍵可離開 GPIB 位址設定狀態。
	3.4.1.2. 設定 RS232 BAUD-RATE：首先按二次 SYSTEM 鍵，此時 LCD 會顯示原先 BAUD-
	RATE設定值，按 UP、DOWN 鍵調整 BAUD-RATE 值，按 ENTER 或 STORE 鍵，
	3302G 即會儲存 BAUD-RATE 設定值，按 EXIT 鍵可離開 BAUD-RATE 設定狀態。
	3.4.1.3. 設定蜂鳴器 ON/OFF：此項是在設定自動測試(AUTO SEQUENCE)結束時，是否增加蜂
	鳴器鳴叫功能，若設定為 ON，則當自動測試結果為 PASS 時蜂鳴器會叫一聲，若測
	試結果為 FAIL 時蜂鳴器會叫二聲。設定方法：首先按 3 次 SYSTEM 鍵，此時LCD
	會顯示“bpXXX，其中 ”XXX”為 “-oN”代表 ON，”XXX” 為“oFF”代
	表 OFF，按 UP、DOWN 鍵調整，按 ENTER 或 STORE 鍵，3302G 即會儲存設定
	值。
	註：在設定系統參數時，若未按 ENTER 或 STORE 鍵，則 3302G 不會儲存變更之設定值。
	3.4.2. 儲存/呼叫 ( STORE/RECALL ) 操作
	3302G 電子負載機框前面板的功能鍵，對於3310F/G、3330F、3340F/G、33401F/G系列電子
	負載模組 3302G 可儲存/呼叫 10 種電子負載狀態(STATE)設定項目，且有 15個 BANK，
	共有 150 種電子負載狀態設定，每一個 STATE 可儲存電子負載的各種狀態及設定值。
	3.4.2.1. 儲存(STORE)功能操作步驟：
	1. 設定好電子負載的狀態及設定值。
	2. 對於 3310F/G、3330F、3340F/G、33401F/G 系列，用 UP 和 DOWN 鍵選擇將要存儲的 BANK 狀態號碼 ( 1~15 )。
	3. 按下 3302G 面板上的儲存 ( STORE ) 鍵，此時儲存件的指示燈會立即以每秒一次的速度閃爍。若欲放棄儲存時，可再按一次儲存鍵或等大約 20 秒鐘即離開儲存功能。
	4. 按下儲存鍵後，儲存功能指示燈亦開始閃爍之後，按下 STATE 1~10 任何一鍵時，
	相對地指示燈立即點亮。表示電子負載面板狀態及設定值都已經儲存至指定的記憶裝置中。儲存功能指示燈熄滅之後，表示儲存步驟已經完成。
	3.4.2.2. 呼叫(RECALL)功能操作步驟：

	對於3310F/G、3330F、3340F/G、33401F/G 系列電子負載模組，按 UP 和 DOWN 鍵選擇呼叫 BANK 狀態號碼，再按STATE 1 ～ 10 中的任何一個按鍵、按鍵指示燈即點亮、此時 3310F/G、3330F、3340F/G、33401F/G 系列電子負載模組，會從相對地記憶裝置中將資料呼叫出來，電子負載模組面板的狀態設定值即會依照呼叫出來的資料重新設定。
	3.4.3. WAKE-UP設定
	此項功能可讓 3302G 於開機時做自動呼叫 (RECALL) 動作，自動設定電子負載的狀態及設定值，可免除每次開機時皆需重覆設定之麻煩，設定方法：首先按 WAKE UP 鍵，WAKE UP 指示燈即點亮且 LCD 會顯示 ”CLEAr” 代表取消 WAKE UP 功能，”SET” 代表設定 WAKE UP 功能，按 WAKE UP 鍵可做”設定/取消”之選擇，後調整 BANK 及 STATE，再按 STORE 鍵，3302G 即會儲存設定值。亦可按 EXIT 鍵直接離開 ...
	例如: 步驟1.按WAKE UP 鍵,進入SET設定。
	步驟2.設定BANK 01及STATE 01，按STORE 鍵。
	步驟3.電源關機。
	步驟4.電源開機，將自動Recall  BANK 01， STATE 01。
	步驟5.如要清除設定值，按WAKE UP 鍵選擇CLEAr，再按 STORE 鍵即可。
	3.4.4. AUTO SEQUENCE 操作說明
	3302G 具有單機自動測試之功能，3302G 內有 9 組 ( F1 ~ F9 ) 自動測試可編輯，每組各有 16 個步驟可設定，由 BANK 及 STATE 來選擇 150 組，每個步驟內可設定 T1
	( TEST TIME ) 及 T2 ( DEALY TIME )，單位為 100 ms 範圍在 ( 0.1s ~ 9.9s )。
	3.4.4.1 編輯模式 ( EDIT ) Mode
	1. 按 EDIT 鍵，此時 EDIT 指示燈即點亮且 LCD 會顯示”FX-XX”，“FX”
	代表欲編輯之組別(F1~F9) ，按 STATE 1~9 可選擇 F1~F9，”XX” 代表測試步驟 STEP01~16 。
	2. 設定 BANK、STATE 值，按 UP、DOWN 鍵調整設定值，然後按 ENTER
	設定 T1、T2 值，按 UP、DOWN 鍵調整設定值。
	3. 按 ENTER 進入下一個步驟(STEP)設定，重覆之設定方法設定其他步驟(STEP)，若只需 16 個 STEP ，則可在 STEP16 時按 STORE 鍵即可完成整個編輯動作即到 REPEAT 設定，若不要儲存設定資料按 EXIT 鍵即可離開編輯模式。
	4. 設定 REPEAT(重覆測試次數)值，按 UP、DOWN 鍵調整設定值0~9999，按 STORE 儲存 REPEAT 值，或按 EXIT 鍵離開編輯模式。
	例如: 按UP、DOWN 鍵調整設定值2023如下圖所示
	圖 3-4 編輯模式操作流程圖
	3.4.4.2 測試模式 ( TEST ) Mode
	1. 按 TEST 鍵，此時 TEST 指示燈即點亮且 LCD 會顯示”FX”，“FX” 代
	表欲測試之組別(F1~F9) ，按 STATE 1~9 可選擇 F1~F9，當按下 ENTER 進入自動測試模式。

	註：若按 TEST 鍵 LCD 顯示”FX”是你要測試之組別，則可直接按 ENTER 開始
	測試，不需按 STATE 1~9 鍵。
	2. 測試時 LCD 會顯示 ”SXX”，”XX” 代表目前測試之 STEP，若測試結果為 NG，則 LCD 會顯示 “NG”(閃爍) 並暫停測試，此時使用者可按 ENTER 鍵繼續測試或按 EXIT 鍵離開測試模式，測試方式由 ( STEP01 – T1 – T2 ) 接著 ( SETP02 – T1 – T2 ) 直到所有步驟做完或按 EXIT 離開測試模式。
	3. 若全部測試步驟都 GO，測試結果為 PASS，LCD 顯示 “PASS”；測試步驟若有任何一項為 NG 時，測試結果為 FAIL，，LCD 顯示 “FAIL”，若蜂鳴器設定為 ON，則當自動測試結果為 PASS 時蜂鳴器會叫一聲，若測試結果為 FAIL 時蜂鳴器會叫二聲。
	4. 當測試完成時，使用者可按 ENTER 鍵再次測試或按 EXIT 鍵離開測試模式。

	例如1:編輯16項步驟測試完成後按下TEST 鍵， 依順序S01~S16 測試完成後LCD顯示PASS。
	例如2:編輯16項步驟測試完成後按下TEST 鍵， 依順序S01~S16 測試若測試結果為NG，則 LCD 會顯示 “NG”(閃爍) 並暫停測試，此時使用者可按 ENTER 鍵繼續測試或按 EXIT 鍵離開測試模式

	圖 3-5 測試模式操作流程圖
	第四章、遠端控制操作命令說明
	4.1 遠端控制簡介

	3302G 電子負載機框後面板上的 GPIB / RS232 介面可以和個人電腦 ( PC ) 或者筆記本型電腦 ( Note Book PC ) 的 GPIB / RS232 介面連接，可以使用高階語言 C 和 VB 等應用程式，遠端控制電子負載模組，組成自動控制系統。
	根據 GPIB / RS232 介面功能，更可以利用在交換式電源供應器 ( Switching Mode Power Supply ) 的自動化測試，如負載調整率 ( LOAD Regulation )，電壓調整 ( Centering Voltage Adjust ) 等，或者可充電式電池的充放電測試。3302G 的 GPIB / RS232 介面功能，不僅可以設定 3310F/G、3330F、3340F/G、33401F/G 系列電子負載模組的負載狀態，更可以讀回設定值及實際值，從而可以在 P...
	3302G 命令有兩種格式，一為 SIMPLE(簡單) 模式，一為 COMPLEX(複雜) 模式。
	註1：當使用 RS232/USB/LAN 介面控制 3302G 時，請先下“REMOTE”命令使 3302G 進入 REMOTE 狀態。
	4.2 RS232 命令摘要

	RS232 命令語法與 GPIB 命令語法都是相同的，3302G 電子負載機框 RS232 功能的通訊協定如下所述。
	鮑得率 ( Baud-rate )    ：9600~115200 bps
	同位檢查 ( Parity )    ：NO
	資料位元數 ( Data bit )   ：8 bit
	結束位元 ( Stop bit )    ：1 bit 交握控制(Handshaking)                 ：Hardware (RTS/CTS)
	後面板 RS232 介面連接圖如圖 4 – 1 為 3302G RS232 介面的內部配線圖。使用者只須使用一般一對一 RS232 電纜線。
	圖 4-1 後面板 RS232 介面連接圖
	PC端RS232 Port
	4.3 縮寫代號說明

	RS232 port on PC
	RS232 port on 3302G Load
	.
	.
	.
	TxD
	RxD
	RTS
	CTS
	RxD
	TxD
	CTS
	RTS
	 SP：SPACE，空隔字元，ASCII 碼為 20H。
	 ；：命令結束符號。
	 NL：命令結束符號。
	 NR2：包含小數點的數值形式，形式為 ＃＃＃.＃＃＃＃ 在此範圍內皆可接受。
	例如：30.1234，5.0
	4.3.1. 遠端控制命令語法說明:
	{ }：此符號表示命令必需包含此項，不可省略。
	[ ]：此符號表示命令中可以有，可以沒有此項參數。
	|  ：此符號表示 OPTION 之意，例如：〝LOW|HIGH〞表示可以使用 LOW 或
	HIGH，但兩者只能 選擇其中一個使用。
	4.3.2. 在下達完一個命令後，你必須接者送出一個命令結束字元，本機可接受之結束字元為如表   4-4 或同時送出多個命令，每個命令之間以分隔符號〝；〞隔開在最後一個命令加上結束位元。若你未送出結束字元，則此命令視為無效命令。
	表 4-1 命令結束字元表
	4.4  SIMPLE(簡單)遠端控制命令列表

	表 4-2 設定預置數值命令表
	表 4-3 詢問預置數值命令表
	表 4-4 LIMIT 命令表
	表 4-5 STAGE 命令表
	系統命令：對有效模組有效
	表 4-6 系統命令表
	測量命令：對所有模組有效
	表 4-7 測量命令表
	附註：
	1. 電流單位為安培 ( A/Arms )。
	2. 電阻單位為歐姆 ( Ω )。
	3. 電壓單位為伏特 ( V/Vrms )。
	4. 週期單位為毫秒 ( mS )。
	5. 轉換率 ( SLEW-RATE ) 單位為安培/微秒 ( A/uS )。
	6. 頻率單位為赫芝 ( Hz )。
	7. 功率單位為瓦特 ( W )。
	8. VA 單位為伏安 ( VA )。
	9. (*9)CR DYN功能，版本於如下所示:
	a. 3302F r2.15版以後啟用。
	b. 3310F r1.11版以後啟用。
	c. 3311F r1.11版以後啟用。
	d. 3312F r1.11版以後啟用。
	e. 3314F r1.11版以後啟用。
	f. 3315F r1.11版以後啟用。
	表 4-8 GLOBE 命令表
	MPPT CC/CR/CV 測試說明：
	1.以MPPT CC mode 測試為例：第1個步驟依據輸入條件掃瞄CCstart=>CCstop找出MPP點如圖4-2(當掃瞄電壓若超出上下限值則停止掃瞄直接進入第2個步驟)，第2個步驟依據MPP點進行擾動(P&O)找出真實的MPP值如圖4-3，當擾動時間結束時，記錄一筆MPP值，然後重覆步驟1&2。
	圖4-2
	圖4-3a
	圖4-3b
	MPPT CC/CR/CV 命令：對r2.08版以後的331XF模組有效, 331XG 系列無 MPPT CC/CR/CV功能,
	3310G 系列是使用MPPT P&O interval 1000ms ~ 60000ms。
	範例1: MPPT CC MODE
	REM
	MPPT:MODE CC
	MPPT:CC:START 0.5
	MPPT:CC:STOP 1.0
	MPPT:CC:VH 13.0
	MPPT:CC:VL 0.0
	MPPT:CC:Wmin 0.01
	MPPT:CC:Wmax 0.1
	MPPT:SRATE 0.5
	MPPT:SCAN:STEP 10
	MPPT:SCAN:Tstep 10
	MPPT:PO:Tstep 10
	MPPT:PO:TIME 10
	MPPT:SCOUNT 3
	MPPT ON
	MPP? = 12.418,1.0010,12.430
	MPP? = 12.417,1.0020,12.441
	MPP? = 12.418,1.0020,12.442
	MPPT OFF
	MPP? = 12.416,1.0020,12.440
	MPP? = END
	範例2: MPPT CR MODE
	範例3: MPPT CV MODE
	REM
	MPPT:MODE CR
	MPPT:CR:START 24.0
	MPPT:CR:STOP 12.0
	MPPT:CR:VH 13.0
	MPPT:CR:VL 0.0
	MPPT:CR:Wmin 3000
	MPPT:CR:Wmax 60
	MPPT:SRATE 0.5
	MPPT:SCAN:STEP 10
	MPPT:SCAN:Tstep 10
	MPPT:PO:Tstep 10
	MPPT:PO:TIME 10
	MPPT:SCOUNT 3
	MPPT ON
	MPP? = 12.411,1.0140,12.584
	MPP? = 12.326,1.0110,12.461
	MPP? = END
	MPPT OFF
	REM
	MPPT:MODE CV
	MPPT:CV:START 8
	MPPT:CV:STOP 12.2
	MPPT:CV:IH 1.1
	MPPT:CV:IL 0.0
	MPPT:CV:Wmin 0.01
	MPPT:SRATE 0.5
	MPPT:SCAN:STEP 10
	MPPT:SCAN:Tstep 10
	MPPT:PO:Tstep 10
	MPPT:PO:TIME 10
	MPPT ON
	MPP? = 12.201,1.0020,12.225
	MPP? = 12.201,1.0020,12.225
	MPP? = 12.202,1.0020,12.226
	MPP? = 12.190,1.0030,12.226
	MPP? = 12.201,1.0020,12.225
	MPP? = 12.201,1.0020,12.225
	MPP? = 12.191,1.0030,12.227
	MPP? = END
	MPPT OFF
	AUTO SEQUENCE：對所有有效模組有效
	表 4-9 AUTO SEQUENCE 命令表
	4.5  COMPLEX(複雜)遠端控制命令列表

	表 4-2B 設定預置數值命令表
	表 4-3B 詢問預置數值命令表
	表 4-4B LIMIT 命令表
	表 4-5B STAGE 命令表
	系統命令: 對有效模組有效
	表 4-6B 系統命令表
	測量命令: 對所有模組有效
	表 4-7B 測量命令表
	表 4-8B GLOBE 命令表
	附註：
	1. 電流單位為安培 ( A/Arms )。
	2. 電阻單位為歐姆 ( Ω )。
	3. 電壓單位為伏特 ( V/Vrms )。
	4. 週期單位為毫秒 ( ms )。
	5. 轉換率 ( SLEW-RATE ) 單位為安培/微秒 ( A/us )。
	6. 頻率單位為赫芝 ( Hz )。
	7. 功率單位為瓦特 ( W )。
	8. VA 單位為伏安 ( VA )。
	9. (*9)CR DYN功能，版本於如下所示:
	a. 3310F r1.11版以後啟用。
	b. 3311F r1.11版以後啟用。
	c. 3312F r1.11版以後啟用。
	d. 3314F r1.11版以後啟用。
	e. 3315F r1.11版以後啟用。
	AUTO SEQUENCE：對所有有效模組有效
	表 4-9B AUTO SEQUENCE 命令表
	4.6 遠端控制命令說明
	4.6.1.  PRESET 設定和讀取電子負載的預設值


	RISE
	格式 :  [ PRESet : ] RISE {SP}{NR2}{;(NL}
	[ PRESet : ] RISE ？ {;(NL}
	用途：設定和讀取負載轉換率 ( SLEW-RATE ) 的上升斜率。
	說明：
	1. 負載轉換率上升時間的定義含括負載電流改變時及動態負載電流
	( DYNAMIC )。上升時間 ( RISE ) 與下降時間 ( FALL ) 的設定為完全獨立。
	2. 上升時間得設定值必須包含小數點的數值，否則命令無效。
	3. 數值最小有效位數為小數點後第 4 位。
	4. 下達上升時間數值若超過電子負載得規格時，則 3302G 機框會送出該電子負
	載規格的滿刻上升時間。
	5. 單位為安培/微秒 ( A/uS )，3310F/G ，3311F/G，3312F/G。
	6. 單位為毫安培/微秒 (mA/uS ) 3314F/G ，3315F/G，333XF，334XF/G。
	FALL
	格式 :  [ PRESet : ] FALL {SP}{;(NL}
	[ PRESet : ] FALL ? {;(NL}
	用途 : 設定和讀取負載轉換率 ( SLEW-RATE ) 的下降斜率。
	說明 :
	1. 負載轉換率下降時間的定義含括負載電流改變時及動態負載電流。下降時間
	( FALL ) 與上升時間 ( RISE ) 的設定為完全獨立。
	2. 下達下降時間數值若超過電子負載得規格時，則 3302G 機框會送出該電子負
	載規格的滿刻度電流值。
	3. 單位為安培/微秒 ( A/uS )，3310F/G ，3311F/G，3312F/G。
	4. 單位為毫安培/微秒 (mA/uS ) 3314F/G ，3315F/G，333XF，334XF/G。
	PERI or PERD
	格式 :  [ PRESet : ] PERI(PERD : HIGH(LOW{SP}{ NR2}{;(NL}
	[ PRESet : ] PERI(PERD : HIGH(LOW？{;(NL}
	用途 : 設定和讀取動態 ( DYNAMIC ) 負載時的 Tlow 和 Thigh寬度。
	說明 :
	1. 動態 ( DYNAMIC ) 負載波形的周期為 TLOW 與 THIGH的組成。
	2. TLOW 與 THIGH 的的設定值必須為包含小數點的數值，否則命令無效。
	3. 數值的最小有效位數為小數點後第 5 位。
	4. 下達的 TLOW 或 THIGH 數值超過電子負載的最大規格時，3302G 機框會送
	出該電子負載的滿刻度 TLOW 或 THIGH 數值。
	5. 單位為毫秒 ( mS )。
	LDONv
	格式 :  [ PRESet : ] LDONv {SP}{NR2}{;(NL}
	[ PRESet : ] LDONv？{;(NL}
	用途 : 設定和讀取 LOAD ON 電壓。
	說明 : 此命令為設定電子負載 LOAD ON 電壓值。
	LDOFfv
	格式 :  [ PRESet : ] LDOFfv{SP}{ NR2}{;(NL}
	[ PRESet : ] LDOFfv ？{;(NL}
	用途 : 設定和讀取負載 LOAD OFF 電壓。
	說明 : 此命令為設定電子負載 LOAD OFF 電壓值。
	CURR：HIGH(LOW
	格式 :  [ PRESet : ] CC(CURR : HIGH(LOW{SP}{ NR2}{;(NL}
	[ PRESet : ] CC(CURR : HIGH(LOW ？{;(NL}
	用途 : 設定和讀取負載 HIGH(LOW 組電流值。
	說明 : 此命令為設定電子負載欲載入的電流值，下達命令時須注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 5 位。
	3. 下達的電流數值超過該電子負載的最大規格時，3302G 機框會送出該電子負
	載規格的滿刻度電流值。
	4. LOW 的設定電流值必須比 HIGH 的設定電流值小。
	5. 單位為安培 ( A )。
	CURR
	格式 :  [ PRESet : ] CC(CURR{SP}{ NR2}{;(NL}
	[ PRESet : ] CC(CURR? {;(NL}
	用途：設定和讀取負載電流值。
	說明：此命令為設定電子負載欲載入的電流值，下達命令時須注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 5 位。
	3. 下達的電流數值超過該電子負載的最大規格時，3302G 機框會送出該電子負載規格的滿刻度電流值。
	4. 單位為安培 ( A )。
	CP : { HIGH(LOW}   格式:   [ PRESet : ] CP : { HIGH(LOW}{SP}{ NR2}{;(NL}
	[ PRESet : ] CP : { HIGH(LOW} ? {;(NL}
	用途：設定和讀取負載固定功率值。
	說明：此命令為設定電子負載欲載入的功率，單位為瓦特 (W)。
	CR(RES：{HIGH(LOW}
	格式 :  [ PRESet : ] CR(RES : { HIGH(LOW}{SP}{ NR2}{;(NL}
	[ PRESet : ] CR(RES : { HIGH(LOW}？ {;(NL}
	用途：設定和讀取負載電阻值。
	說明：此命令為設定電子負載欲載入的電流值，下達命令時注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 3 位。
	3. 下達的電阻值超過該電子負載的最大規格時，3302G 機框會送出該電子負載規格的滿刻度電阻值。
	4. LOW 的電阻值設定必須比 HIGH 的設定值小。
	5. 單位為歐姆 ( Ω )。
	CR(RES
	格式 :  [ PRESet : ] CR(RES{SP}{ NR2}{;(NL}
	[ PRESet : ] CR(RES？ {;(NL}
	用途 : 設定和讀取負載電阻值。
	說明 : 此命令為設定電子負載欲載入的電流值，下達命令時注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 3 位。
	3. 下達的電阻值超過該電子負載的最大規格時，3302G 機框會送出該電子負載規格的滿刻度電阻值。
	4. 單位為歐姆 ( Ω )。
	CV : {HIGH(LOW}
	格式 :  [ PRESet : ] CV : { HIGH(LOW}{SP}{ NR2}{;(NL}
	[ PRESet : ] CV : { HIGH(LOW}? {;(NL}
	用途：設定和讀取負載電壓值。
	說明：此命令為設定電子負載的電壓值，下達命令時須注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 5 位。
	3. 下達的電流數值超過該電子負載的最大規格時，3302G 機框會送出該電子負載規格的滿刻度電流值。
	4. LOW 的設定電壓值必須比 HIGH 的設定電壓值小。
	5. 單位為伏特 ( V )。
	CV
	格式 :  [ PRESet : ] CV{SP}{ NR2}{;(NL}
	[ PRESet : ] CV？ {;(NL}
	用途：設定和讀取負載電壓值。
	說明：此命令為設定電子負載的電壓值，下達命令時須注意下列事項：
	1. 下達的電流值必須含有小數點的數值，否則命令無效。
	2. 數值的最小有效位數為小數點後第 5 位。
	3. 下達的電流數值超過該電子負載的最大規格時，3302G 機框會送出該電子負載規格的滿刻度電流值。
	4. 單位為伏特 ( V )。
	OCP: START
	格式 :  [PRESet : ] OCP:START {SP}{NR2}{;(NL}
	[PRESet : ] OCP:START ？ {;(NL}
	用途 : 設定和讀取 OCP 測試電流的啟始設定值。
	說明 : 此命令是設定過電流保護測試(OCP)的啟始電流值(I-START)。
	OCP: STEP
	格式 :   [PRESet:] OCP:STEP {SP}{NR2}{;(NL}
	[PRESet : ] OCP:STEP ？ {;(NL}
	用途 : 設定和讀取 OCP 測試電流的遞增電流量。
	說明 : 此命令是設定過電流保護測試(OCP)的遞增電流量(I-STEP)。
	OCP: STOP
	格式 :   [PRESet : ] OCP:STOP {SP}{NR2}{;(NL}
	[PRESet : ] OCP:STOP ？ {;(NL}
	用途 : 設定和讀取 OCP 測試電流的最大電流量。
	說明 : 此命令是設定過電流保護測試(OCP)的最大電流量(I-STOP)。
	VTH
	格式：  [PRESet：] VTH {SP}{NR2}{;(NL}
	[PRESet：] VTH ？ {;(NL}
	用途：設定和讀取 OCP/OPP 測試的臨界點電壓設定。
	說明：此命令是設定 OCP/OPP 測試臨界點電壓設定，當待測試物的輸出電壓小於                 或等於VTH電壓值時即為 OCP/OPP 點。
	OPP: START
	格式 :  [PRESet : ] OPP:START {SP}{NR2}{;(NL}
	[PRESet: ] OPP:START ？ {;(NL}
	用途：設定和讀取OPP測試功率的啟始設定值。
	說明：此命令是設定過功率保護測試(OＰP)的啟始功率值(P-START)。
	OPP: STEP
	格式 :  [PRESet : ] OPP:STEP {SP}{NR2}{;(NL}
	[PRESet : ] OPP:STEP ？ {;(NL}
	用途：設定和讀取 OPP 測試功率的遞增功率值。
	說明：此命令是設定過功率保護測試(OPP)的遞增功率值(P-STEP)。
	OPP: STOP
	格式 :  [PRESet : ] OPP:STOP {SP}{NR2}{;(NL}
	[PRESet : ] OPP:STOP ？ {;(NL}
	用途 : 設定和讀取OPP測試功率的最大功率值。
	說明 : 此命令是設定過功率保護測試(OPP)的最大功率值(P-STOP)。
	TCONFIG
	格式 :  [PRESet : ] TONFIG {NORMAL|OCP|OPP|SHORT}{;(NL}
	[PRESet : ] TONFIG ？ {;(NL}
	用途 : 設定和讀取動態測試的功能。
	說明 : 此命令有四個選項(NORMAL|OCP|OPP|SHORT)分別是正常模式(NORMAL)，過電流保護測試(OCP)，過功率保護測試(OPP)，短路測試(SHORT)。
	STIME
	格式：  [PRESet : ] STIME {SP}{NR2}{;(NL}
	[PRESet : ] STIME ？ {;(NL}
	用途：設定和讀取短路測試的時間。
	說明：此命令是設定短路測試的時間，若時間設定為 0 代表無時限即連續短路，單位為毫秒(mS)。
	BATT: TYPE
	格式 :  [PRESet:] BATT: TYPE {SP} {n}{;(NL}
	用途 : 設定TYPE 的功能。
	說明 : 設定TYPE n=1~5。
	BATT: UVP
	格式 :  [PRESet:] BATT: UVP {SP} {NR2}{;(NL}
	用途 : 設定UVP，低壓保護功能。
	說明 : 設定UVP，低壓保護功能，單位:V(伏特)。
	BATT: TIME
	格式 :  [PRESet:] BATT: TIME {SP} {n}{;(NL}
	用途 : 設定BATT TIME。
	說明 : 設定BATT TIME，n=1~99999 sec。
	BATT: STEP
	格式 :  [PRESet:] BATT: STEP {SP} {n}{;(NL}
	用途 : 設定BATT STEP。
	說明 : 設定BATT STEP，TYPE 3: n=1~3，TYPE 4 & 5: n=1~9。
	BATT: CCH
	格式 : [PRESet:] BATT: CCH {n}{SP}{NR2}{;(NL}
	用途 : 設定BATT CCH。
	說明 : 設定BATT CCH，TYPE 3 CC:HIGH Level，n=1~3。
	BATT: CCL
	格式 : [PRESet:] BATT: CCL {n}{SP}{NR2}{;(NL}
	用途 : 設定BATT CCL。
	說明 : 設定BATT CCL，TYPE 3 CC:LOW Level，n=1~3。
	BATT: TH
	格式 : [PRESet:] BATT: TH {n}{SP}{NR2}{;(NL}
	用途 : 設定BATT TH。
	說明 : 設定BATT TH，TYPE 3 Thigh n=1~3，單位:ms。
	BATT: TL
	格式 : [PRESet:] BATT: TL {n}{SP}{NR2}{;(NL}
	用途 : 設定BATT TL。
	說明 : 設定BATT TL，TYPE 3 Tlow n=1~3，單位:ms。
	BATT: CYCLE
	格式 : [PRESet:] BATT: CYCLE {n} {SP} {NR1} {;(NL}
	用途 : 設定BATT CYCLE。
	說明 : 設定BATT CYCLE: 1~2000，n=1~3。
	BATT: CC
	格式 : [PRESet:] BATT: CC {n} {SP} {NR2} {; (NL}
	用途 : 設定BATT CC。
	說明 : 設定BATT CC，TYPE 4 Current，n=0~9。
	BATT: CV
	格式 : [PRESet:] BATT: CV {n} {SP} {NR2} {; (NL}
	用途 : 設定BATT CV。
	說明 : 設定BATT CV，TYPE 5 Voltage，n=0~9。
	BATT: DTIME
	格式 : [PRESet:] BATT: DTIME {n} {SP} {NR1} {; (NL}
	用途 : 設定BATT DTIME。
	說明 : 設定BATT DTIME，TYPE 4 & 5 Delta time (T1~T9:0~6000 sec)，n=1~9。
	BATT: REPEAT
	格式 : [PRESet:] BATT: REPEAT {SP}{n} {; (NL}
	用途 : 設定BATT REPEAT。
	說明 : 設定BATT REPEAT，TYPE 4 & 5 Repeat time :0~9999。
	BATT: TEST
	格式 : [PRESet:] BATT: TEST {SP} {ON(OFF} {; (NL}
	用途 : 設定BATT TEST。
	說明 : 設定BATT TEST，ON:開始測試，OFF:停止測試。
	TYPE 1 & 2 TEST END，AUTO ECHO ”OK,XXXXX”  XXXXX:AH。
	TYPE 2 IF UVP THEN ECHO “UVP, XXXXX, XXXXX” (AH & TIME) 。
	TYPE 3 & 4 TEST END，AUTO ECHO “OK,XXXXX XXXXX:DVM。
	TYPE 5 TEST END，AUTO ECHO “OK,XXXXX” XXXXX:DAM。
	LIMit: ADDCV: VOLT
	格式 : LIMit: ADDCV: VOLT {SP}{NR2} {; (NL}
	用途 : 設定ADDCV Voltage。
	說明 : 設定ADDCV Voltage，CC+CV, CP+CV SET VOLTAGE。
	LIMit: ADDCV: ON(OFF
	格式 : LIMit: ADDCV{SP} {ON(OFF} {; (NL}
	用途 : 設定ADDCV ON或是OFF。
	說明 : 設定ADDCV ON或是OFF。
	BMS: ON(OFF(1(0
	格式 : [PRESet:] BMS{SP} {ON(OFF(1(0} {; (NL}
	用途 : 設定BMS ON或是OFF。
	說明 : 設定BMS ON或是OFF，ENABLE / DISABLE BMS TEST FUNCTION
	ON : ENABLE，OFF :DISABLE 。
	BMS: STIME
	格式 : [PRESet:] BMS:STIME{SP} {NR2}{; (NL}
	用途 : 設定BMS STIME。
	說明 : 設定BMS SHORT TIME，範圍0.05~10ms，單位:ms。
	SHORT: ITH
	格式 : [PRESet:] SHORT: ITH {SP} {NR2}{; (NL}
	用途 : 設定BMS SHORT ITH。
	說明 : 設定BMS SHORT ITH，單位:A。
	OCP: ITH
	格式 : [PRESet:] OCP: ITH {SP} {NR2}{; (NL}
	用途 : 設定BMS OCP ITH。
	說明 : 設定BMS OCP ITH，單位:A。
	OCP: TSTEP
	格式 : [PRESet:] OCP: TSTEP {SP} {NR2} {; (NL}
	用途 : 設定BMS OCP TSTEP。
	說明 : 設定BMS OCP TSTEP 範圍 0.05~10ms / 11~1000ms ，單位:ms。
	PROT: TIME?
	格式 : [PRESet:] PROT: TIME? {; (NL}
	用途 : 讀回BMS SHORT / OCP / 保護時間。
	說明 : 讀回BMS SHORT / OCP / 保護時間，單位:ms。
	PEAK: CURR?
	格式 : [PRESet:] PEAK: CURR? {; (NL}
	用途 : 讀回SHORT PEAK CURRENT。
	說明 : 讀回SHORT PEAK CURRENT，單位:A。
	PULSE: CC
	格式 : [PRESet:] PULSE: CC {SP} {NR2} {; (NL}
	用途 : 設定PULSE CC CURRENT。
	說明 : 設定PULSE CC CURRENT，單位:A。
	PULSE: TIME
	格式 : [PRESet:] PULSE: TIME {SP} {NR2} {; (NL}
	用途 : 設定PULSE TIME。
	說明 : 設定PULSE TIME 0.001~16383 sec。
	PULSE: REP
	格式 : [PRESet:] PULSE: REP {SP} {n} {; (NL}
	用途 : 設定PULSE REP。
	說明 : 設定PULSE REPEAT TIMES， n=0~255。
	PULSE:  ON(OFF
	格式 : [PRESet:] PULSE{SP} {ON(OFF} {; (NL}
	用途 : 設定PULSE ON或是OFF。
	說明 : 設定PULSE ON或是OFF。
	PULSE: RESULT {?}
	格式 : [PRESet:] PULSE: RESULT {?} {; (NL}
	用途 : 讀回Echo “nTRIP” 或 “TRIP, XXXXX,n”。
	說明 : 讀回Echo “nTRIP” 或 “TRIP, XXXXX,n” XXXXX:time(sec),n: Repeat times。
	EXT: AIN ON(OFF
	格式 : [PRESet:] EXT: AIN {SP} {ON(OFF} {; (NL}
	用途 : External Analog input ON或是OFF。
	說明 : External Analog input ON或是OFF。
	CVBW: n
	格式 : [PRESet:] CVBW: {SP} {n} {; (NL}
	用途 :設定CV BW(Speed)。
	說明 : 設定CV BW(Speed), n=1~4(slow~fast)。
	TURBO: ON(OFF
	格式 : [PRESet:]TURBO {SP} {ON(OFF} {; (NL}
	用途 : 設定TURBO ON或是OFF。
	說明 : 設定TURBO ON或是OFF。
	OCP
	格式： OCP ? {;(NL}
	用途：讀取 OCP 測試的電流值。
	說明：此命令是OCP 測試時讀回 OCP 的電流值。
	OPP
	格式 : OPP ?{;(NL}
	用途 :讀取 OPP 測試的瓦特值。
	說明 :此命令是 OPP 測試時讀回 OPP 的瓦特值。
	MPPT
	格式 : [PRESet : ] MPPT {SP} ON|OFF{;(NL}
	用途 : MPPT(最大功率追蹤)測試 ON/OFF
	說明 : 此命令是MPPT ON/OFF
	MPP
	格式 : [PRESet：]MPP？{;(NL}
	用途 : 讀取 MPP最大功率資料，讀回格式"電壓錶/電流錶/功率錶"。
	說明 : MPP讀回格式"電壓錶/電流錶/功率錶"。
	MPPTIME
	格式：[PRESet：] MPPTIME {SP}{n}{ ; │NL}
	[PRESet：] MPPTIME？{ ; │NL}
	用途：設定和讀回  MPPTIME最大功率追蹤記錄時間
	說明：此命令是MPPTIME  最大功率追蹤記錄時間  n=1000ms~60000ms
	例如:
	步驟一  .設定MPPTIME 5000ms(最大功率追蹤每5秒讀回資料)  。
	步驟二  .設定MPPT ON命令。
	步驟三  .設定MPP?命令，讀回格式"電壓錶/電流錶/功率錶"。
	步驟四  .設定MPP OFF  命令。
	BW
	格式 : [PRESet : ]BW{SP} {LO│HI} {;│NL}
	[PRESet : ] BW{?}{;(NL}
	用途 : 設定和讀取BW Lo/Hi。
	說明 : 設定BW Lo/Hi 可以切換，同時會改變CC Mode（CR RangeI）與CV Mode 的頻率
	響應，CR RangeII 則保留單一的頻寬。初始值為Hi。
	AVG
	格式: [PRESet : ] AVG{SP}{n}{;│NL}
	[PRESet : ] AVG{?}{;(NL}
	用途：設定和讀取電壓電流瓦特量測平均次數。
	LEDNO
	格式 : [PRESet : ] LEDNO{SP}{n}{;│NL}
	[PRESet : ] LEDNO {?}{;(NL}
	用途 : 設定和讀取LED數量，初始值為01。
	說明 : 3340F/G / 3342F/G設定範圍為1~90，3341F/G 設定範圍為1~30。

	VO
	格式 : [PRESet : ]VO(SP( (NR2( (;(NL(
	[PRESet : ]VO {?}{;|NL}
	用途 : 設定和讀取 LED VO電壓。
	說明 : 此命令為設定電子負載的LED VO輸出電壓值，下達命令時須注意下列事
	項：
	1. 此命令是設定和讀回 VO輸出電壓值。
	2. 單位為伏特 ( V )。
	VD
	格式 : [PRESet : ]VD(SP( (NR2( (;(NL(
	[PRESet : ] VD {?}{;|NL}
	用途 : 設定和讀取 LED VD電壓。
	說明 : 此命令為設定電子負載的LED VD順向導通電壓值，下達命令時須注意下列事
	項：
	1. 此命令是設定和讀回 VD電壓值。
	2. 單位為伏特 ( V )。
	RD
	格式 : [PRESet：] RD(SP( (NR2( (;(NL(
	[PRESet：] RD {?}{;|NL}
	用途 : 設定和讀取 LED RD 阻抗。
	說明 : 此命令為設定電子負載的LED RD阻抗，下達命令時須注意下列事項：
	1. 此命令是設定和讀回 RD阻抗。
	2. 單位為歐姆 (Ω)。
	IO
	格式 : [PRESet : ] IO(SP( (NR2( (;(NL(
	[PRESet : ] IO {?}{;|NL}
	用途 : 設定和讀取 LED RD 阻抗。
	說明 : 此命令為設定電子負載的LED IO電流值，下達命令時須注意下列事項：
	1.此命令是設定和讀回 IO 電流值。
	2.單位為安培 (A)。
	RR
	格式 : [PRESet：] RR(SP( {OFF│NR2} (；(NL(
	[PRESet：] RR {?}{;|NL}
	用途 : 設定和讀取 LED RR 阻抗。
	說明 : 此命令為設定電子負載的LED 高頻阻抗，下達命令時須注意下列事項：
	1. 此命令是設定和讀回 RR阻抗。
	2. 單位為歐姆 (Ω)。
	3. RR為LED高頻阻抗，調整LED高頻漣波。
	DIM LEV
	格式：[PRESet : ]DIM:LEV {NR2}
	[PRESet : ] DIM: LEV {?}{;|NL}
	用途 : 設定和讀取 DIM LEV。
	說明 : 此命令為設定調光控制LEVEL 0~10V，下達命令時須注意下列事項：
	1. 此命令是設定和讀回 LEVEL電壓。
	2. 單位為伏特 ( V )。
	FREQ
	格式 : [PRESet : ]FREQ {NR1} ; (；(NL(
	[PRESet : ] FREQ {?}{;|NL}
	用途 : 設定和讀取 FREQ。
	說明 : 此命令為設定LED DRIVER 調光控制頻率，下達命令時須注意下列事項：
	1. 此命令是設定和讀回調光控制頻率。
	2. 單位為赫茲 (Hz)。
	DIM
	格式：[PRESet : ] DIM {OFF|ON}{；│NL}
	[PRESet : ] DIM {?}{;|NL}
	用途：設定和讀取 DIM。
	說明：此命令為設定調光控制ON/OFF。
	DUTY
	格式：[PRESet : ] DUTY {NR1} {;│NL}
	[PRESet : ] DUTY {?}{;|NL}
	用途：設定和讀取 DUTY。
	說明：此命令為設定LED MODE 工作週期(Duty Cycle)，下達命令時須注意下列事項：
	1. 當FREQ設定為DC時,此時無法設定DUTY。
	2. 工作週期(Duty Cycle) 可設定0.01~0.99=1%~99%如下圖所示。
	SURGE: SURI
	格式：[PRESet : ] SURGE: SURI {NR2}{; | NL}
	[PRESet : ] SURGE: SURI {?}{; | NL}
	用途：設定和讀取湧浪電流測試的吃載電流數值。
	說明：此命令為設定和讀取湧浪電流測試的吃載電流數值XXX.XXX (A) SURGE
	CURRENT。
	SURGE: NORI
	格式：[PRESet : ] SURGE: NORI {NR2}{; | NL}
	[PRESet : ] SURGE: NORI {?}{; | NL}
	用途：設定和讀取常態電流測試的吃載電流數值。
	說明：此命令為設定和讀取常態電流測試的吃載電流數值XXX.XXX (A) NORMAL
	CURRENT。
	SURGE: TIME
	格式：[PRESet: ] SURGE: TIME {NR2}{; | NL}
	[PRESet: ] SURGE: TIME {?}{; | NL}
	用途：設定和讀取湧浪電流測試的時間。
	說明：此命令為設定和讀取湧浪電流測試的時間, SURGE TIME:10~1000ms。
	SURGE: STEP
	格式：[PRESet: ] SURGE: STEP {SP}{n}{; | NL}
	[PRESet: ] SURGE: STEP {SP}{?}{; | NL}
	用途：設定和讀取湧浪電流測試的遞減電流的設定值。
	說明：此命令為設定和讀取湧浪電流測試的遞減電流的設定值, n=1~5。
	SURGE: ON | OFF
	格式：[PRESet: ] SURGE: ON| OFF {; | NL}
	[PRESet: ] SURGE: ON| OFF {?}{; | NL}
	用途：設定和讀取湧浪電流ON或是OFF。
	說明：此命令為設定和讀取湧浪電流ON或是OFF , ON:RUN SURGE,OFF:STOP。
	4.6.2. LIMIT 設定和讀取電子負載判斷 NG 的上下限

	[LIMit：]CURRent：{HIGH(LOW} or IH(IL
	格式： [LIMit] : CURRent : { HIGH(LOW}{SP}{ NR2 }{;(NL}
	[LIMit] : CURRent : { HIGH(LOW} ？{;(NL}
	[IH(IL]{SP}{ NR2 }{;(NL}
	[IH(IL] ？{;(NL}
	用途：設定和讀取負載電流的上下限，應用於 CC, CR mode。
	說明：設定比較電流的下限值，當負載 Sink 電流低於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	設定比較電流的上限值，當負載 Sink 電流高於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	[LIMit：]POWer：{HIGH(LOW} or WH(WL
	格式： [LIMit] : POWer : { HIGH(LOW}{SP}{ NR2 }{;(NL}
	[LIMit] : POWer : { HIGH(LOW} ?{;(NL}
	[WH(WL]{SP}{ NR2 }{;(NL}
	[WH(WL]?{;(NL}
	用途：設定和讀取負載功率的上下限，應用於 CP, CR mode。
	說明：設定比較功率 ( 瓦特 ) 的下限值，當功率 ( 瓦特 ) 低於此下限值時，NG 指示燈即點亮表示“ NO GOOD” 。
	設定比較功率 (瓦特) 的上限值，當功率 (瓦特) 高於此下限值時，NG 指示燈即點亮表示“ NO GOOD”。
	[LIMit：] VOLtage : {HIGH(LOW} or VH(VL
	格式：[LIMit] VOLtage: {HIGH(LOW} {SP} { NR2 }{;(NL}
	[LIMit] VOLtage : { HIGH(LOW} ?{;(NL}
	[VH(VL]{SP}{ NR2 }{;(NL}
	[VH(VL]？{;(NL}
	用途：設定和讀取負載電壓的上下限。
	說明：設定比較電壓的下限值，當輸入電壓低於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	設定比較電壓的上限值，當輸入電壓高於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	[LIMit : ] SVH(SVL
	格式：[LIMit : ] {SVH(SVL}{SP}{ NR2 }{;(NL}
	[LIMit : ] { SVH(SVL} ？{;(NL}
	用途：設定和讀取短路測試負載電壓的上下限，應用於 Short 測試功能。
	說明：設定比較電壓的下限值，當輸入電壓低於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	設定比較電壓的上限值，當輸入電壓高於此下限值時，NG 指示燈即點亮表示“NO GOOD”。
	4.6.3. STAGE 設定和讀取電子負載的工作狀態

	[STATe：] LOAD {SP}{ON(OFF}
	格式：  [STATe : ] LOAD{SP}{ON(OFF}{;(NL}
	[STATe : ] LOAD ?{;(NL}
	用途：設定和讀取電子負載是否吸收電流。
	說明：設定電子負載是否 Sink 電流當設定為 ON 時，則電子負載開始以待測物Sink 電流 : 當設定為 OFF 時，則電子負載不會 Sink 電流。
	[STATe：] MODE {SP}{CC(CR(CV(CP(LED}
	格式：   [STATe : ] MODE {SP}{CC(CR(CV(CP(LED}{;(NL}
	[STATe : ] MODE ?{ ;(NL}
	用途：設定和讀取電子負載的操作模式。
	說明：電子負載可工作的模式如下表所示，當讀取負載操作模式時，返回值 0│1│2│3│4 分別代表 CC│CR│CV│CP│LED 模式。
	表 4-10 各系列可工作模組表
	[STATe：] SHORt {SP}{ON(OFF}
	格式：  [STATe : ] SHORt {SP}{ON(OFF}{;(NL}
	[STATe : ] SHORt ? {;(NL}
	用途：設定和讀取電子負載是否短路測試。
	說明：此命令為設定電子負載作短路測試。當設定為 ON 時，此時電子負載之 V+，V- 端，如同短路狀態，其短路阻抗見 3310F/G、3330F、3340F/G、33401F/G 系列電子負載使用手冊。
	[STATe：] PRESet {SP}{ON(OFF}
	格式：  [STATe : ] PRESet {SP}{ON(OFF}{; (NL}
	[STATe : ] PRESet ？ {;(NL}
	用途：設定和讀取電子負載電流表及 Imonitor 的輸出形式。
	說明：此命令式控制電流表及 Imonitor 的輸出形式。若設為 ON 時，則電流表及 Imonitor 示之值，皆所顯示之值皆為預設之值；若設為 OFF，則電流表及 Imonitor 所顯為實際 SILK 之值。
	[STATe：] SENSe{SP}{ON(OFF(AUTO}
	格式：  [STATe : ] SENSe{SP}{ON(OFF(AUTO }{；(NL}
	[STATe : ] SENSe ？ {；(NL}
	用途：設定和讀取電子負載電壓讀取是否由 VSENSE端。
	說明：此命令為設定電壓讀取由輸入連接器端或是 VSENSE端，設定為 ON 時電壓值，由 VSENSE端所取得；設定為 OFF 時，電壓值是由輸入連接器端所取得，3310F/G、3330F VSENSE選項為 ON 及 AUTO，若設為 AUTO 代表若 VSENSE端被接上電壓，則電子負載電壓是由 VSENSE端讀取，若 VSENSE 端無電壓則電子負載電壓是由輸入連接器端讀取。
	註: 33401F/G、3340F/G series VSENSE選項為ON/OFF，初始值為OFF
	[STATe：] LEVel {SP}{HIGH(LOW} or LEV {SP}{HIGH(LOW}
	格式：  [STATe : ] LEVel {SP}{HIGH(LOW }{；(NL}
	[STATe : ] LEVel ？ {; (NL}
	[STATe : ] LEV{SP}{HIGH(LOW }{;(NL}
	[STATe : ] LEV？ {;(NL}
	用途：設定和讀取電子負載 LOW 和 HIGH。
	說明：
	1. LEV LOW 固定電流 (CC) 模式時，為低準位電流設定值。固定電阻 (CR) 模式時，為低準位電阻設定值。固定電壓 (CV) 模式時，為低準位電壓設定值。
	2. LEV 1固定電流模式時，為高準位電流設定值。固定電阻模式時，為高準位電阻設定值。固定電壓模式時，為高準位電壓設定值。
	3. 3340F/G Series LEV 固定為 LEV HIGH
	[STATe：] DYNamic {SP}{ON(OFF}
	格式：  [STATe：] DYNamic{SP}{ON∣OFF}{；(NL}
	[STATe：] DYNamic ？ {；(NL}
	用途：設定和讀取電子負載為動態或靜態負載。
	說明：
	1. DYN ON 設定為動態 ( DYNAMIC )負載。
	2. DYN OFF 設定為靜態 ( STATIC ) 負載。
	[ STATe：] CLR
	格式：[ STATe：] CLR{；(NL}
	用途：清除當前模組在工作過程中產生的錯誤標誌。
	說明：此命令為清除 PROT 及 ERR 暫存器內容，執行後 PROT 及 ERR 暫存器內容全部為“0”。
	[STATe：] ERRor
	格式：[ STATe：] ERRor ？{；(NL}
	用途：查詢當前模組是否有的錯誤標誌。
	說明：
	1. ERR ？ 讀回錯誤暫存器 ( ERR ) 的狀態，下表說明錯誤狀態的位元對應碼。
	2. ERR 狀態暫存器的清除，可以使用 CLR 命令將 ERR 狀態暫存器清除為“0”。
	表 4-11 ERR 狀態暫存器
	位元 0 ：CH1 發生錯誤動作
	此位元碼設定為“1”時動作。
	位元 4 ：不正確的操作
	此位元設定為“1”時，表示系統接收到一個不正確的操作。
	位元 5 ：不正確的命令
	此位元設定為“1”時，表示系統接收到一個不正確的命令。
	[STATe：] NG？
	格式：[ STATe：] NG？{；(NL}
	用途：查詢當前模組是否有的 NG 標誌。
	說明：NG？ 讀回NG 的狀態指示燈，“0”表示 NG ( NO GOOD ) 指示燈熄滅，“1”表示 NG 指示燈點亮。
	[STATe：] PROTect？
	格式：[ STATe：] PROTect？{；(NL}
	用途：查詢當前模組是否有的保護標誌。
	說明：
	1. PROT？讀回負載目前的保護狀態，“1”表是發生 OPP，“4”表示發生 OVP，“8”表示發生OCP，下表說明保護狀態位元對應碼。
	2. PROT 狀態暫存器的清除，可以使用 CLR 命令將 PROT 狀態暫狀態暫存器清除為“0”。
	表 4-12 PROT 狀態暫存器
	CH1 發生錯誤
	不正確的操作
	不正確的命令
	過功率保護(OPP)
	過電壓保護(OVP)
	過電流保護(OCP)
	過溫度保護(OTP)
	[STATe：] CCR {AUTO(R2}
	格式： [STATe：] CCR {AUTO(R2}{；(NL}
	用途：設定CC MODE RANGE 強制RANGE II功能
	說明：設定在AUTO RANGE 會自動切換RANGE 檔位
	設定在強制 RANGE II 會將RANGE 檔位設定在 RANGE II。
	[STATe：] NGENABLE {ON(OFF}
	格式： [STATe：] NGABLE {ON(OFF} {；(NL}
	用途：設定 NG 判斷功能是否打開
	說明：設定在 ON 則模組就會執行 NG 判斷功能，若設定在 OFF 模組不會執行 NG 判斷功能。
	[STATe：] POLAR {POS(NEG}
	格式： [STATe：] POLAR {POS(NEG} {；(NL}
	用途：設定電壓表顯示極性是否相反
	說明：設定電壓表顯示極性 POS 代表不相反，NEG 代表極性相反。
	[STATe：] START
	格式： [STATe：]START {；(NL}
	用途：命令負載模組執行測試
	說明：命令負載模組開始執行測試，負載模組依據 TEST CONFIG(TCONFIG) 設定之測試項目及參數執行測試。
	[STATe：] STOP
	格式： [STATe：]STOP {;(NL}
	用途：命令負載模組停止測試
	說明：命令負載模組停止測試。
	[STATe：] TESTING?
	格式： [STATe：] TESTING? {;(NL}
	用途：查詢當前模組是否在測試狀態
	說明：查詢當前模組是否正在測試狀態，回應值 ”1” 代表模組正在執行測試，”0” 代表模組測試已結束。
	實例：START
	TESTING?
	NG?
	STOP
	4.6.4. SYSTEM 設定和讀取機框和電子負載的狀態

	[SYStem : ] RECall {SP} m {, n}
	格式：[ SYStem : ] RECall{ SP }m{ ,n }{;(NL}
	用途：呼叫記憶體中的負載狀態。
	說明：此命令為呼叫記憶體中的負載狀態資料，m(STATE)=1~10，n(BANK)=1~15。如果當前模組為其他系列時，省略符號n，BANK 默認為 3302G 所顯示的 BANK。
	實例：RECALL  2，15 呼叫記憶體中的第2組第15 BANK負載狀態資料。
	REC 3 呼叫記憶體中的第3組負載狀態資料，如果當前模組為3310F/G、3330F、3340F/G、33401F/G系列時，BANK 默認為 3302G 所顯示的 BANK。
	[SYStem : ] STORe{SP}m{,n}
	格式：[SYStem : ] STORe{SP}m{,n}{；(NL}
	用途：存儲負載狀態到記憶體中。
	說明：此命令為存儲負載狀態到記憶體中，m(STATE)=1~10，n(BANK)=1~15。如果當前模組為3310F/G、3330F、3340F/G 系列時，省略符號n，BANK 默認為 3302G 所顯示的 BANK。
	實例：STORE  2，15 存儲負載狀態到記憶體第 2 組第 15 BANK 中 STOR  3 存儲負載狀態到記憶體第 3 組，如果當前模組為 3310F/G、3330F、3340F/G、33401F/G 系列時，BANK 默認為 3302G 所顯示的 BANK 。
	[SYStem：] NAME ？
	格式 : [SYStem：] NAME? {;(NL}
	用途 : 讀取當前電子負載機型編號。
	說明 : 此命令讀回當前電子負載機型編號，如果當前沒有模組，那麼將讀到字符串“NULL”; 如果當前安裝了模組，那麼將會讀到以下型號：
	表 4-13 各系列機型編號表
	[SYStem : ] *RST
	格式：[SYStem : ] *RST {;(NL}
	用途：命令330XF機框重置開機
	說明：此命令是讓330XF機框上所有電子負載重置開機
	[SYStem：] REMOTE
	格式：[SYStem : ] REMOTE {;(NL}
	用途：命令機器進入 REMOTE 狀態 (RS232/USB/LAN 專用命令)。
	說明：在使用 RS232/USB/LAN 控制機器時須先下此命令。
	[SYStem：] LOCAL
	格式：[SYStem : ] LOCAL {;(NL}
	用途：命令機器離開 REMOTE 狀態 (RS232/USB/LAN 專用命令)。
	說明：欲結束 RS232/USB/LAN 控制機器時須下此命令。
	4.6.5. MEASURE 測量電子負載的當前電流電壓的實際值

	MEASure：CURRent？
	格式：MEASure : CURRent？{;(NL}
	用途：讀取當前電子負載的電流。
	說明：讀回 5 位半數位電流表的讀值，單位為安培 ( A )。
	MEASure：VOLTage？
	格式：MEASure : VOLTage？{;(NL}
	用途：讀取當前電子負載的電壓。
	說明：讀回 5 位半數位電壓表的讀值，單位為伏特 ( V )。
	MEASure：POWer？
	格式：MEASure：POWer？{；(NL}
	用途：讀取當前電子負載的功率。
	說明：讀回 5 位半數位瓦特表的讀值，單位為瓦特 ( W )。
	MEAS : VC？
	格式：MEAS : VC？{;(NL}
	用途：讀取當前電子負載的電壓與電流值。
	說明：讀回資料格式為“###.####,###.####”，第1組數值為電壓值,第二組數值為電流值。
	附錄一、3310F/G 系列 GPIB 程式範例
	C 語言程式範例
	/* Link this program with appropriate *cib*.obj. */
	/* This application program is written in TURBO C 2.0 for the IBM PC-AT compatible. The National Instruments Cooperation (NIC) Model PC-2A board provides the interface between the PC-AT and a PRODIGIT MPAL ELECTRONIC LOAD. The appropriate *cib*.obj fi...
	#include <stdio.h>
	#include <dos.h>
	#include <math.h>
	#include "decl.h" /* NI GPIB CARD HEADER FILE */
	main()
	{
	char ouster[20],rdbuf[15],spec[10];
	int i,ch,load;
	/* Assign unique identifier to the device "dev5" and store in variable load. check for error. ibfind error = negative value returned. */
	if((load = ibfind("dev5")) < 0) /*  Device variable name is load  */
	{    /*  GPIB address is  5  */
	printf("\r*** INTERFACE ERROR ! ***\a\n");
	printf("\r\nError routine to notify that ibfind failed.\n");
	printf("\r\nCheck software configuration.\n");
	exit(1);
	}
	/*  Clear the device  */
	if((ibclr(load)) & ERR);
	{
	printf("INTERFACE ERROR ! \a");
	exit(1);
	}
	clrscr();
	/* Clear load error register */
	ibwrt(load,"CLR",3);
	ibwrt( load,"NAME?",5);  /*  Get the 3310G series module load specification  */
	delay(100);
	strset(rdbuf,'\0');   /*  Clear rdbuf string buffer  */
	strset(spec,'\0');   /*  Clear spec string buffer  */
	ibrd(load,spec,20);
	if (spec[3] == '9')
	printf("\n 3302G series specification error !");
	/*  Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load. */
	ibwrt( load,"chan 1;pres off;curr:low 0.0;curr:high 1.0;load on ",43);
	ibwrt( load,"meas:curr ?",10);
	delay(100);
	/*  Get the load actially sink current from the load  */
	ibrd( load,rdbuf,20);
	/*  go to local.  */
	ibloc(load);
	BASICA 語言程式範例
	LOAD DECL.BAS using BASICA MERGE command.
	100 REM You must merge this code with DECL.BAS
	105 REM
	110 REM Assign a unique identifier to the device "dev5" and store it in variable load%.
	125 REM
	130   udname$ = "dev5"
	140   CALL ibfind (udname$,load%)
	145 REM
	150 REM Check for error on ibfind call
	155 REM
	160   IF load% < 0 THEN GOTO 2000
	165 REM
	170 REM Clear the device
	175 REM
	180   CALL ibclr (load%)
	185 REM
	190 REM Get the 3310F series module load specification
	195 REM
	200   wrt$ = "NAME?" : CALL ibwrt(load%,wrt$)
	210   rd$ = space$(20) : CALL ibrd(load%,rd$)
	215 REM
	220 REM Set the channel 1, preset off, current sink 1.0 amps and load on commands to the load.
	225 REM
	230   wrt$ = "chan 1;pres off;curr:low 0.0;curr:high 1.0;load on"
	240   CALL ibwrt(load%,wrt$)
	245 REM
	250 REM Get the load actially sink current from the load
	255 REM
	260   wrt$ = "meas:curr?" : CALL ibwrt(load%,wrt$)
	270   rd$ = space$(20) : CALL ibrd(load%,rd$)
	275 REM
	280 REM Go to local
	285 REM
	290 CALL ibloc(load%)
	2000 REM Error routine to notify that ibfind failed.
	2010 REM Check software configuration.
	2020 PRINT "ibfind error !" : STOP
	附錄二、3302G USB使用說明
	1.安裝USB DRIVER，執行光碟上 USB\SETUP\ 目錄下 “PL-2303 Driver Installer.exe”
	2. 安裝完成後再將 USB 連接 3302G 及 PC，此時 PC 系統便會出現 USB to Serial Port(COM3)，將 BAUD-RATE 設為 115200bps，Flow control 設為 Hardware，客戶即可使用 COM3 來控制 3302G。
	附錄三、3302G LAN使用說明
	二. 請執行光碟上LAN目錄下ETM.EXE, 會出現如下畫面 : 若沒有出現任何裝置, 請按下F5進行重新偵測, 或檢查第一個步驟是否正常完成.
	請輸入115200, N, 8, 1
	附錄四、3300G/3302G/3305G Mainframe Auto. Sequ function provide EDIT, ENTER, EXIT, TEST and STORE 5 keys operation.
	Edit mode
	1. Set mode, Range, current level … Load Setting and Load ON
	2. Press STORE key to store the load setting in memory bank
	3. Repeat 1~2, for the sequence load setting.
	4. Press EDIT key of 3300F mainframe.
	5. Press 1~9 number key program number.
	6. Press BANK up/down key to select memory bank.
	7. Press STATE up/down key to select memory state.
	8. Press ENTER to next step.
	9. Repeat 6~8 to edit Step of sequence
	10. Press STORE to confirm the step
	11. LCD shows “REP.” to setting repeat count.
	12. Press up/down key to set repeat count of sequence loop.
	13. Press STORE to confirm the sequence edit.
	Test mode
	Example Sequence
	In this example, we will create a program based on following Figure.
	The program executes steps 1 to 8 on sequence.
	Creating the program
	Press the mode key to CC mode.
	Press RANGE key to force range 2
	Press STORE key to confirm the repeat count.
	附錄五: Short, OPP and OCP 測試範例
	遠端電腦控制 Short ,OVP和OCP,如下所示
	SHORT 測試
	設定遠端控制，設定TCONFIG SHORT，設定短路時間500ms，開始測試Short, ，詢問是否測試(完畢 1：正在測試，0：測試完畢），停止Short測試
	REMOTE   （Set Remote）
	TCONFIG SHORT  （Set SHORT test function）
	STIME 500   （Sets short time to 500ms time)*
	START          （Start SHORT testing）
	TESTING?   （Ask Testing? 1：Testing，0：Testing End）
	STOP    （Stop SHORT testing）
	* if 500 is replaced with 0 the short test is continuous until STOP command
	OPP測試
	設定遠端控制，設定TCONFIG OPP，設定開始功率輸出3W，設定間隔功率為1A，設定停止功率為5A，設定 OPP 臨界電壓0.6V，設定功率下限為0A，設定功率上限為5A，設定啟動比較上下限功率值，開始測試 OPP,詢問是否測試完畢 1：正在測試，0：測試完畢），詢問 OPP 功率數值，停止測試
	REMOTE   （Set Remote）
	TCONFIG OPP         （Set OCP test）
	OPP:START 3   （Set start load watt 3W）
	OPP:STEP 1   （Set step load watt 1W）
	OPP:STOP 5   （Set stop load watt 5W）
	VTH 0.6   （Set OPP VTH 0.6V）
	WL 0    （Set watt low limit 0W）
	WH 5    （Set watt high limit 5W）
	NGENABLE ON  （Set NG Enable ON）
	START          （Start OPP testing）
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